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In this Issue 

The microwave and mHlimeter-wave portions of the electromagnetic spec- 
trum encompass frequencies from a few Inundred megahertz to about 300 
gigahertz. The region is mainly the domain of radar and communications 
systems. A basic piece of test equipment for such systems and the com- 
ponents that go into them is the sweep oscillator, or sweeper. A sweeper 
generates a constant-amplitude signal that varies in frequency at a con- 
stant rate, that is, it "sweeps" over a user-selected range of frequencies, 
in the article on page 6, we're introduced to the HP S360 family of synthe- 
sized sweepers — eleven models, some of which generate frequencies as 
high as 50 GHz, well into the millimeter-wave range. That article includes a brief history of 
microwave sweepers and the basic problem of combining smooth sweeping with high frequency 
accuracy. Before the HP 8360, the best solution to this problem was the 'lock and roll ' technique 
of the HP 8340 synthesized sweeper, which provides a highfy accurate, phase-tocked start fre- 
quency followed by an unlocked sweep. By adding an end-of sweep calibration to this technique, 
the HP 8360 improves swept frequency accuracy tenfold. The design of the HP 8360 family Is 
charactehzed by extensive use of advanced microwave technologies. There are microwave 
monolithic integrated circuits, thick-film and thin-film hybrids, complex microcircuit assemblies, 
new connection and packaging techniques, and many contributions in amplifier, filter, mixer, 
modulator, doubier, and attenuator design. Two complex microcircuits called the modsplitter and 
the low-band microcircuit exemplify many of the advanced design concepts (see page 36). Other 
state-of-the-art components include a switched frequency doubler with low spurious outputs (page 
31) J an optional high-speed pulse modulator that provides two-nanosecond pulse rise and fall 
times and a 95-dB on-off ratio (page 34). and dc-to-50-GHz programmable step attenuators (page 
47). A new automatic level control system (see page 24) offers greatly improved leveling perfor- 
mance over previous generations of microwave sources, along with user flatness correction and 
self -calibration capabilities. The HP 8360 family has a menu-based user interlace, as described 
in the article on page 6, and many built-in self-test and adjustment features, as described in the 
article on page 17. 

Many radar, communications, and spectroscopic applications already exist at frequencies well 
above the SO-GHz upper frequency specification of the HP 8360 series. To meet the testing needs 
of these applications, frequencies up to 110 GHz can be generated by teaming an HP microwave 
sweeper like the HP 8360 with one of the millimeter-wave source modules described in the article 
on page 50. The HP 83557 A covers V band, 50 to 75 GHz, and the HP 83558A covers W band, 
75 to 110 GHz. These modules multiply the microwave sweeper's output frequency by 4 and 6, 
respectively. After a brief introduction to the miltimeter-wave characteristics of the atmosphere, 
the article tells why it's better to multiply by 2, amplify, and multiply again by 2 or 3 than simply 
to multiply by 4 or 6 directly. It then describes the design of an R-band amplifier doubler, a V-band 
amplifier doubler, a W-band amplifier tripler, and a coupter/detector using advanced microctrouit 
technologies and tools. 
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Celfalar telephone and radio services, according to the article on page 65, have become so 
popular that the currently alfocated frequency bands have become saturated. A new digital cellular 
standard has been developed that will allow more users in a given portion of the spectrum. 
Because the new standard requires radios to conform to the old analog specification as well as 
the new digital system, it is called the North Amencan Dual-Mode Celluiar System (yes, there's 
a different standard in Europe). The new radios will require testing for both operating modes: 
analog and digital. The analog tests can be done as they are now. Two new HP products wit! aid 
the digital tests. The HP 11 846 A modulation generator (page 65) uses a simple but effective 
design approach to generate the complex modulation format used by the dual-mode system, 
while the HP 11 847A modulation measurement software (page 73), using digital signal processing 
techniques, accurately verifies the performance of digital cellular transmitters, The HP 11847A 
software provides many valuable optional measurements and graphical output modes in addition 
to those required by the standard. 

In software testing, its important that a test exercise all of the code so that any defects present 
will have a chance of being exposed. One way to measure the effectiveness of software testing 
is branch analysis, which seeks to measure what percentage of the branches in a program have 
executed at least once during a test (branches are the code paths after the decision points in a 
program). The HP Branch Validator (page S3) is a software execution and test verification tool 
that instruments programs written in the C language and determines which branches have been 
executed. It runs on HP 9000 computers, either as a stand-alone application or as a member of 
the SoftBench environment described In our June 1990 Issue. 



R.P. Dolan 
Editor 



Cover: 

Representatives of some of the state-of-the-art technologies that are used in the HP 8360 
family of synthesized sweepers and the HP 83557A and HP 83558 A millimeter-wave sources- In 
the background is a photomicrograph of a microwave monolithic integrated circuit (MMIC)— a 
traveling wave amptifier In the foreground are examples of thick-film and thin-film microwave 
hybrid microcircuits. waveguide components, and various amplifier, multiplier, and modulator 
microcircuit assemblies. 



What's Ahead 

The cover subject of the June 1991 issue will be the HP 48SX scientific expandable calculator. 
Also featured will be the HP 3588A, a lO-Hz-to-150'MHz spectrum analyzer that uses digital 
signal processing techniques to speed up swept spectrum measurements by a factor of four or 
more. There will be three papers from the 1990 HP Software Engineenng Productivity Confer- 
ences-two on software configuration management and one on an integrated computing environ- 
ment. We'll also have an article on HP GlancePlus, a computer system performance diagnostic 
tool and a paper on methods of improving the product development process. 
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A Family of High-Performance 
Synthesized Sweepers 



Eleven models offer frequency coverage to 50 GHz in coax, 
extendable to 110 GHz in waveguide v\/ith millimeter lieads. 
Swept frequency accuracy Is ten times better than previous 
designs. A menu-based user interface simplifies operation. 

by Roger P. Oblad^ John R. Regazzi, and James E. Bossaller 



MICROWAVE FREQUENCIES came into generaJ in- 
terest with the advent of radar at the begining of 
World War U in 1939- Signal generators were 
needed to test and develop these early radar systems- The 
first commercial microwave sources used mechanically 
tuned klystrons. The frequency accuracy was only as good 
as the markings on manually operated dials. In 1956. the 
first HP microwave sweep oscillator, the HP 670 A. was 
produced by coupling a motor to the klystron drive mecha- 
nism. These early sweepers brought advances in measure- 
ment technology but were very slow and inaccurate. In 
1958. sweeper performance improved considerably with 
tiie introduction of the electromagnet-tuned backward 
wave oscillator (BWO). Over the next three decades, the 
sweeper improved furtlier with the use of YIG oscillators 
and microprocessor controls to provide many convenient 
user features. 

The first microwave synthesizer was introduced In the 
early 1970s. With the advent of the synthesizer, it was 
possible to generate extremely stable and accurate CW sig- 
nals.^ Over the next ten years^ synthesizers were continu- 
ally improved in parallel with the improvements made on 
sweepers. 

It still was not possible to have both high frequency 
accuracy and sw^eep in the same product. Various schemes 
v\rere used to achieve better accuracy in sweepers. Sweepers 
w^ere locked to microwave counters to achieve frequency 
accuracy equal to that of a counter. Crystal markers marked 
precise frequency points in otherwise inaccurate sweeps. 



Improvements were made to synthesisers by adding auto- 
matic step -sweep features. This provided accurate sweeps 
but with undesirable step discontinuities and slow sweep 
rates. 

The first true marriage of the features and benefits of 
both the micro wav^e synthesizer and the analog sweeper 
was the HP 8 340 A synthesized sweeper, which was intro- 
duced in 1982. This was a major advance in microwave 
source technology. The HP 8 340 A used a concepl called 
"lock and roll," which was developed for the HP fi56fiA 
microwave spectrum analyzer. ^'^ The synthesized sweeper 
contains a high-performance microwave synthesizer, 
which is phase-locked to the start frequency of an analog 
sw^eep. After the ]ihase-lock operation, the frequency con- 
trol circuits are unlocked and an analog sample-and-hold 
circuit maintains the start frequency. Analog sweep control 
circuits push the frequency over the predetermined sweep 
range. This mode of operation gives the start frequency 
synthesizer accuracy. The accuracy of the rest of the sweep 
is determined by the precision of the analog frequency 
control circuits. 

New Sweeper Family 

The next-generation synthesized sweeper is the HP 8360 
family, introduced in 1989 (see Fig. 1). This family of prod- 
ucts improves the accuracy of the earlier lock and roll 
scheme by adding an automatic end-of-sweep calibration. 
The internal synthesizer accurately measures the exact fre- 
quency at the end of a sweep, rhis data is fed back to 




Fig. 1. HP 8360 synthesized 
sweep oscii(ators include eleven 
models that cover the frequency 
range from 10 MHz to 50 GHz. Mil- 
limeter heads extend the fre- 
quency range to 110 GHz (Mode! 
33640Ashowr}). High-power mod- 
els provide 17 dBm at 20 GHz. 
Analyzer modefs have special net- 
work analyzer synchronizatiorf 
features. 
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frequency control circuits, which correct the sweep inac- 
curacies. This automatic calibration feature has resulted in 
a tenfold improvement in swept frequency accuracy* 

A major design objective for the new sweeper family was 
orthogonality of ihe optional features. This means that op- 
tional features are independenS and can be chosen without 
compromising other aspects of performance or functionai- 
it\\ This goal required much attention in the design and 
did result in some added cost and complexit>^ For example, 
the modulation features — AM. FM. and puls^— can be used 
in any com bi nation. These features work in both CW mode 
and swept mode. This goal also had a significant impact 
on the user interface, both front-panel and HP-IB, as de- 
scribed later in this article. 

From a performance point of view, the three biggest de- 
sign goals were higher power, larger frequency range, and 
lower harmonics. Other issues such as frequency switching 
time, modulation features, power flatness compensation, 
and an extensive effort to design for quality and low overall 
cost of ownership rounded out the project objectives. 

The HP 8360 family of high-end microwave synthesized 
sweepers currently includes the following models: 

■ HP B3620A: 10 MH/ to 20 GHz 

■ HP 83fi22A: 2 to 20 GRz 

■ HP 8362 3 A: 10 Mhz to 20 GHz High Power 

■ HP 83624A: 2 to 20 GHz High Power 

■ HP 83640A: 10 MHz to 40 GHz 

■ HP 8 3 642 A; 2 to 40 GHz 

■ HP 83621 Ai 45 MHz to 20 GHz Network Analyzer Model 

■ HP 83631A: 45 MHs^ to 26.5 GHz Network Analyzer 
Model 

m HP 83650A; 10 MHz to 50 GHz 

■ HP a3630A: 10 MHz to 26.5 GHz 

■ HP 83651 A: 45 MHz to 50 GHz Network Anal>^er Model. 
All of these models have coaxial outputs. With the addi- 
tion of the V-band and W-band millimeter-wave heads (see 
article, page 50), the frequency is extended to 110 GHz in 
WcT veguide. A high-power option provides 1 7 dBm at 20 GHz, 

Improvements in the synlhasizer and the associated 
firmware have resulted in <5-ms switching times in step- 
sweep mode. This, coupled with new synchronization in- 
terface hardware, provides significant improvements in 
network analyzer performance. This new interface 
hardware is called the ■■hu[;ket pulse interface/' Messages 
pass between the synthesized sweeper and the network 
analyzer on two hardware lines. This allows the two instru- 
ments to synchronize the exact points where data is taken 
with the synthesizer's internal sweep calibration aorl con- 
trol circuitry. The result Is a tenfold improveinent io swept 
frequency accuracy over what was achievahle before. 

Other new features include deep AM and a high-perfor- 
mance precision leveling system [see article^ page 24). A 
simple internal pol^e generator is standard, and there is 
an optional high- perl ormaoce internal modulation genera- 
tor. There is also a high-performance pulse modulator op- 
tion, discussed in the article on page 34. 

Block Diagrann 

The overfill HP 8360 block diagram , Fig. 2, contains seven 
blocks: 
m Microwave components 



■ Synthesizer 

■ Modulation, sweep control, and microcircuit control 
circuits 

■ Frequency standard 

■ User interface 

■ CPU 

■ Power supply. 

The microwave components generate and process all the 
high-frequency signals. These are all located on the RF deck 
except the sampler, which is located inside the synthesizer. 

The synthesizer block (Fig. 3) implements the HP 8360 
indirect s\mthesis scheme. TMs scheme uses four key com- 
ponents: a 2-to-7.8-GHz YlG-tuned oscillator (YTO) located 
on the RF deck, a sampler covering the same frequency 
range 1 and two phase-locked loops called the sampler loop 
and the fractionahN loop. A portion of the microwave output 
from the YTO feeds the sampler. Inside the sampler microcir- 
cuit, this YTO signal mixes with a high-order harmonic of a 
200-tQ-220-MHz VCO. This VCO is part of the sampler phase- 
locked loop. The resultant mixing product is an IF signal in 
the 20-to-40-MHz range. A phase detector compares this IF 
signal with the output of the fractional-N synthesis loop. 
The phase detector output is summed Into the tuning con- 
trol for the original 2-to-7.8-GHz YIG oscillator. This 
achieves the overall phase lock for the synthesizer. 

The sampler loop can be stepped in 5 00- kHz steps. The 
fractional-N loop can be stepped in 0.001-Hz steps. This 
ultrafine resolution makes it possible for the HP 8 3 BO to 
maintain its 1-Hz frequency resolution even at 110 CH5:» 
which is achieved by multiplying a 6. 11 -GHz YIG oscillator 
frequency by IB. The modulation, sweep control, and mi- 
crocircuit control circuits reside on several of the card -cage 
printed circuit boards. These circuits implement the power 
level and flatness control features and provide all the micro- 
circuit control signals. Sweep control circuits provide the 
analog sweep feature and compensate for the delay and 
tracking characteristics of magnetically tuned microcir- 
cuits. 

Both the sampler and thefractionahN phase-locked loops 
derive their internal reference signals from a precision 
oven-stabilized 10-MHz crystal frequency standard. 
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Fig, 2, BasfC bfock diagram of an HP 8360 synthesized 

sweeper 
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Fig. 3. HP 8360 frequency synthesizer block diagram. The phase-locked loops are locked ai 
the beglnnmg of a sweep so the start frequer}cy has synfhesizef accuracy. The loops are 
unlocked for continuous sweeping. An end-of-sweep caliiDration with synthesizer accuracy 
provides a tenfold Improvement in overall swept frequency accuracy over previous designs. 



The user interface includes the front panel, the rear 
paneL the HP- IS hardware and firmware on the CPU board, 
and an oplianal Hewlett-Packard Modular System Interface 
Bus (HP-MSTB) interface. The MSIB interface is compatible 
with the HP modular measurement system (MMS). The 
front panel contains three 8-bit microprocessors of its own 
to provide the required fiinctionality* 

The CPU is a Motorola 68000. It is augmented with 512K 
bytes of RAM, 51 2K bytes of HPROM, 32K b>^eE of HEPROM, 
a digital voltmeter, a counter timer system, and specialized 
interface hardware. 

The powder supply module contains a large switching 
supply along with a linear standby supply. The supply 
module consists of two preregulahir boards in a shielded 
enclosure and one postxegulator board, which provides the 
final supply voUages. 

RF Deck 

The microcircuits in the HP 8360 are laid out on a single 
RF deck. This w^as done to allou^ assembly and testing of 
the micro circuit assembly separately from the instrument, 
to provide the flexibility to accommodate different micro- 



circuit configurations to meet customer requirements, to 
shorten the length of the microwave comiections to mini- 
mize power loss^ and to ease service. Several alternatives 
were considered to achieve these objoctiveSn A side tip-out 
RF deck was considered but was found unacceptable in 
rack-mount applications. Two alternatives were considered 
to reduce power loss caused by excess cable length. One 
of the alternatives would have resulted In a completely 
different part layout depending on whether the instrument 
had the front-panel or the rear-panel output option. This 
would have reduced cable loss, but would have caused 
both manufacturing and field support problems. Another 
approach was to have the microwave output come from 
the center of the RF deck so both the front-panel and the 
rear- panel options would be equally penalized. 

In the end. the RF deck was configured with a single lay- 
out that has the shortest possible path for the high-frequency 
cables. Fhe conversion from front-panel to rear-panel out- 
put is achieved by reversing the RF deck. A special RF 
deck interface printed circuit board, which has redundant 
connectors on two sides, makes it possible to install the 
RF deck 'upside down"- The entire RF deck can also be 



8 HEWLETT-PACKARD JOURNAL APRIL T991 



)Copr. 1949-1998 Hewlett-Packard Co. 




Fig. 4. The RF deck holds Btt of 
tne micfowave components^ For 
rear-panel inputJoatpat options, 
the deck /s reverse*:/ to keep m^ 
Cfowa^e path lengths as short as 
possibte. 



mounted on top of the instruineot on special mounting 
points. This faciHtates service and production test and al- 
lows access to both sides of the deck (see Fig. 4). 

BasFc Model and Options 

The HP 8360 series synthesizers offer a wide range of 
microwave performance options to the user. By choosing 
the appropriate model within tlie HP 8360 family and 
specifying a few options, one can tailor the microwave 
performance to match specific measurement needs. The 
foundation of this new family of synttiesizers is the Model 
HP 83620A. This source uses a proven low-cost approach 



to provide O.Ol-to-ZO-GHz frequency coverage and +10 
dBm of output power while maintaining harmonics and 
siibiiarmonics below 50 dBc. Higher output power and 
broader frequency coverage are available in Models HP 
83623 A and HP 83650A, respectively. Thus, a user can 
purchase only as much performance as is necessary. 

The basic Model HP 836 20 A, shown schematically in 
Fig, 5, uses a single 2-3-to-7,8-GHz YIG oscillator with a 
combination of heterodyne and multiplier techniques to 
achieve broad frequency coverage. The low band [0,01 to 
2.4 GHz) is generated by mixing the YIG oscillator output 
with a fixed oscillator at 5.4 GHz (see article, page 36). The 
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Designing for Low Cost of Ownership 



An investment in microwave test equipment goes well beyond 
the originai purchase price of the product fn the long term, 
annual maintenance and repaif costs can easily offset any differ- 
ences in purchase price. When costs related lo lost productivity 
are included, a product's cost of ownership can exceed twice 
the original purchase price. 

Cost of ownership is the sum of three parts: purchase price, 
repair costs, and calibration costs: 

Annual Cost of Ownership = Purchase Price/Useful Life + 
Annual Repair Costs + Annual Calibration Costs 

The purchase price is spread over the useful life of the product. 
Repair and calibration costs are usually stated as yearly aver- 
ages. For repair and calibration, a major cost contributor is lost 
productivity (for example, loss of shipments in a manufacluhng 
environment). High reliabiJity and extensive service and calibra- 
tion looFs ensure maximum upiime and usefulness 

HP 6360 annual repair and calibration costs are expected to 
be about 40% of those of similar synthesized sweepers. This is 
because low cost of ownership was a primary objective of the 
HP 8360 series design team. Early in the design phase a servce 
and reliability engineer was assigned to help the design team 
focus on the right issues. In addition, a firmware destgner ensured 
that service- related features were included in early designs. 

Designing for Reliability 

The key to designing a very reliable product is first to ensure 
that the objective is clear to everyone involved in the project and 
then to provide an environment that promotes success, High 
visibility was provided by assigning a reliabiJity engineer to the 
design team shortly after design feasibiirty was proven. The relia- 
bility engineer provided each design engineer with the design 
information and tools necessary for a reliable design, coordinated 
design reviews, and provided the focal point for all reliability 
testing 

Component Derating. Stnct adherence to HP corporate compo- 
nent selection and derating guidelines in the inftiai design pro- 
vided the cornerstone for the highly reliable design, All designers 
were given a review of the derating concepts for each component 
type (resistor, capacitor, transistor, etc.). Stress analysis forms 
were developed to aid in the calcuiations and ensure common 
derating practices, The types of stresses analyzed varied with 
component type, but typically included voJtage, current, and tem- 
perature Stress levels were caiculated for worst-case operating 
conditions, Three component derating ctassificafions were de- 
fined for each component; good, acceptable, and unacceptable. 
The reliability engineer worked with the designer when an initial 
investfgatron indicated that good components were not available. 
About 5% of the components used were m the acceptable range, 
Unacceptabfe was preciseiy thai — unacceptable Quite often 
components selected were specified to operate at more than 
twice the stress levels encountered in the HP 8360, 
Design Reviews. Peer design reviews were held before sending 
out for first prototype hardware and before any major design 
changes. Ail participants were given a package that included a 
design intent, stress analysis results, a parts list, a biock diagram, 
and schematics. Generating this package gave the designer a 
good opportunity to double-check the design. Subjects covered 
by the review team included perfonnance, reliability, manufac- 
turability, and serviceability. Instrument leve) reviews were held 
for such items as airflow, thermal profile, and mechanfcat struc- 
ture, Key benefits dehved from the design reviews were reduced 



component stress, reduced parts count (30% fewer parts than 

the HP 8340 synthesized sweeper), fewer adjustabse compo- 
nents (75% fe^er than the HP 8340), and better self-test and 

service features. Instrument ievel design reviews helped ensure 
a weH-distributed airflow and low internal temperature nse while 
ustng a quiet fan that meets the growing noise concerns of users. 
The HP 8360 is quieter than the typicai overhead projector. 
Reliability Testing. Reliability testing was done at both assembly 
and instrument levefs. The team identitjed two areas they wanted 
to test rigorousiy {power supply and alphanumeric display) and 
started testing before a compiete instrument was available The 
alphanumenc display is purchased from an outside vendor, so 
it was important to qualify the part earEy and work with the vendor 
to implement any required design changes (see "Strife Testing 
the Alphanumeric Display," page 13). 

One of the first prototype instruments was dedicated for relia- 
bility testing. The instrument was subjected to stresses commonly 
seen during normal use (vibration, shock, temperature variation), 
The idea was to start at tow stress levels where no failures occur 
and slowly increment the stress levels until a failure occurred. 
That faiJure was then analyzed and the design changed to fix 
the probtem. Retesting at the same stress level was required to 
verify the new design before the stress level was incremented. 
This cycle was repeated until stress levets far exceeded commer- 
cial standards. 

Doing reliability testing as earfy as possible was a definite 
advantage for the HP 8360, The team was able to redesign weak 
areas and not just patch current desfgns For example, the initial 
card cage design used sheet metal. Vibration testing indicated 
many weak areas that required additional support. This feedback 
lo the mechanical engheers 'enabled them to justify the tooling 
costs to buiJd the card cage from cast aluminum parts. This not 
only resulted in a sturdier instrument, but also in a Jower-cost 
card cage. 

Designing for Serviceability 

Having a service engineer assigned and located in the tab 
during early development helped the despgn team make deci- 
sions that promoted serviceability Close attention to sen/^ce- 
abiiity was carried throughout the design cycle, including pnnted 
circuit layout. 

Service firmware was designed in conjunction with the 
hardware, and service tools were often provided to aid in the 
design. This ensured a design that prov^ded the most service 
capability without adversely effecting design time or assembly 
cost. As a result, the extensive self-tests used in conjunction with 
quick and simple manual diagnostic procedures isolate more 
than 97% of failures in minutes. The self -tests were developed 
for fast and easy repair at the assembly level, but also provide 
a great deal of help if component level repair is required. 
Firm ware- aided adjustments improve adjustment speed and ac- 
curacy, reduce test equipment needs, and require less technical 
skill For a more detailed description of the service firmware, see 
the article on page 1 7. 

The RF deck design described in the accompanying article 
was heavily influenced by the design reviews. The RF deck can 
be placed m a service position on an extender board for trou- 
bleshooting and repair. Performance and configuration flexibility 
goals were not compromised in the process. 
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Calibratiofi 

in B reasonably reliable synthesized sweeper, it would not be 
uncommon to have annual calibration costs exceed four trmes 
the average annual repair cost. Designing for improved reliability 
and sen/iceabNity also had a positive effect on performance sia- 
bility The chance for performance change over wme is greatty 
reduced with the fewer componeni count, conservattve compo- 
nent derating, and fewer adjustabJe components- The use of 
planar doped barrier levefing detector dsodes ensures a highly 
stable ALC loop Circuits that are subject to drff! (e.g., frequency 
span accuracy) are handled with u&er features (eg . span cali- 
bration) that optimize performance without compromising the 
calibration Taking into account all these improvements and fea- 
tures, and HP 8360 performance stability during development, 
the team agreed that an extended calibration cycte was appro- 
pnate. An analysis of HP 6340 calibration history showed that 
under normal operating conditions its recommended one-year 
caEibraiion cycle was conservative Since the HP 8360 is a signif- 
icant improvement over the HP 8340. a two-year calibration cycJe 
for the HP 8360 is recommended Additional calibration savings 
shouW be realized because of service firmware features that 
reduce equipment costs and lower technical skill requirements 
for instrument calibration and ad|ustmeni. 



Coriclusion 

Low cost of ownership must be designed into an instrument. 
It requires attention early in the design and must be a goal of 
the entire design team. High reliability is dependent not only on 
good initial design but also on actively looksng for failures while 
there is time to connect problems. 

Ackftom fedg ments 

Thanks to the entire HP 8360 destgn team for understanding 
the need to design in reliability and sen/iceabiiity from the start. 
I am also very thankful they did not try to put me through some 
of the reliability testing to which I sybjected their designs. hAlke 
Seibei gets a special thanks for the great service finnware he 
developed Much of the reliability testing could not have been 
completed without super cooperation from our envtronmentat 
test lab Dave Copley was particularly helpful in helping me get 
started Our reliabilily physics group was also extremely helpful 
in analyzing all failures 

James R. Stead 

Product Support Engineer 

Network Measurements Division 



kigh band (2.4 to 20 GHz] is achieved by multiplying the 
oscillator outpul: frequency using a YTG-tuned multiplier. 
The multipher uses a step-recovery diode to j^enerate sec- 
ond and third harmonics* Although a step-recovery diode 
is an efficient harmonic generator, a power amplifier is 
still necessary to boost the signal driving the diode. To 
produce +13 dBm at 20 GHz the drive signal must be 
around one-half watt. There was a time when this would 
have been difficult, but technology improvements in the 
last few years have made this a relatively simple task in 
the 24o-7-GHz range. A two-sphere YIG filter following 
tiie step-reuDvery diode then selects the proper harmonic 
signal for 7-to-12.5-GHz and 12-5-tD-20-GHz coverage.'^ For 
frequencies in the 2. 4- to- 7 -GHz range ^ the step- recovery 
diode is forward-biased and the YIG filter passes the oscil- 
lator signal straight through, The tivo-sphere YIG filter en- 
sures that the unwanted harmonics are suppressed below 
-50 dBc and provides the HP 63620A with exceptionally 
low broadband noise. The low-band and high-band fre- 
quency ranges are combined at a pin diode switch built 
i n lo t he m ult i plier for continuo us 0.01 'to-20-GHz coverage. 

Hetern<iyning and multiplying a single YIG oscillator 
offers three distinct advantages over other common block 
diagrams. The first is low cost. YIG oscillators are expen- 
sive, and more than one would typically be required to 
cover the 2-to-20-GHz range. Instruments employing mul- 
tiple broadband oscillators to achieve full frequency cover- 
age also demand broadband performance in their power 
amplifiers, level control modulators, and frequency stabili- 
zing circuits. Often, multiple sets of amplifiers and mod- 
ulators are used because of the difficulty of building broad- 
band components. This further increases cost. 

A second advantage of this block diagram is that swefjt 
frequency accuracy is superior using a single oscillator. 
Linearity typically suffers when individual oscillators with 
differing characteristics are multiplexed , and cfjrrecling 
these differences while sweeping is difficult. 



A third advantage is that the bands witch frequencies are 
more flexible in a YIG-filtered system. This can be impor- 
tant when measuring narrowband devices with points of 
interest near the instrument's bandswltch frequency. De- 
pending on the selected sweep width* the instrument can 
eliminate bandswltch points by using different bands. A 
multiple-oscillator block diagram usually employs a series 
of switchable low- pass filters to remove unwanted har- 
monics. In this case, the switch frequencies cannot be 
changed without degrading harmonic performance. This 
is because the corner frequency of each filter is fixed, 

High-Power Model 

Certain measurement applications require more than 
-h 10 dBm of output power from the source. To provide for 
this case, a broadband 2-to-20-GHz power amplifier with 
an integral pin diode switch was designed to follow the 
YIG-luned multiplier. This extends the output power of 
the basic source to -\- 17 dBm and is available in the Model 
HP 83623A. Fig. 5 shows this block diagram. The power 
amplifier uses four state-of-the-art traveling-wave amplifier 
ICs to achieve +21 dBm of output power at 20 GH:c, The 
final section of this three-stage amplifier employs two cus- 
tom HP microwave ICs driven in parallel. This increases 
the available output power by typically 2.5 dB over that 
achievable using only a single IC. Also, the harmonics gen- 
erated are low^er since each IC in the last stage is operating 
at a lower power level. The low-band frequency range is 
added at the integral pin diode switch to deliver continuous 
0.014o-20-GHz coverage as before. 

A clear advantage of offering higher power as a different 
model in the HP 8360 series is cost. Customers with mea- 
.surement needs satisfied by the standard product are not 
burdened by the higher cost of the broadband tomponenh 

40-GHz Model 

Another performance category receiving considerable at- 
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tent ion in the past few years is frequency coverage in coax- 
ial systems. The HP 83B0 series offers Model 83640A, 
which provides O.Ol-to-40-GHz coverage in coax. This is 
achieved by employing a specially designed swilchable 
frequency doubler [see article, page 31]. The doubler ini- 
mediately follows the YIG-tuned multiplier of the standard 
model. Fig. 5 shows this hlock diagram. The doubler allows 
two modes of opemtion. In the first, the input signals are 
routed straight through. In the second mode, input frequen- 
cies in the range of 10 to 20 GHz are doubled, then coupled 
to the output. In this way, continuaus coverage from 0.01 
to 40 GHz is available at ooe coaxial port. The HP 83640A 
is available with a 90-dB step attenuator for applications 
needing very low source power. This step attenuator offers 
low insertion loss at 40 GHz along with high repeatability 
of each step [see article, page 47). The doubler and at- 
tenuator both use the industry-standard 2.4-mm coaxial 
connector. These two components have recently been ex- 
tended to 50 GHi'.. 

Each of the three basic models in the HP HZ60 series 
offers a variety of options that increase the range of choices 
available to the user. One important option is a high-speed 
pulse modulator that provides pulse rise and fall times 
typically less than 2 ns {see article, page 34). This flexibility 
ensures that users' current measurement needs are met 
while providing a path for expansion as new applications 
arise. 

Other Features 

Each HP 8360 model has a high-capacity switching 
power supply with enough reserve power to handle the 
requirements of extra microw^ave components. The design 
also provides extra cooling capacity with greatly reduced 
fan noise. This w^as achieved by improved fan technology, 
specialized geometry of the fan grilJ, and grill placement 
aw^ay from the fan blades. The fan blows air into an open 
plenum which contains the microcircuits. Air is metered 
out of this area through c:ODling ports that conduct air across 
each of the major printed circuit boards. 

Flexible User Interface 

The user sees the HP 8360 either from the [>oint of view 
of the front panel or as a system element Ehat is controlled 
by a computer. 

Front-Panel User Interface 

The front -panel interlace represents a departure from the 
traditional way of designing user interfaces for instruments 
without a CRT. Since the HP 8360 was designed as a plat- 
form for synthesizer products for the decade of the 90s> it 
required an extensible approach to user interfaces. The 
decision to develop a new front -panel user interface was 
greatly influenced by our experience with the previous- 
generation synthesized sweeper, the HP 8340, This product 
had a large number of keys arranged by functional grouping 
for ail of the major functions of the synthesizer. This 
method w^orked w^ell for the functions that could be directly 
associated with one of the keys, but a large number of 
minor features had to be relegated to a shift function. A 
blue shift key was provided to double the number of keys 



available. Most of these shift functions had a logical associ- 
ation with a particular set of keys and were allocated from 
the beginning. As new features were added with later re- 
leases of firmware, it was very difficult to find an appro- 
priate key to which to bind some of the new^ features. The 
solution to this problem was to develop a menuing system 
that is not only clear and easy to use but also provides 
expandability and flexibility. 

The first element of the user interface to be selected was 
the display, since much of the rest of the system had to be 
designed around this component. The display selection 
criteria we used were gathered from customer feedback, 
requirements of a menuing system, our own experience, 
and environmental and reliability requirements. The dis- 
play had to be very reliable so that the overall instrument 
reliability would not be adversely affected, especially since 
we wore competing directly wnth the excellent reliability of 
the HP 8340. It had to have a sufficient number of characters 
and lines to allow a menu structure with menu keys adja- 
cent to the display. The characters had to be easily readable 
in both bright and dimly lit areas and had to be readable 
from a distance of several armlengths. We looked at every 
type of display technology that vvas available at that time 
and settled on the six-line-by-40-character vacuum fluores- 
cent display that was available from several manufacturers. 
The display selected did have some environmental con- 
cerns, which were resolved by working closely with a single 
manufacturer, 

Keyboard 

The keyboard was specifically designed to address prob- 
lems in manufacturing, customer complaints, cost, reliabil- 
ity and system requirements. We needed a very reliable 
key technology that was simple to assemble and aestheti- 
cally pleasing. We needed to provide KFl shielding around 
the front panel and display. Additionally, w^e needed to 
block all air flow^ out of the front to address customers' 
complaints. Taking all of these considerations into account, 
we selected a one-piece rubber keypad that could provide 
all of these functions in a single piece. We were sensitive 
to concerns that various people had expressed that the feel 
of a flexible keypad would not be correct. Our industrial 
design group developed a promising design for an antirock 
mechanism that would give the rubber keys the type of 
stability and feel that was necessary (see "Front Panel De- 
signed for Manufacturability," page 15). The final design 
of the keypad provides '*soft touch" keys that don't rock 
sideways and have a detent-type feel for tactile feedback 
through the use of the antirock membrane. The keypad 
seals the area around all of the keys so that no air escapes 
to irritate the user. Conductive rubber portions of the part 
reduce the amount of RFI that escapes and prevent air from 
e.scaping around the display window and the periphery of 
the display casting. 

Layout and Menus 

The layout of the front-panel functions was influenced 
by the HP 8510 vector netw^ork analyzer system, which 
groups similar functions together with a menu select key 
that provides access to similar functions on a menu. Our 
goal was to provide clear single-key access to the most 
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important and most often used features such as basic sweep 
control, basic frequency control, basic power control, and 
necessan^ system keys such as save and recall. The menu 
keys are placed .under the display so that they are easy to 
associate with a display field that is seven to eight charac- 
ters wide by tw^o lines high. Additional menu select keys 
and menu control keys are placed on both sides of the 
display (see Fig. 6). 

The approach to the menuing scheme was to provide a 
simple, elegant, easy-to-understand. and easy-lo-use inter- 
face for the inexperienced user. At the same time, we 
wanted to provide the power and functionality^ that would 
be demanded by the most sophisticated users. The first- 
level menus are designed to provide aU of the features that 



are normally used by a large percentage of customers and 
the less often used (but \^er\' powerful) features are placed 
on the lower-level menus. 

A fairly extensive user interface survey was conducted 
lo find problem areas with the menuing system. We used 
our protot>^pe instruments and invited a cross section of 
marketing* R&Dt production, and field people to try^ out 
the menuing system. We gave them minimal instructions 
so that we could discover how easy-to-use and self- 
explanatory the system was. We assigned parttcular areas 
of the system to certain people depending on their areas 
of expertise. One of the lab designers was a silent observer 
and took notes. From this survey a multitude of useful 
changes and enhancements were discovered. As a result, 



Strife Testing the Alphanumeric Display 



To enhance the user interface of the HP 8360 synthesized 
sweepers, a multiline alphanumeric display was desired. After a 
preliminary investigation, we decided lo evaluate vacuam fluores- 
cent display technology. A six-line. 40'chai'acter alphanumeric 
display, complete with power supply and dnvers, was available 
from several vendors. 

Having no previous experience wrth vacuum fluorescent dis- 
play technology, we first had to determine what stress modes 
and levels would be most beneticjal in evaiuatmg the displays. 
The disptay is basically a vacuum tube with the plate being the 
display grid (see Fig. 1). Vibration provided a good check of 
ruggedness for the internal elements and the pnnted circuit 
board, Operating temperature range provided a measure of com- 
poneni electrical derating, whHe temperature change rate had 
its biggest effec[ on the display's vacuum seal. Shock was a 
good component ruggedness test. IniEial testing (before any re- 
design) was conducted on three displays from each manufac- 
turer. 

Initial stress levels chosen were considered minimal and were 
used as a baseline that indicated the display could survfve each 
stress mode without any damage 

Vibration testing consisted of both random and sine wave tests 
A swept sine wave test was run to find any resonant frequencies 
wirhin Ehe display or printed circuit board initial random vibration 
was conducted at 1g rms Both tests were run in three axes (x. 
y, and z). Any resonances were noted for later reference. The 
display was powered during these tests. 

Temperature testing was in^tla^ly conductad over normal 
operating conditions (0 to 55T), The display was subjected to 
ten temperature cycles and was operated at each extreme for 
a half hour. The rate of temperature change was Hmited to 2''C 
per minute. 
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Fig. 1. Baste construction of tha vacuum ftuomscent display 
used in the HP B3GQ synthesized sweepers 



Shock testing was done in six axes with an initial level of 30g 

for a duration of 1 1 mifliseconds. 

As a resuli of these mitial tests, one manulacturers display 
was chosen tor the HP B360 

Further Testing 

After random vibration testing at 2.1 g rms, portions of the cho- 
sen display had become dimmer Closer inspection indicated 
that filament wires in these areas were a different brightness, 
Discussfon wtth the manufacturer indicated that the filaments 
were protiably hitting other elements and knocking off their oxide 
coating. Swept Sine measurements confirmed that the filament 
resonant frequency was within the frequency range otthe random 
vibratfon test. 

This problem was found before the first prototype HP 8360 
instrument was complete. This gave us ptenty of time to work 
with the vendor and validate any design changes. The result is 
a more reliable display. Additional testing uncovered other poten- 
tial problems that were designed out and never became part of 
a customer's HP 8360 synthesized sweeper. 

At some point, further increases in stress levels do not provide 
useful feedback because the failures found may not be practical 
to eliminate or because there is a practical limit on the stress 
level that can be applied. The maximum stress levels for the 
alphanumeric display were; 



Stre&& Mode 


Maximum Level 


Maximum Leve 




Passed 


Tested 


Random Vibration 


5.3g mis 


aOgrms{1) 


TemperatureRsnge 


-40to+100^C 


"40to + 100X 


Temperature Rate 


B'^C/min 


10''Dmin(2) 


Shock (Urns) 


S5g 


55g 



Notes: 

1 . Random vibration testing at 6g caused a getter ring inside 
the display to come loose, Only one display was tested at this 

level and ^t still operated. 

2. Display lost vacuum (2 out of 3 survived) when tested by 
itself. Displays tnstalled in instruments survived lO'^C/min rates 
because they were isolated from the chamber temperature. 

James R. Stead 

Product Support Engineer 

Network Measurements Division 
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Fig. 6, HP 8360 menu concept, Similar functions are grouped together, with a menu seiect 

key as part of each group. The concept provides dear single -key access to the most often 

used features and places the less often used functions on the associated n^enu. 



the characler fonts were modified, the information pre- 
sented on the display was reorganized, many key labels 
and el her text were changed, the user menu feature was 
changed to make it easier to use, and many menus were 
reorganized. Obviously, not all suggestions could be im- 
plemented because of other conflicting requirements, de- 
sires, or limitations of the hardware, but this process did 
allow a much more thorough discovery of problems that 
would have otherwise gone unaddressed. 

The user-defined menu has turned out to be a very useful 
way to have often used menu functions at a user's finger- 
tips, The user simply assigns to the user-defined menu 
those menu items to wbicb immediate access is desired. 
To use one of these selected functions, the user presses the 
user menu key to bring up this custom menu and selects 
the desired function. 

The current status of the instrument is communicated in 
many ways. Dedicated LEDs show sweeping, RF on/off, and 
bus functions, A dedicated line on the display shows the 
status of important features such as AM. FM, unleveled , or 
unlocked. Asterisks near the frequency or power readout sig- 
nify that an offset is in effect. An asterisk near an on off menu 
function signifies that this menu function is on. Thus, the 
status of the most important features is displayed constantly, 
and a user is not bothered by the less significant ones. 



Many customers requested that certain qualities of the 
preset key be changed [for instance, power level, power on 
or off. sweeping or CW). 'Ft: address these needs, the HP 
8360 has a user-defined preset register, which is similar to 
a save/recall register except that it can be configured to be 
recalled whenever the preset key is pressed. To avoid con- 
fusion, a prominent message is displayed in the entry area 
of the display when a user-defined preset as apposed to a 
generic preset is performed. A user can easily put the HP 
8360 back in its factory-preset state by pressing a menu 
key that becomes available after a user- defined preset 
occurs. 

Computer-Control User Interface 

All remote computer control of the HP 8360 is either by 
the IEEE 488,1 HP-IB interface or the optional MSiB Inter- 
face. The language support required an extensive firmware 
effort. The HP 8360 follows the very successful HP B340 
microwave synthesizer and therefore it was considered ab- 
solutely necessary that the HP 8360 respond to the same 
programming mnemonics to achieve application software 
compatibility. This compatibility language was also needed 
to support the interface required by vector and scalar 
analyzers. Additionally, a special input parser was needed 
to implement the U.S. Air Force language CIIL which is 
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Front Panel Designed for Manufacturablity 



Rg 1 shows me front-panel design of the HP 8360 synthesized 
sweep oscillators. 

A htgh degree of integration was achieved dy basing the front 
panel dessgn on two key components: a one-piece njfaber (flub- 
ber) keypad and a casting thai incorporates as many mechanicaJ 
features as possible. These parts plus a printed circuit board, 
an antirock membrane, and a vacuum fluorescent display meet 
all of the requfrements for the HP 8360 f rom-panei interface The 
total number of parts in the front-panel assembly, not counting 
the electrical components on the printed circuit board, is 64 The 
front panel can be assembled in six minutes, The previous-gen- 
eration from panel contained 243 parts and took 90 minutes to 
assembte. The front-panel casting alone efjmmated the need for 
177 individual parts, 

Tlie front-panel casting contains all of the standoffs and mount- 
ing provisions required by the various components. The casting 
is painted and siJkscreened directly so that no additional dress 
panel is required. A stippled clear coat covers the front, protect- 
ing the surface and giving a long-term blemish-free appearance. 
Assembly and disassembly are ^^er^ easy because of the small 
number of extra assemblies and hardware. 

The feel of the keys was important because customers expect 
a quality keyboard on a relatively expensive product. A patented 
antirock mechanism was developed which allowed us to achieve 
this quality feel. The antirock sheets are precisely cut pieces of 
mylar that grab each key and prevent its flopping over to one 
side when it is pressed. The antirock sheets are referenced to 
location pins on the casting. The location pins force each key lo 
be properly aligned with the associated hole in the casting. The 
overcenter feel is provided by molded details in the rubber 
keypad. The final design of the keyboard provides "soft touch" 
keys that don't rock sideways and have a detent-type feel for 



Display 



tactile feedback 

AiT is prevented from escaping around any of the keys t)ecause 
the keypad seals the area around the keys, Seals are aiso pro^ 
vided around the display window and the outer periphery of the 
dispJay casting. Air blowing in the face of a user, a common 
complaint in the past, is eliminated with this new design. 

To meet certain RFI emission and susceptibility requirements 
it was necessary to provide an eJectrical seat for the display 
window area and the slots around the periphery of the display 
casting. This was achieved by specifying that conductive rubber 
be used to mold the keypad in the required areas In this way a 
single molded part ks able to provide the keypad, the airflow 
blocking, and the RFI shielding functions. 

The display filter is made from two pieces of plexiglass with a 
stainless steel mesh between them. The conductive portion of 
the keypad holds the filter in place and provides an electrical 
path between the conductive filter and the casting. 



James E. Bossailer 

Project Manager 

Network Measurements Division 




Keypad 



Fig. 1, The rubber keypad and 
the special casting are key com- 
ponents of tHe i-iP 8360 ffont- 
panet assemb/y. 
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used bv several customers. 



SCPI 



The largest amount of effort, however, went into a new 
language that was beginning to be developed by HP during 
the early part of the J-IP B360 development. This language 
was initially called HP-SL [ Hewlett Packard System Lan- 
guage j. Later this nam.e was changed lo TMSL [Tesl and 
Measurement System Language) and was proposed to the 
industry as a new standard. As this took place, the admin- 
istration of the language development went to a consortium 
of instrument manufacturers. The consortium changed the 
name one last time to SCPI {Standard Commands for Pro- 
grammable Instruments). 

This language is based upon the IEEE 488,2 standard, 
which defines recommended communication protocol for 
the IEEE 488,1 HP-IB interface. This standard defines the 
overall syntax structure, the data structures, and the com- 
mon system control commands for status, testing, save and 
recall, identifying, and other functions that are needed in 
a system regardless of the type of instrument. The SCPI 
language goes the next step and defines the actual com- 
mands that must he used to set, query, or control the fea- 
tures of an instrument. In this approach, all instruments 
capable of outputting a signal, for example, w^ill program 
the frequency and other parameters of the signal with the 
same commands. The SCPI language Is a tree-structured 
language that has been well thought out and provides the 
capability for the HP 8360 to extend its programming lan- 
guage easily as new features are added to the family. 

Some of the major features of the SCPI language are sum- 
marized here since the HP 8360 is one of the first major 
instrun:ttints to implement the new language fully, 

1* SCPI is a tree-structured language that is extensible to 
whatever degree is necessary to describe a setup or mea- 
surement. SCPI commands are human readable. English 
names are used for all commands and regular truncation 
rules are used to shorten the commands if desired. The 
tree structure allows logical placement of commands. 

2, The feature set is orthogonal. In other words, SCPI 
tries to eliminate interactions between settings of functions 
that are supposed to be mutually exclusive. 

3, SCPI requires order independence within a single mes- 
sage except for immediate execution commands such as 
synchronization commands and queries. For instance* pa- 
rameters that are coupled together in some manner, such 
as FREQ:START, FREQ:STOP. FREQ:CENTER. and FREQ:SPAN. 
can be sent in pairs in any order with the same result. If 
the allowed values of a parameter change based upon a 
mode sw^itch, then the parameter and the mode can be 
programmed in any order within a single message with the 
same result. 

4, All values and settings can be queried without affect- 
ing the current state of the instrument, 

5, Capabilities can be set up completely before the func- 
tion is turned on. For instance, all parameters related to 
pulse modulation can be specified before pulse modulation 
is turned on, 

6, SCPI contains the synchronization commands 'OPC, 
*OPC? and ^WAI. *OPC and ^OPC? report when a pending 
operation or measurement is complete by setting a bit in 



the standard event status register or by responding to the 
query with a "1", respectively. With these two commands* 
the HP-IB bus will not be held off and additional commands 
can be sent and processed. The 'WAI command, on the other 
hand, suspends the parsing and execution of any further 
commands until the pending operation is complete. 

7. SCPI and IEEE 488,2 encourage the use of an input 
buffer for improved system throughput. With an input buf- 
fer it is not necessary to wait for one instrument to complete 
an operation before communicating with other instruments 
in the system tied to the HP-IB. 

8. SCPI provides a very complete set of status and service 
request capabilities. Many standard conditions are required 
in all instruments and this status system is expandable to 
any extent required by a particular in.strument. The service 
request control consists of an enable for each bit and both 
positive-edge and negative-edge transition filters for maxi- 
mum flexibility. 

9. SCPI defines standard conditions for all controllable 
nodes after a *RST command, ensuring that the system is 
in a known state. 

10. SCPI achieves both vertical and horizontal consis- 
tency. Vertical consistency is achieved by having instru- 
ments in the same class use the same set of commands so 
that all synthesizers, for example, look the same when 
view^ed through the HP-IB interface. Horizon tai consistency 
is achieved by having similar functions In different classes 
of instruments respond to the same comniands. An example 
of this would be FREQ:START <vatue>, which will have the 
same effect in both a sweeper and a spectrum analyzer. 

The HP-IB language and address can be changed via the 
front-panel system menu, tn addition » rear- panel switches 
are available lor llie option that deletes the display. 
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Built-in Synthesized Sweeper Self-Test 
and Adjustments 

.A combination of hardware features and firmware routines 
makes it possible to isolate most failures to the assembly 
level and make many adjustments without external test 
equipment 

by Michael J. Seibel 



IN THE DESIGN of the HP 8360 synthesized sweep os- 
cillators, considerahle effort was expended on provid- 
ing built-in self- test and service features. The HP 3360 
self4est consists of over 900 analog, digital, and RF 
measurements taken in approximately 45 seconds. More 
than 90% of failures are detected and diagnosed to deter- 
mine the most likely fault and a message is presented direct- 
ing the operator to a specific entry in the sen^ice manual 
for further isolation. Many of the adjustments can be done 
without the aid of external test equipment through the use 
of interna! firmware routines. Other firmware routines pro- 
vide a collection of service tools to manipulate the 
hardware to facilitate troubleshooting. All of these self-test 
and service features are easily accessihle from the front 
panel and over the HP-IB [IEEE 488). 

This level of serviceablUty required the full participation 
of the HP 8360 design team. As each of the printed circuit 
boards was des tinned, it was reviewed for serviceability. 
As a consequence of these reviews, most boards required 
the addition of small amounts of hardware or connections 
between pieces of existing hardware. By designing in the 
service hardware early, the risk of disturbing an otherwise 
stable design is avoided. 

Service firmware was designed in conlunction with the 
hardware, and service tools were often provided to aid in 
the design. These service tools perform read/write opera- 
tions to devices on boards* read %^ol!ages in the instrument, 
control phase-locked loops, and monitor the contents of 
latches. These became very useful during prototyping be- 
cause the self-tests prtivi ded quick, thorough checks of the 
hardw^are and digital control of the boards before the nor- 
mal instrument firmware had been completed. The service 
tools allowed the designers to manipulate the hardware to 
exercise th^ir prototype boards. These tools remain in the 
HP 8360 and are supported to facilitate troubleshooting to 
the component leveh 

Many circuits in the HP 8360 provided the opportunity 
to use digital-to-analog converters (DACs) in place of poten- 
tiometers for adjustments. There was concern about the cost 
of the DACs on one hand and about the reliability and long- 
term stability of the potentiometers on the other* so the 
decision to substitute DACs for potentiometers was made 
carefully, DACs ivere substituted for potentiometers only 
if a singl e D AC replaced several poten t iometers, or i f ad d i n g 
the DAC allowed an adjustment to be done using internal 



flrmw^are instead of external equipment and procedures. 

The hardw^are changes made for self- test tend to comple- 
ment those made for adjustment, The adjustment routines 
make use of the self -test analog bus and peak detectors. 
The self -tests benefit from the ability to use DAC control 
of some circuits. 

SeH-Test 

The full instrument self-test is the most often used service 
feature. This is initiated by a single keystroke from the 
SERVICE menu. It executes all of the assembly-level self- 
tests in the instrument and does a diagnosis of failures, if 
any. A scrolling menu of the self-tests is also provided with 
the tests organized Into assembly-related groups. Any of 
these groups or a specific test can be run Individually by 
selecting from the menu. The following Is an example por- 
tion of the self -test menu: 



Ful I i nst ru ment S a If Test 

t YO Loop Full Test 

2 YO Loop Digital Interface 

3 YO Loop Phase Detector 

4 YO Loop Integrator 

5 Sampler Loop Fu 1 1 Test 

6 Sampler P h ase A mpl I f i er 

7 Sampler IF Amp Bias 



Passed 
Passed 
Passed 
Passed 
Passed 
Passed 
Passed 
Passed 



Any test in the list can be looped repeatedly. While loop- 
ing, a status display is presented showing the cumulative 
numbers of times the test has passed and failed. Each self- 
test typically consists of many internal measurements that 
are checked against high and low limits to determine a 
single pass/fail result. A single component failure can very 
likely cause many of the self-tests to fail, so the diagnosis 
routine examines the pass/fall results in a particular order 
to determine the most Independent lest that failed, effec- 
tively ignoring the subsequent failures. 

There are situations where the self-test measurement data 
is of value to the user. In the production area it is desirable 
to examine the data for analysis of trends, comparison to 
tighter limits, documenting instrument performance, and 
so on. In these cases, the simple pass/fail result code is 
insufficient. To make this measurement data available, the 
self-test firmware is structured to pass all of the measure- 
ments through a single procedure to compare them to 
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specifications. The measurement data, specifications, and 
a short description are passed to the procedure. If a data 
logging feature is activated, the measurement data is pre- 
sented to the user. The following is an example of the 
measurement data display; 



213 fll4 : LeMei Correction DftC — ?? — 
213.907) fit 4 ; Leuel Correction DFIC : 

data RO i nt — - ^meas- -m i n- -max- 

Bit 5 set [mU] -68 -102 -42 

< . . .Options* p • • 
Abort Loop '♦^Los Cont 



The test number (213.007) identifies this measurement 
data as part of self- lest number 213, the Ai4 : Level Correc- 
tion DAC test. The data point field describes the individual 
measurement, which in this case is the DAC output in mV. 
The measured data [-68) is shown in addition to the limits 
against which it is tested {-102 and -42]. If this were a 
digital type of test, where data is written to a device and 
read back, the minimum and maximum specifications would 
be identical. Thus, the same display and procedure are 
used for digital and analog self-test measurements. 

The user can request all of the self -test measurement data 
or restrict the display to only failed self-test measurements. 
The user can also select the destination of the logged self- 
test measurement data as either the HP 8360 display or an 
HP -IB printer. 

The combination of self-test looping and logging pro- 
vides some interesting capabilities. For troubleshooting an 
elusive intermittent failure, one can select the looping op- 
tion and log failed measurement data to the printer. When 
the intermittent failure occurs again, the failed seJf4est 
data will be captured on the printer, revealing what was 
wrong and by how much. If the failures are logged to the 
display, the hardware will be frozen in the state that existed 
when the failure occurred, while the failed measurement 
data is being displayed. This allows the circuit to be 
evaluated in the failed condition- 

The ease of self-test execution is of considerable value 
in Hewlett-Packard's ATE environment. When doing tem- 
perature testing of the synthesizers, for example, the self- 
tests can verify the integrity of the hardware in 45 seconds 
without test equipment. Since all of the service features 
are accessible over the HP-IB. they are easy to perform in 
a test chamber where operator intervention is difficult. 

Self -Test Design Phllosopliy 

The goal for the HP H'AiM) bulll-in self-tests is to detect 
hardware failures and quickly diagnose the fault to a re- 
placeable module. The task of detecting failures and diag- 
nosing the probable cause is divided between HP 8360 
self-test firmware and repair documentation, with most of 
the work provided by the firmware. Each of the self4ests 
performs a series of measurements to exercise a small sec- 
tion of circuitry and return a single pass or fail result. By 
providing a large number of small tests the tests can be 
kept more localized to a specific portion of the circuitry. 
Because of the many small tests, it is quite likely that a 
single failed component will result in many failed self-tests. 
The firmware tlien performs a diagnosis procedure to de- 
duce which of the potentially numerous failures is actually 



the significant failure. The result of the firmware diagnosis 
is a display that directs the user to a specific diagnostic 
manual section for the suspect module. The following is 
an example of a diagnostic display: 



The following self-test has failed ! 

fi5 : Switched Hmpl i f ier 
R^i^r to RSSEHBLV-LEUEL repair fIRNURL. 
paragraph Pi5*0e@? for assistance. 

- • , < Opt ions. . . . 
fibort Loop Lo3 Cont 



The repair manual provides further instructions on how 
to verify that the diagnosed module is indeed bad. In many 
cases the manual instructions will call for replacement of 
the indicated module. In other cases it is necessary to make 
several simple measurements to be certain of the identity 
of the failed module. This is particularly true of compo- 
nents in the RF section, where it is difficult to isolate a 
failure to one of several micro circuits in a chain with a 
simple dc-level analog bus. In these cases t a power meter 
measurement may be indicated to identify the offending 
micro circuit. 

Examination of field fa i hire reports indicates that a vast 
majority of failures are hardware failures, where a part has 
substantially degraded or failed entirely. Subtle parameter 
related failures, such as phase noise, spurious responses, 
and AM flatness, are not the usual cause of failures. These 
are not intended to be detected by the self-tests and are 
covered by the repair manual. Since most of the failures 
to be detected are the result of a significant change in a 
component, the specifications that the self-tests use to de- 
cide the pass/fail result can be rather loose. Loose specifi- 
cations allow the self-tests to be less susceptible to false 
failures caused by minor component drift with tempera- 
ture, humidity, or aging. 

Self-Test Hardware Consideratfons 

To isolate failures down to the board level, it was neces- 
sary to provide extensive monitoring of the output signals 
of the assemblies. Fig. 1 shows how this is done. 

In Fig. 1, PI, P2, Pa, P4, and P5 are monitoring points 
for self-test. The symbols Wl, W2, \V3. W4. and W^5 are 
interconnecting cables. If PI indicates a good signal, then 
assembly A is functional. If P2 and P3 are then tested, and 
they indicate good signals, then assembly B is functional. 
This continues down the circuit chain with each assembly 
examined only after the detectors supplying its inputs have 
been verified. 

The first failure found is important for diagnosis. Con- 
sider a failure on assembly B that causes detector P3 to 
indicate a bad signal. This would likely cause detector P5 
on assembly D to faib The method of examining the detec- 
tors in order, PI through P5, and stopping the search after 
the first failure is found causes the search to end at the P3 



wi 




W2 



W3 



Board C P4 



Board D PS 



W4 



W5 



Fig, 1. An example of faiiure isoiation to &n assembfy. 
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Automatic Frequency Span Calibration 



Ttie HP 8360 synthesized sweep osciltaiors use a 'lock-and- 
roJl" meihod of frequency sweeping similar to that used by the 
HP 8566A specif um anaJyzer and tlie HP 6340 synthesized 
sweeper (see article page 6) The start frequency of the sw^p 
js synthesized by phase-locking the YIG-luned osctifator (VTO) 
tea combination of a sampler loop harmomc and a tow- frequency 
oscilfator The difference between the sampler harmonic and the 
YTO frequency is equal to the frequency of the low-frequency 
oscHiator Thss difference signal rs referred to as the YTO mter- 
medfate frequency (IF). Once the phase-lock at start frequency 
has been achieved, the YTO phase-locked loop error voltage is 
mainiained on a sample-and-hold cErcuit. Ihe loop is opened, 
and a precision current ramp is summed into the YTO tuning 
coil In this manner the start frequency error is eliminated but 
the remainder of the sweep is subject to small (naccuracies such 
as gam errors in the tuning ramp, nonlineanties in the YlG tuning 
characteristics, and dynamic errors in tuning the YlG. The HP 
8360 reduces these inaccuracies with a new method of frequency 
span calibration, which is used in conjunction with the lock-and- 
roll sweeps 

Fig. 1 IS a simple block diagram of the YTO loop showpng the 
IF counter. At the start of a sweep, the sampler loop is needed 
to lock the YTO to the proper frequency Once the YTO sample- 
and-hold circuit has been switched to hold mode to maintafnthe 
YTO loop error voltage, the sampler loop can be retuned to a 
different frequency without affecting the YTO frequency The 
sampler loop is reprogrammed in frequency so that a harmonic 



of its cKJlput is equal to about 90% of the YTO frequency span 
As the YTO sweeps, it will eventually pass through the frequency 
of the sampler hamionic and the YTO IF will respond with a 
low-frequency (10 MHz to 70 MHz) portion of a frequency sweep 
while the YTO continues sweeping The sweep timing of the HP 
S360 is controlled by digitally generated 'buckets' from the 
sweep generator There are 1 601 of Ihese buckets ?n each sweep, 
and events can be set up to occur at certain buckets One of 
these events fS the enabling or disabling of a gate to a digital 
counter on the YTO IF path. By turning on the YTO IF counter 
gate at a precise time in the sweep and leaving the gaie open 
for a precise amount of time, the YTO IF frequency can be cal- 
culated by dividing the counter contents by the gate time. Since 
the YTO IF was sweeping, the resulting frequency will equaf the 
YTO IF frequency at the center of the gate tsme. This actual IF 
frequency can be compared to an expected IF frequency and 
the error in the YTO sweep can be calculated. The YTO sweep 
error is then corrected on the subsequent sweep by altering the 
slope of the tuning current into the YTO. 

The IF counter is formed by providing a 4-bit TTL counter on 
the YTO loop board and then sending the counter output to 
a 16-bit counternimer on the sweep generator board. These are 
combined in firmware to produce a 20-bit counter, The gate time. 
gate position in the sweep., sampler VCO frequency, and gate 
width are caEcuiated to produce an IF counter reading that will 
not overflow the counter for any conceivable sweep span errors. 



Low- Frequency 



Phase Frequency 
n&t^r-tor 



Sample-and-Hold 
Circuit 



YlG OscHiatof 



30 to 60 MHz ^ 



Coupler 



Sweep 
Genefstor 




Counter GBte 



To Processor 



y # ►■ Freq ue ncy Counl 



16^ 



Fig. 1, SimpMea block diagrum 
of the YTO ioop showing the tF 
countBr 



detector. The failure at P5 is of no concern since assembly 
B is the likely failure, with cables Wl and VV3 heinii possible 
failures. The failure is isolated to the replacealile assembly 
(either assembly B, cable Wl, or cablu W:J) by means of 
simple measurements in the manual-guided procedure. 

It is not necessary to provide monitoring points at the 
assembly inputs since these signals were tested previously 
on assembly outputs. To provide both input and output 
monitoring w^ould increase the cost of the self- test hardware 
and provide little benefit. In fact, monitoring the inputs 



adds a degree of confusion to the failure isolation. In tlie 
unlikely event of a faulty signal detector, output monitoring 
will still correctly identify the assembly with the bad detec- 
tor as the most likely failure, Witli input monitoring, a 
faulty input detector would cause the most Ukely failed 
assembly to be incorrectly identified as the preceding mod- 
ule. The assembly with the faulty detector would be missed 
until the manual-j4uided procedure detected it. For these 
reasons, the HP 8360 self-test hardware Is directed towards 
monitoring the outputs of assemblies. Other raomtoring 
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points are used if they are easily available and provide 
access to circuitry tliat is difficult to cover from the output, 
and to allow possible future fault isolation down to the 
subassembly or component levels. 

The signal detectors in the HP 8360 measure dc voltages, 
RF signal level s* and digital data. For the analog detection, 
a 12V^-bit analog-to-digital converter (ADC) on the main 
instrument processor board is used. This ADC is necessary 
for normal instrument control in addition to the analog 
,seH-tests. The ADC is connected through a network of dis- 
tributed multiplexers to over 100 circuit nodes on the 
printed circuit cards. This analog bus [ABUS] typically 
provides eight monitoring points on each of ihs printed 
circuit boards. The ADC allows very accurate measure- 
ments of dc signals as large as ±13V. 

To monitor RF signal levels on the printed circuit boards ^ 
the analog bus is connected to inexpensive diode peak 
detectors. The.'^e provide a simple, low-pa rts-countt high- 
reliability way of determining the presence or lack of KF 
signals. For digital testing, unused bits on data latches and 
buffers are frequently used in the self-test scheme as 
stimulus and feedback circuits. In some cases, inexpensive 
digital buffers were added to the printed circuit boards. 
The cost of this hardware is minimal. 

The analog circuit nodes connected tcj the ABUS are 
generally low^-impedance. By probing low-impedance 
nodes, sensitivity to induced interference from the analog 
bus is reduced. As an added precaution, the node is usually 
isolated from the bus by a l-kO-to-lO-kll resistor. When it 
isn't being used, the analog bus is placed into a carefiilly 
chosen idle state that connects all the analog bus lines to 
very low-impedance souiT;es ratiier than simply disabling 
all the multiplexers and allowing the ABUS lines to float. 
As a result of these precautions, the analog bus has caused 
no inlerference problems between printed circuit modules. 

Phase-Locked Loop Self-Tests 

Phase-locked loops provide a challenge for self-testing 
and fault isolation. In some cases, the hardware of a phase- 
locked loop is split between several boards. In the event 
of a loop that is out of lock, it is difficult to determine 
which board is at faull. I'he HP 8360 self-test design address- 
es this by providing every phase-locked loop wuth an out-of- 
lock detector and a method of forcing the loop's phase 
detector to both plus and minus extremes. Thisi makes it 
possible to verify the functionality of all portions of the 
phase-locked loop without depending on the loop's ability 
to lock* The loop integrator, for example, can be tested by 
measuring its output when forced to both extremes with 
the phase detector. If it responds correctly, it is assujned 
good. The out-of-lock indicator is also verified by forcing 
an unlocked condition^ This simple dc test will detect most 
failures of the op-amp-based loop integrators since the com- 
mon failure mode of the amplifiers is to drive the output 
to one powder supply rail. 

To verifj"^ the functionality of a programmable phase- 
locked loop without any external frequency counters or 
meters, the out-of-lock detector is first checked by forcing 
an unlocked condition and reading the detector. Once the 
out-ot-lock detector has demonstrated its ability to indicate 
an out-ol-lock condition, H can be trusted if it indicates a 



locked condition. The phase-locked loop is then tuned 
across its entire range. At each frequency, the out-of-lock 
detector and the tune voltage to the oscillator are checked. 
The tune voltage is checked for monotonic [unidirectional) 
changes as the frequency is stepped across its range. In 
many cases the output of the VCO is also monitored witJi 
a peak detector. This procedure detects output amplitude 
problems and any subtle output frequency problems caused 
by VCO tuning range or digital divider problems. If the 
phase-locked loop can be tuned across its range without 
indicating an unlock, the tune voltage changes monotoni- 
callys and the output level remains above the detector 
limitSt it is unlikely that there is a fault with the phase- 
locked loop. 

The loop out'Of'lock detectors are also monitored on a 
continuous basis. This provides ongoing a.ssurance of the 
loops' integrity during normal instrument operation. 

Example Sett-Test Design 

A simplified schematic of one of the HP 8360 's circuit 
boards is shown in Fig. 2. The function of this t^ircuit is 
to phase-lock a 200-to-220'MHz oscillator to a reference 
signal and to drive a sampler with the oscillator output. 
The sampler dowm-converts the microwave signal to an 
intermediate frequency [IF), which is also amplified and 
filtered on this board- This board exemplifies many of the 
sell-test techniques used throughout the HP 8360 series. 

Testing this board required adding the ability to force 
the phase detector and integrator to either extreme. This 
was done by adding the REF ENABtE, DIVIDER ENABtE, and 
Ct^OSS ENABLE control lines to the Input buffers of the phase 
detector. These control lines allow the processor to shut 
off either input to the phase detector and to '* cross" the 
reference input over to either phase detector input. Since 
the reference input is an output from a preceding assembly 
and has been verified as fnnt:tion;iL it is used as .i stimulus 
to test this board. By turning off DIVIDER ENABLE, the phase 
detector can be checked by changing the CROSS ENABLE 
and REF ENABLE control lines and measuring the voltage 
on the PHASE ABUS point. 

By torcing the phase detector to its extremes ^ the UNLOCK 
digital monitoring point can be examined and its ability 
to detect an inilocked loop verified. 

The loop integrator is tested similarly^ by forcing its out- 
put to both extremes and measuring the outpot at the INTE- 
GRATOR ABUS point. The CROSS ENABLE <md REF ENABLE 
lines are used to change the pha.5e detector to provide a 
stimulus- 

The divider in the loop is used to set the trequency of 
die 2004o^220'MHz VCO. To test it, an Inexpensive RC 
filter was added to the output to provide a simple dis- 
criminator. The loop is forced to an extreme using the 
CROSS ENABLE and REF ENABLE lines as before, and the 
divide number is varied. As the divide number changes, 
the frequency of the divider output pulses changes and the 
dc voltage on the RC filter changes in a predictable fashion. 

ft is important to verify the IF level since it is an output 
of this assembly. An inexpensive diode is used as an RJ*' 
peak detector to measure the IF signal level. The IF L£VEL 
detector is measured with the ABUS while the micro w^ive 
input to the sampler is stepped in very small frequency 



20 HEWLETT-PACKARD JOURNAL APRIL ^m^ 



)Copr. 1949-1998 Hewlett-Packard Co. 



EN^IBLE 




Unlocic 



TEST 

: 



Phase 
Detector 



PHASE 

O 



Reference 
Input 




i^/w^y^o^ 1( — 



r 





tNTEQRATOR 



AAAr^^^o-^ 



' Phase J V V V w ^~y 

Amplffief #AAV^O''''^0-f 



CROSS ENABLE 
DEVIDER ENABLE 

Q 




DACU^ O- 



1 



Divide 
Number 




DIVIDER Q_ 

TEST 




Output 



Frg. 2. Sampler dnver phase-iockBd loop. 



increments. The peak response of the IF LEVEL detector is 
noted antJ checked against limits. 

Calibration 

Although the number of manual adjustments in the HP 
8360 has been minimized, further effort was applied to 
make the remainijig adjustments easier to perform. In addi- 
tion to their use in self-test, the ABLiS and ttie internal 
ADC assist in making these adjustmtints. Activating inter- 
nal firmware procedures allows some of the adjustable 
components on the printed circuit assemblies to be set 
without requiring external test equipment. These proce- 
dures set up the HP 8360 in test configurations, measure 
the necessar>^ circuit nodes using the ABUS, and present 
the operator with a display indicating which direction to 
adjust the component. The full owing shows a display that 
is pre.sented to help the operator adjust the sampler phase- 
locked loop; 



^^^ fil6 SAMPLER 


UCO Cfll- *^^ 




ftdJus"!" C55 to cen+-=^t 


+k§ ^leedle' 


b@loi^;- 


cw-> 


: c i-i 


Ocr,^ 



A similar display is used for many adjustments. Some 
of these adjustments would have required external voltme- 
ters, frequency counters, network analyzers, or spectrum 
analyzers. Through the use of internal firmware algorithms, 
these external pieces of equipment have been avoided and 
replaced with simple dc voltage measurements using the 
analog bus. 

The sampler driver schematic (Fig. 2) is an example of 
how the same monitoring points are used for both self-test 
and firmware-aided adjustments. The nominal VCO tuning 
is provided by an adjustable capacitor* labeled C^^. This 
is set using the "needle " display shown above. The internal 
service firmware sets the sampler driver to a known fre- 
quency and continuQusly measureK the INTEGRATOR ABUS 
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Accessing a Power Meter for Calibration 



Several cali brat ion -re I a ted features of the HP 8360 synthesized 

sweep oscillators requjre an output power measurement The 
results oJ these power measurements are used by the HP S360 
to update internal power accuracy tables or to calibrate specified 
user flatness frequencies The HP 8360 provides two methods 
of making these power measurements: direct HP-IB control of a 
power meter and an HP-tB query/response proiocoi. 

Direct Power Meter Control 

The HP 8360 can control an HP 437B power meter over the 
HP-IB. By removing any other conlrolters from the HP-IB and 
connecting an HP 437B power meter with an appropriate power 
sensor [see Fig 1), the HP 8360 can perform its calibration 
functJons without any operator intervention. The HP 43 7 B was 
selected because of iis ability to retain its own power sensor 
calfbration factors. The HP 8360 is spared the task of editing, 
storing, and saving calibration factor lists. When the user acti- 
vates a calibration, the HP 8360 enters a mode that steps through 
tile appropriate operating conditions for the requested calibra- 
tion. At each condition, the HP 8360 downloads the present 
output frequency, triggers the power meter over the HP-IB and 
then reads the corrected power level from the power meter. This 
process repeats until all the calibration conditions are measured. 

Q Lie ry/ Response Method 

There are situations in which direct control of a power meter 
js undesirable or impossible. In some systems it would be consid- 
ered dangerous to alfow an instrument to control the HP-IB tf 
oiher devices are present Many systems do not have an HP 
4378 power meter. In other systems it might be inconvenient to 
change HP-IB cabling. In these cases, another method of power 
determination is used. 

In the query/response mode, the HP 8360 has the responsibiHty 
to configure itself ior various conditions ot the cacibration and 
notify the user's program when ii has settted on each cond^tlon. 
The user's program <s notified of the output frequency at each 
point. The user has the responsibility of providing a power mea- 
surement routine. Since this protocol assumes no specific type 
of measurement equipment, the user is free to use any type of 
power meter, Once the user's program has measured the HP 
8360's output and has corrected the reading using the supplied 
frequency information, the HP 8350 is notified of the output power. 
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Synth^sl^^d 

SMwep 
OscillBtor 



RF 



I HP-IB 
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Fig. 1 , The direct conlrol method of power caifbratlon. 

This process repeals for each HP 8360 calibration condition until 

the HP 8360 determines that it has finished. 

Since ti is very lii^ely that the user already has a procedure to 
measure power, it is very simple to control the calibration in the 
user's program. The following HP BASIC code lines demonstrate 
how to calibrate the HP 6360's internal ALC detect or. ■logger. It 
is assumed that the user has already created a function called 
FNlvleasure_power(F) thai will return the power in dBm measured 
at the output of the HP 8360. The frequency {F} is passed to the 
function to allow caii brat ion factors to be applied 

1 OLTTPUT 71 9r' 'RSr ■ I preset the instrument 

20 OUTPUT 719rCAL;PMET:DET:INIT? IDET' 

! initiate the caiibralFon 
30 INPUT 71 9:Cal_trequency I enter the calibration frequency 
40 WHILE Cal_frequency>0 
50 Power__ci u t - FN Measu re_po wer( Ca I .^ , frequency) 

I measufe the power 
60 OUTPUT 7T3;'CAL.PMET:OET;ME>cr7 ^';Power_out 

1 send power to HP 3360 
70 fNPUT719:Ca(_frequency 

' get the next frequency 
60 END WHILE 
90 END 

In this fashion, the user can calibrate Tiany of the HP 6360's 
power feaLures without having to understand any of the details 
of tfse calibration process. 



point. The error in the measurement is presented to the 
operator with the needle display as the operator adjusts C55. 

The IF output of the sampler driver has an adjustable-gain 
amplifier to set the output signal leveh Since there is an 
ABUS monitoring point on the output, this can be a firm- 
wtire-aided adjustment > too. The firmware continuously 
presents the measured IF otUput level, using the needle 
display, as the operator adjusts the gain potentiometer in 
the IF amplifier. 

The loop integrator is an example of how the internal 
service firmware ailow^s not only improved ease of adjust- 
ment, but improved circuit performance as well. The VCO 
used in the sampier driver is very nonlinear. As the VCO 
is tuned across its range, the voltage-to-frequency charac- 
teristic varies, which changes the loop gain of the phase- 
locked loop. It is important to keep the loof) gain fixed, 
since it is critical to the HP 8360*s phase noise performance. 
A more traditional approach to this problem would have 



been to have many factory -selected diode breakpoints de- 
signed into a linearization network. This would have re- 
quired operator intervention to select and adjust these 
breakpoints for each VCO, In the HP 8360. this problem 
was solved with the use of a DAG. 

The DAC used to adjust the loop gain of the sampler 
driver is formed from seven sections of an eight-section 
analog swutch. The main instrument processor writes the 
correct gain number into the DAC at the time it programs 
the sampler V^CO frequency^ By writing the appropriate 
number into the DAC, the loop gain is kept constant. To 
determine the correct numbers, a firmware routine is used 
that steps the VCO across its frequency range and measures 
the INTEGRATOR ABUS point. The VCO tmiing linearit>^ is 
calculated and then used to determine the correct gain 
calibration for each frequency. This takes less than a second 
to completen and requires no operator intervention or extftr- 
naJ test equipment. 
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The DAC uses only seven sections of the analog switch. 
The remaining unused section is put to use as a DAC-test 
switch. As shown in Fig. 2. the DAC TEST switch and a 
resistor turn the integrator Into a fixed-gain amplifier. This 
alloxvs the INTEGRATOR .\BUS point to be monitored as the 
DAC numher is changed to perfortu a seif-test on the DAC. 
This is a good example of how extra unused pieces of 
hardware are applied to self-test uses where appropriate. 

The sampler VCO signal is applied to the input of a 
microwave sampler through a matching network. To ensure 
maximum signal transfer to the sampler t the matching net- 
w^ork must be adjusted. This was traditionally done with 
a spectrum analyzer and an external sweep oscillator, hut 
the HP 8360 performs this adjustment using internal 
firmware and no test equipment. The HP 8360 display 
prompts the operator to adjust the two matching capacitors 
while stepping the sampler drive loop across its frequRncy 
range. At each frequency ^ ihe voltage at the SAMPLER DRIVE 
ABUS point is measured and presented as a bar graph to 
the operator. The operator adjusts the matching until the 
bar graphs for all the frequencies are maximizedt indicating 
a good power transfer across the entire sampler VCO fre- 
quency range. The display looks as follows: 



fi6 SHftPLER MftTCH: adJ 082? C63 for max ^s 
288 MHz = *****!««****** 
20? MHz ' *>H************ 
213 nHz ' ***»»cii<^c*nt*j»!**** 
226 MHz ' **i«i ********** 

Done 



Troubleshooting Tools 

There are other firmware routiiies in the HP 8360 to help 
knowledgeable service personnel perform more detailed 
troubleshooting. These include: 

■ Elxtensive status displays of hardware latch contents, 
frequency band information* and firmware algorithm 
fault detectioii. 

■ Direct display and control of any phase-locked loop fre- 
queno^ 

■ The abUity to write directly to any hardware latch or 
DAC in the instrument in either bmar>' or decimal fash- 
ion. Also, a test pattern consisting of the sequence t, 2. 
4, 8, 16, 32, ... can be sent. This is much more powerful 
than the traditional memor>^ peek and poke utilities in 
that complex devices such as nibble-loaded DACs can 
be wTitten to easily with a single keystroke rather than 
the usual method of four or more memor\^ pokes. 

• Direct access to any of the analog bus nodes for reading. 

■ x\n extra analog bus node connected to a test point. This 
acts as a movable DVM probe for those nodes that are 
not connected to the ABUS. 

■ An external crystal detector that can be connected to 
function as a movable, limited -a ecu racy power meter 
probe. 

Summary 

The HP asSO's low cost of ownership results in large 
part from the use of internal service related firmware. The 
early integration of service features into the design of the 
HP 8360 has reduced equipment requirements for repair 
and calibration, simplified diagnosis of failures, and had 
minimal impact upon cost and reliability. 



Ac k n o wl ed g m ents 

Jim Stead provided no end of support and input through- 
out the HP 8360 self-test project. Jon Sigler created the 
diagnostic service manual and helped determine the fault 
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and Dave Engelder on the HP 8642A and HP 8753A pro- 
vided inspiration for many of the ideas in the HP 8360. 
Doug Fullmer helped formulate many ideas related to 
phase-locked loop troubleshooting. 
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A High-Performance Sweeper Output 
Power Leveling System 

A feedforward ALC design gives HP 8360 sweepers 
improved flatness, power accuraoy, and modulation 
performance. Factory calibration techniques minimize 
measurement errors so as not to degrade the improved 
specifications. 

by Gten M. Baker, Mark N* Davidson, and Lance E. Haag 



THE HP 8360 FAMILY of synthesized sweepers offers 
greatly enhanced leveling performance over previ- 
ous generations of microwave sources. The improve- 
ments are in flatness, leveling accuracy, AM bandwidth t 
and AM dynamic range. In add hi on, the ALC design pro- 
vides the ability to incorporate such features as user flatness 
correction and self-calibration. 

ALC Loop 

Automatic level control {ALC) loops using diode detec- 
tors to sense RF output power have been used in many 
microwave sources, such as the BP 8340 synthesized 
sw^eeper. The ALC loop ensures accurate output power and 
AM performance. Fig. 1 is a simplified block diagram of 



Ihe type of ALC loop used in the HP 8340. 

This type of ALC has three main limitations regarding 
AM modulation performance. First, AM dynamic range 
(depth) Is limited to that of the level detector and associated 
circuitry^ Typically this range is far less than the range of 
the linear modulator. Second, the AM bandwidth is limited 
by ALC loop delays. Third, pulse amplitude modulation 
[simultaneous AM and pulse} further limits the effective 
AM bandwidth by the duty cycle of the pulse train. 

These limitations can be circumvented by using an un- 
leveled mode called power search, lo this mode the detector 
voltage is sampled and held, after which the ALC loop is 
opened. Open-loop operation allows greater AM band- 
width or depth. However, the power search must be reexe- 



Pulse input 



Linear 
Modulator 






Broadband 
Microwave 
Qscillatcir 



Detector 



LeveJ 
Reference Voltage 



AM Input 




Directional 

Coupler 



Log 
Ampfffier 



I Amplifier 
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in the HP 8340 synthesized sweep 
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cuted whenever the frequency or the power level is 
changed, so the response is slow. Without feedback, the 
power level drifts with time and the AM accuracy is poor. 

Feedforward ALC 

in cQoUiiat to previous designs, the HP 8360 incorporates 
a feedforward ALC system (Fig. 2). This is an extension of 
previous designs in which AM and power level information 
is fed directly to the modulator and to the summing node 
of the feedback loop, thereby providing wide AM band- 
vridth (up to 500 kHz) with a relatively low loop bandwidth 
[10 ]d\z or 100 kHz. selectable t. Analog delay compensates 
for delays in the modulator and detector portions of the 
loop. Without this deiay a spurious error signal would 
appear at the loop summing node, causing an undesirable 
peak in the AM frequency response. 

Modulation inputs may cause the RF output power to 
be reduced to a level that cannot be accurately measured 
by the diode detector. In this case the range Hmit com- 
parator opens the feedback loop so that the level control 
information in the loop integrator is held. When tlie RF 
power increases back to a measurable ievel. the loop is 
again closed. This technique produces linear AM over a 
range of up to 80 dB %vith an accurate, drift -free carrier 
level. In addition, greater pulse amplitude modulation agil- 
ity is provided, since the AM bandwidth is Independent 
of pulse duty cycle. 

OEgJtai ALC Reference 

Frequency related variations in coupling factor, detector 
performance, and attenuator losses require the ALC refer- 



ence to %^ar\^ in a similar manner to achieve fiat power at 
the output port. In previous .ALC designs, compensation 
for these variations w^as provided by using offset and slope 
terms derived from the ramp generator. While simple and 
functional, this approach has obvious limitations in that 
it is incapable of compensating for nonmonotonic or non- 
linear RF tosses. Fig. 3 is a block diagram of this type of 
design. 

The HP 8360 ALC loop is significantly more flexible than 
the previous designs. As shown in Fig. 4. digital circuitry 
(a DAC and an ADC) has been added to the ramp generator. 
This circuitry provides 1601 "buckets" for any sweep. ALC 
correction data, calculated by the microprocessor and 
stored in on-board RAM. is clocked out by these buckets 
to the reference DAC, thereby allowing the production of 
1601 unique ALC reference voltages. In this manner the 
ALC reference is continuously updated during analog 
sweeps to provide flat, accurate output powder [Fig. 5). 

In the simplest case, the numbers stored in RAM are 
derived from instrument calibration data (measured in the 
factor\' and stored in nonvolatile EEROM). The flexibility 
of the digital ALC scheme, hovvever. allows additional fea- 
tures such as RF slopes power sweep, and user flatness 
correction to be implemented by appropriately adjusting 
the numbers stored in the Ri\M. In addition, the HP 8360 
is capable of reading correction data from the HP 83550 
family of millimeter heads via the source module interface, 
thereby extending the enhanced leveling capabilities to 
110 GHz. 



Pulse Input 



Detector 




Microwave 
Output 



Directional 
Coupler 



Log 
Amplifier 



Level 
Reference Voltage 



AM Input 



Log Amplifier 



Fig. 2. Feedforward ALC ioop of 
thB HP 8360 Bynthesfzed sleep- 
ers. 



APRIL 1991 HEWLHn-PACKARD JOUflNAL 25 



)Copr. 1949-1998 Hewlett-Packard Co. 



Driver Circuits 



Ramp Glenerator 



RF Out 




fyiicroprocessor 
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User Flatness Correction 

In practice the source is rarely connected directly to a 
DUT. Instead, there are hilervenin^ RF components such 
as cables, connectors, and couplers. Flat RF out[jut power 
from the source, therefore, will rarely result in flat RF power 
at the input of the DUT. To achieve flat test-port power 
the HP 8360 incorporates the user flatness correction fea- 
ture. The user is able to enter a series of frequency/correc- 
tion pairs representing the loss [or gain) from the source 
to the test port. Once this data has been entered and user 
flatness correction has been enabled, the HP 8360 will au- 
tomatically interpolate the supplied information and add 
the results to the ALG reference data in RAM, thereby pro- 
ducing flat power at the test port. As the user changes start 
or stop frequencies the user data is reinterpolated to yield 
appropriate corrections for any frequency span chosen. 

While the frequency/correction pairs can be entered man- 
ually if desired, the HP 6360 also allows the user to specify 
only the frequencies of interest and measure the correction 
automatically by using an HP 437B power meter (see "Ac- 
cessing a Power Mater for Calibration." page 22). 

Power Calibration Techniques 

The HP 83G0^s digital ALC correction, stable ALC loop, 
and repeatable^ resonance-free 90-dB step attenuator make 
very accurate output powder possible over the full —110- 
dBm-to-'f 20-dBm amplitude range, from 10 MHz to 40 
GHz and beyond. Because measurement uncertainty must 
be taken into account when setting product specificationst 



the test system for calibrating power becomes a key element 
for realizing the full capabilities of the HP 8360's power 
control. The remainder of this article describes the factory 
calibration techniques and presents an analysis of the mea- 
surement errors. 

High-Power Measurements. At power levels above - 20 
dBm, the calibration is done directly with an HP power 
meter, using one or more of four different HP power sensors. 
Software automatically .selects the optimum ijower sensor 
for each poiver level and frequency range. Because sensor 
load mismatch is a significant contributor to measurement 
error,^ the best sensor for the job is generally the one with 
the lowest input reflections. The input reflections of vari- 
ous power sensors were measured by an HP vector network 
analyzer on eight or more samples of each sensor model 
to determine w^hich sensor was best for each frequency 
range. As shown in Fig. 6, for frequencies below^ 1 GHz 
and power levels below -\- 10 dBm. an HP «482A lOO-kHz- 
to-4.2-GHz sensor is used. It has superior input match com- 
pared to microwave power sensors at the low-frequency 
end. For HP 8360s with APC'3.5 output connectors, the 
HP 848 5 A is used lor frequencies above 1 GHz and pow^er 
levels below +10 dBm. An alternative for these models 
would be an HP 84S7A with an adapter, which may give 
better input match. For models wdth 2.4-mni output con- 
nectors, the HP a487A Is used above 1 GHz. 

Finally, an HP 848 5 A that is specially calibrated with a 
10- dB attenuator permanently attached is used to measure 
power levels above + 10 dBm. At presents only models 



Driver Circuits 



Ramp Generator 



RFOul 
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Fig. 5, Swept power ftatness of thB HP B360 

with 3. 5- mm connectors achieve output levels significantly 
above +10 dBm. There is no reason the same approach 
can*t he taken with the HP 848 7A. Measurements show 
that the sensor with pad has better input match than the 
unpadded sensor^ especially at low^ frequencies. The useful 
range of the HP 8485 A is extended down to 10 MHz from 
the specified lower limit of 50 MHx. The main reasons for 
using the pad are to prevent the sensor's operating in a 
nonlinear power range and to prevent overload and possi- 
ble damage from some HP 8360 models, which can produce 
powder levels above +25 dBm at certain frequencies. 

Because the HP 8350 has a very stable ALC sj^stem, very 
good incremental power accuracy^ and enough correction 
points to remove virtually all the flatnes.s errors, a unit that 
is measured with the same set oi power sensors that were 
used to calibrate it will show very small errors, typically 
<UA dB worst-case from -10 to +10 dBm." This level of 
performance has been measured on HP R360s after several 
months of w^orldwide travel, when rettirnf^d to the factory 
:Hid mi:?asured on the original test system. When the per- 
formance is measured by different meters with different 
power sensors, the results are significantly worse. This is 
because the i r:ipul match and calibration error of the second 



meter are different from those of the first. The errors mea- 
sured are a random combination of the errors of botli me- 
ters. Another way to look at this is that the accuracy of any 
power measurement device can be transferred to the HP 
8360 with <0.1 dB error, 

Low-Power Measurements. For power levels less than -20 
dBm, an attenuator calibration system was developed. This 
system uses an HP 70000 Series modular spectrum analyzer 
to translate the frequency being measured to a 21.4-MHz 
IF [see Fig. 7). This IF is then measured by an HP 8902A 
measuring receiver, which deUvers state-ol-the-art relative 
power measurement accuracy.^ "* The algorithm relies on 
the HP 8360 's power accuracy at high power levels and on 
the spectrum analyzer's excellent IF linearity to get an ac- 
curate measurement. At each frequency" to be measured, 
the HP 8360 is programmed to a power level that has been 
calibrated with a power meter and is therefore known to 
have neaHy powder uieter accuracy. The spectrum analy^^er 
is set up with enough input attenuation to keep this refer- 
ence power within its linear range, and is left m the same 
state while the HP 8;i!60's output power is set to lower 
levels. The relative power drop is measured by the HP 
8902A at the IF to determine the amount of correction 
required. 

Several measures are taken to minimize error. A 20-dB 
pad is used at the HP 70908 A input to improve input match, 
thus minimizing errors caused by changes in source match 
when the attenuator is switched in the HP 8360. For the 
waveguide mixers, 10-dB pads are used witli HP 365 Series 
isolators to achieve good input match while improving 
sensitivity. Hardware a rran gem cm ts and shielding are used 
to minimize interference of the preattenuated signal with 
the signal being measured. IF filtering and small offset 
frequencies are used to prevent interference from residual 
signals in the spactrum analyzer and other sources in the 
test system. 

The power is not actually measured below -90 dBm 
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Mismatch Error Calculation for Relative Power Measurements with 

Changing Source Match 



A relative power measurement is a measurement of the ratio 
of two power levels. In calibrating the HP 8360 synthesized 
sweeper at low power levels, a reference power measurement 
is taken with the HP 8360 programmed to an accurately known 
power level. Then the HP B360's internal attenuator is switched 
to reduce the output power and calibrating power measurements 
are taken at various power levels 

An errof is introduced because the source match changes as 
the attenuator is switched. An analysis was done to determine the 
magnitude of the error Fig, 1a shows the conceptual block dia- 
gram of the measurement and Fig. 1b is the flow graph. In the 
following equations, a and b are source and load power, respec- 
tively. The s.. are s-parameters and T is reflection coefficient. 

For a single measurement. 



Cable Matcli Pad 



Mixer Hardware 



HP 8360 




Attenuator 



(aj 






bL 



(b) 



Ffg. 1. (a) Conceptual block diagram of a relative power 
rr^easurement with changtng source match. The source rnatch 
changes as the attenuator is switched, (b) Flow graph. 
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Fig. 3. Monte Carlo analysis histogram for HP 8360 cahbra- 
tion from 20 to 40 GHz. The standard deviation ts 0.496% 
and the error ts iess than 2.25% (99% confidence). 



All of me tetms in A and B are coft^ant during a relative power 
m€8Surefnent 
Few the reiaiive power measurement, the error ratio is 
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>n linear terms To calculate me distribution of errors, Ts-. T^. 
St tc. St tp. S22c* Sa2p. and Fs were a1^ modeled as random variabtes 
wftfi uniform phase and nomiai magnslude The models were 
developed from measured data and specificattons on the com- 
ponents The transmission parameters were modeled as con- 
stants wfth a nominal va^ue In the case of a drrect connection 
to a mixer (no cabie), the cadle reflections were put at zero and 
the cabJe transmission at unify 

The Monte-Carlo analysts program picks a value for each ran- 
dom magnttude and phase calculates the result, and places it 
into a histogram. This process rs repeated several hundred 
thousand times, unttl the histogram has a smooth appearance 
Fgs. 2 and 3 show typical histograms. 

Taking the error ratio beyond which the histogram is zero as 
the maximum error yieids an error of about ^1 5% for the 
0.G1 -EO-20-GHz frequency range and - 2.25% tor ihe 20-to-40-GHz 
frequency range Thus the total power errors used to calculate 
the measurement uncertainty (see .accompanying article) are 3% 
and 4.5%. respectively, 



because nf system sen.silivity limttatkms. Attenuator input 
power of dBm is used, and 90 dB is the maximum attenu- 
ation. Power accuracy below -9[} dBm is guaranteed by 
the ALC incremental accuracy, A major advantage of this 
test system is that the spectrum analyzer is available, to 
measure other aspects of performance such as harmonics 
and spurious signals using ihe same setup. Siiuilarly, the 
other measurements the HP 8902 A can make are also avail- 
able, such as AM and FM performance and noise. 

Three identical systems exist in the factory , and low-level 
accuracy has been cross-verified between the different sys- 
tems. The systems have been found to disagree by less than 
0.1 dB down to -80 dBm, and by less than 0.3 dB down 
to -90 dBm, These results apply over the full O.Ol-to-40- 
GHz frequency range. An independent verification using 
a diode power sensor {HP 84870) down to -60 dBm 
showed less than 0-3 dB of error, w^hich is mostly attribut- 
able to calibration and mismatch differences between the 
HP 8487D and the power sensor used to calibrate the HP 
8360 at high po^ver. These are measured results. Specified 
performance accounts for the calculated errors of the test 
system, as well as known environmental performance 
changes over the specified 0-to-55^C temperature range, ^ 

Error Analysis 

To determine the measurement uncertainty of the cali- 
bration systems* an error analysis was done using statistical 
models for the error contributors. For errors that add ran- 
domly, the standard RSS (root sum of squares) approach 



was used. Systematic [repeatable but unknown) errors were 
added to the RSS totals. For mismatch errors, statistical 
models were developed for the complex reflection coeffi- 
cients and a computerized Monte C]ario analysis w^as run 
to generate the distribution of errors from mismatch. In 
every case, the phase of Uik reflection was modeled as a 
uniformly distributed random variable over to 360 de- 
grees. The magnitude of the reflections w^as modeled as a 
normally distributed random variable, with the mean and 
variance chosen from measured data and specifications. 
All the variables were assumed to be statistically indepen- 
dent in the Monte Carlo analysis. 

High Power, For the ptnver ineter error calculation, the 
independent additive terms that are combined using the 
RSS method are reference calibration error, instrumenta- 
tion error, and calibration factor error. ^ The systematic er- 
rors added to the RSS total are the mismatch error from 
the Monte Carlo analysis, and sometimes the nominal loss 
of the adapter used to connect the power sensor to the HP 
8360. The adapter loss's inclusion depends on whether the 
application is for a male or female connection. If the test 
connection has a male connector, the HP 8360 can be as- 
sumed to be calibrated at the output of the adapter, which 
is shipped with the HP 6360, and the adapter loss does not 
need to be added. For female test connections, adapter loss 
should be included. A good model for adapter loss for HP 
precision adapters is: 
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Loss in dB = —f^ + 0.1 (Frequency in GHz)). 
300 

The total error is given by: 



eTotai(%l - ^ A Ki,' + e^" + ^i" + ^n...m.vch + Adapter Loss. 

The error resulting from this calculation is < 0.2 dB below 
20 GHz and <0-25 dB below 40 GHz excluding the adapter 
loss. The reference error is 0,9%. the instrumentaUon error 
is 0.5%, the calibration factor error {AK^J is 3,0%, and the 
mismatch power error is 1.5% below 20 GHz and 2.7% 
below 40 GHz, These mismatch errors are much smaller 
than a v/orst-case analysis would produce, but are beyond 
the 99th percentile of error calculated based on measured 
data. 

Another error that must be considered when testing a 
version of the HP 8360 at a power level where significant 
(> — 40 dBc) harmonics exist, is the error in the carrier 
level caused by inclusion of the harmonic energy in the 
power measurement. This is significant only in the HP 
83623 A. the HP 83 624 A below 12 GHz and above ■+ 10 
dBm, and all versions below 1,8 GHz and above +10 dBm. 
This is reflected in the less stringent HP 8360 power accu- 
racy specifications above +10 dBm. 
Low Power. For power levels below^ —20 dBm, the error 
is larger because of the additional measurement error of 
the attenuator calibration system. The main contrihulnrs 
to the error in this case are reference power calibration 
error as calculated above, HP 8360 power error as measured 
by the calibrating meter, micro wa%^e mismatch error caused 
by a change of scjurce match between the reference and 
calibrating measurements, and HP 8902 A related errors at 
the IF, including RF mismatch, noiset linearity^ range-to- 
range errors, and others.^ 

The HP 6902 A errors are taken directly from the HP 
8902 A specifications, while HP 8360 power error is taken 
from production data on power accuracy verifications. The 
mismatch error distribution was calculated using Monte 
Carlo simulation, as it ^vas for the simple power meter 
measurement (see box, page 28), 

The total measurement uncertainty is calculated using 
an RSS summation of all the applicable errors for the given 
frequency range, attenuator stage, and HP 8902 A setting. 
Most of the errors are systematic in nature, that is, they are 
very repea table but unknown. The only exception is HP 
8902A noise error. R is assumed that all of the systematic 
errors are independent. The total systematic error is calcu- 
lated using the RSS method. The random error from noise 
is added to the systematic error to form the total error listed 
in Fig, 6, Notably, the random error applies only for the 
90-dB stage. The mismatch error is included in the RSS 
total in this case because it is composed of two measure- 
ments, unlike the mismatch error for the powder meter mea- 
surement. This causes its error distribution to be closer to 
normah with large errors very unlikely. 



Fig, 6 if the assumptions made in the analysis are true. 
These assumptions are that the HP 8360 has no flaws in 
its RF output cabling that generate large reflectionSt that 
the HP 8360 has been calibrated at high power, and that 
the microwave test cabling, pads, isolators, and mixers are 
not generating abnormal reflections. 

The HP 8360 power accuracy specifications include two 
main components: measurement uncertainty and environ- 
mental variations over the 0-to-55°C temperature range, ^ 
The small errors contributed by the measurement system 
allow the specifications to reflect the true performance of 
the HP 8360*s power control system more closely. 

Using the HP S360's user flatness correction feature, the 
user can achieve results much better than the HP 8360 
specifications at any point where external leveling 
hardware can be inserted. If the environment is controlled, 
the source match of the leveling setup is goods and a high- 
quality pow^er meter is used for calibration, accuracy even 
better than the results presented here can be achieved. This 
is because tiie HP 8360's internally leveled source match 
is not as good as what can be achieved with external level- 
ing configurations, such as a two-resistor power splitter. '' 

Ac kn o w iedg m e nts 

The digital ALC reference concept was developed by 
Mike Setbel and Doug Fullmer. Alan Phillips was involved 
In ihs invesligation stages of the digital ALC. The feedfor- 
ward Af *C concept was first proposed by Steve Sparks. The 
initial investigatinn thai led to the attenuator test system 
was done by Dale Tolar. 
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Summary 

There is >99% confidence that the absolute error in a 
single measurement is less than the amounts shown in 
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A 0.01-to-40-GH2 Switched Frequency 
Doubfer 

This micfocircuit doubter has a passthrough mode for 0.01 
to-20-GHz input signals and a doubter mode for 20 to 40 
GHz, An integrated RF switch changes modes. Slotline 
fitters reduce spurious outputs to -40 dBc or less. 

by James R, Zellers 



THERE IS SIGNIFICANT DEMAND for imcrowave 
swept sources that span ver>^ broad frequency ranges 
such as 0.01 to 40 GHz. Many of the applications 
require a relatively spurious-free output signal, but this 
has been a liniitation of traditional doubler structures. To 
meet such requirements, whelher the swept source is used 
in a stantl-alone application or as a stimulus for scalar and 
vector network analyicers, a switched doubler microcircuit 
assembly was developed. 

This microcircuit extends the frequency range of existing 
0*01-to-20-GHz sources up to 40 GHz, Spurious output in 
the O.Ol-to-20-GHzband is limited by the input signal, and 
is below ~40 dBc in the 20-to-40-GHz band. This microcir- 
cuit was first used in the HP 83597A0.Cll'to-40-GHz plug-in 
for the HP 8350 sweeper family and scalar network analyzer 
systems, and in the HP 8d16A 0.045-to-40-GHz coaxial test 
set for the HP 8510 network analyzer family. The latest use 
is in the HP 8360 family of synthesized sweepers. 

Fig. 1 sho^v's tbe blank dtsgram of the switched doubler 
microcircuit assembly. In ibp 0,01-to-20-GHz frequency 
b;ind, the doubter Is disablt^d and the iiqjiil signal pas^^as 
through diode switch SI to the main output line. In the 
20-to-40-GHz doubler band, an input signal in the lO-to-20- 
GHz range is routed through diode switch SI to a 
preamplifier and a power amplifier and is applied to a 



full-wave frequency doubler. The resulting 204o-40-GHz 
signal is then coupled back Into the main output line. A 
broadband O.Ol-to-40-GHK sweep results from sequentially 
sweeping from 0.01 to 20 GHz in the passthrough mode 
and from 20 to 40 GHz in the doubler mode. 

AmpHf iers and Doubler 

hi the 20-ta-40-GHz tjand, the U)-ta-20-GHz input signal 
is first amplified by a preamplifier and a power amplifier 
to a level sufficient to drive the doubler. The preamplifier 
consists of three GaAs FET amplifier stages with short sec- 
tions of low-impedance line used as interstage matching. 
The gain of this preamp was designed to compensate for 
the frequency roll-off in the other system components (dou- 
bter, switch, power amplifier, etc.), and is approximately 
5 dB at 10 GHz and approximately 15 dB at 20 GHz. The 
power amplifier consists of a two-stage quadrature 
amplifier driving a second tw^o-stage quadrature amplifier. 
Each stage of the first quadrature amplifier has two GaAs 
FET devices^ while each stage of the second has a single 
FE1\ This power amplifier provhJes about 9 dB of gain at 
more than +23 dOm output power, and was originally 
designed for mi Hi meter- wave source modules.^ 

The frequency doubler itself consists of two beam -lead 
diodes mounted across a quarter-wave section of copianar 
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n = 3, 4,... Slotline Filters 




Fig. 2. Doubler and slotiinB Mer 
structure. 



waveguide transmission line, as shown in Fig. 2. The input 
signal drives the diodes through the ooplanar waveguide. 
The output signal is propagated in slotline, a transmission 
line that is essentially & narrow gap in a ground plane. 
During one half cycle of the input signal, when the potential 
of the center conductor of the coplanar waveguide is posi- 
tive with respect to its ground plane, diode CRl conducts. 
This leaves a net positive charge on the upper ground plane 
with respect to the lower, and therefore a potential differ- 
ence appears across the output slotline. During the other 
half cycle, when the potential of the center conductor of 
the coplanar waveguide is negative w^ith respect to its 
ground plane, diode CR2 conducts. This leaves a net nega- 
tive charge on the lower ground plane with respect to the 
upper, and therefore a potential difference appears across 
the output slotline that is of the same polarity as during 
the first half cycle. This results in a signal in the output 
slotline that is a fuU-wave rectified version of the input 
signal, and is therefore doubled in frequency, 

The output .signal can propagate in two directions in the 
slotline: hack toward the source and out toward the load. 
The quarter- wave section of coplanar wavequide ensures 
that (he main propagation direction is out toward the load, 
and provides halance for the fourth harmonic of the input 
frequency. 

A dc bias voltage is applied to the diodes to extend the 
dynamic range of the doubler and to provide an adjustment 
for optimum balance. Thin-film bypass capacitors are used 
to minimize parasitics, A combination of self and fixed 
bias is used. This extends low^-level dynamic range and 
avoids limiting effects at higher power levels. 

Slotline-to-Microstrip Transition 

In the 20-to-40-GHz band, the slotline output of the dou- 
bler is coupled back into the main output Hne by a slotline- 
to-microstrip transition that w^as described by Gupta and 
others.^ An RF switch Is incorporated into the transition, 
as shown in Fig. 3. The slotline crosses the microstrip line 
at a right angle, extends a quarter wavelength past the cross- 
ing point, and is short-circuited at its end- The microstrip 
line also extends a quarter wavelength past the crossing 



point and is open -circuited at its end when diode CRl is 
off. This structure allows the 20-to-40-GHz signal from the 
doubler to be coupled into the microstrip output line when 
diode CRl is biased off. In the 20-tO'40-GHz band, diode 
CR2 is biased on to allow the lO-to-20-GHz input signal to 
drive the preamplifier. 

In the 0,01-to-20-GH/ band, diode CRl is biased on and 
CR2 is biased oH, thus routing the input signal directly to 
the microstrip output line rather than through the 
amplifiers and doubler. Additional diodes are placed 
across the slotline m^here it crosses the microstrip line, and 
are biased on in this band to short-circuit the slotline and 
avoid ground-plane discontinuities. 

One advantage of this switch design is that the 20'to-40~ 
GHz signal is not passed through any series diodes ^ w^hich 
can be very lossy at high frequencies. Another advantage 
of this technique is that only one switch is required to 
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switch both input and output, thus reducing signal loss 
over a conventional double-pole double-throw design. 

Spurious Beductioii 

The full -wave rectified signal at the doubJer output con- 
tains the desired frequency component at twice the input 
frequency BS well as unwanted spurious signals at multi- 
ples n ^ 1, 3. 4, 5, ... of the input frequency. Filtering 
reduces the level of these spurious signals to less than — 40 
dBc relative to the desired output. To realise this filtering 
over an octave frequency range, the 20-to-40-GHz band is 
divided into three sub-bands: 20 to 25 GHz, 25 to 32 GHz. 
and 32 to 40 GHz. Diode switching is employed to select 
filters for each sub-band. 

To filter the fundamental feedthrough signal (n = 1). a 
three-stub notch filter was designed for each sub- band. 
Each filter consists of three open-circuited microstrip stubs 
that are switched onto the main output microstrlp line, as 
shovm conceptually in Fig. 1. Each stub is a quarter 
wavelength long at its desired rejection frequency, and a 
half wavelength long at its desired pass frequency. The 
exact lengths of the stubs and the spacings betweert them 
were computer-optimized for maximum fundamental feed- 
through rejection and minimum insertion less over the 
sub-band of interest. Two of the stubs are shared between 
adjacent filters to reduce the total number of stubs required 
for three filters from 9 to 7. 

The higher- frequency spurious products [n = 3, 4, ,,,) 
are attenuated by switched stub filters in slotJine. In the 
20-to-25-GHz sub-band, the filter rejects 30-to-50-GHz sig- 
nals. In the 25-to-32-GHz sub-band, the filter rejects 37.5-to- 
50-GHz signals. These filters consist of stubs connected in 
series with the slotllne as shown conceptually in Fig, 2. 
The stubs are about a half wavelength long at the desired 
pass frequency. The actual lengths of the stubs and the 
spacings between them are computer-optimized for 
maximum spurious rejection and minimum insertion loss 
over the sub-band of interest. Diodes are used to switch 




the filters in and out: when a diode conducts the corres- 
ponding stub is b\'passed. An advantage of slotline in this 
application is that since its characteristic impedance is 
relatively high (about 100 ohms), the diodes contribute 
negligible loss^ 

In addition to the switched slotline filters, out-of-band 
spurious signals above 40 GHz are further attenuated by a 
Hxed 11 -element low-pass filter in the output line havii^ 
a cutoff frequency of approximately 44 GHz, 

All the filters described here were modeled, designed, 
and optimized using a predecessor of the HP 85150 mi- 
crowave design system linear simulator* The accuracy of 
the models contributed to the good agreement that was 
obtained between calculated performance and measured 
results, thus reducing the time required to complete the 
final design. 

Package Design 

To reduce size, line loss, and cost, it was decided to 
integrate the major system components (switch, amplifiers, 
doubter, and filters) into one microcircuit package. Fig. 4 
shows the general layout of the switched doubler microcir- 
cuit assembly. Thin-film circuits are used throughout. 
Small circuits are epoxied directly to the floor of the 
machined package. A large sapphire substrate that contains 
the doubler and the switched filters is clamped in place. 
Separate carriers hold the preamp and power amplifier 
circuits- Extensive environmental testing was completed 
during both the prototype and production-introduction 
phases to ensure that the design meets all goals for environ- 
mental conditions and reliability. 
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A High-Speed Microwave Pulse IVIodulator 

This optional fast pulse modulator uses an unequally 
spaced diode topology to achieve a wide bandwidth and 
a high on-off ratio without resorting to perforrnance-iinriiting 
diode saturation. 

by Mary K. Koertig 



FAST PULSE MODULATION, Option 006 for the HP 
8360 synthesized sweep oscillators* offers improved 
pulse modulation performanLe over the stand ard in- 
strument block diagram- In this configuration, the instru- 
ment has an additional pulse modulator at the output of 
the RF deck. Pulse modulating after the YIG multiplier sub- 
stantially improves performance. A new wideband mod- 
uiator is the key to this improved performance. 

Standard Instrument 

In the standard HP 8360, the modsplitter microcncuit 
perform.s the pulse modulation (see article, page 36). A 
linear modulator and a pulse modulator cover the 2-GHz-lo- 
B-GHz frequency range. These are two-octave modulators. 
They consist of equally spaced diodes shunted across a 
microstrip transmission line. The diodes are turned on to 
attenuate the signal and turned off to pass it. Ideally , these 
circuits have a two-octave attenuation response centered 
on the frequency where a quarter wavelength equals the 
spacing between the diodes. 

In the standard HP 8360, pulse modulation occ:urs before 
Ihe YIG muhiplier. and the bandwidth limitations of the 
YIG multiplier typically result in pulse rise and fall times 
of about 15 nanoseconds* 

Wideband Modulators 

Often applications requiring more than a two-octave 
bandwidth use the equally spaced diode topology- The 
spacing between the pin diodes is set for a quarter* 
wavelength maximum-attenuation response at the high-fre- 
quency end of the band. To achieve greater attenuation at 
the low -frequency end of the band^ the diodes are driven 
into saturation and have less shunt resistance. The disad- 



vantage of this scheme is that the rise and fall times of the 
pulsed waveform depend on the amount of stored charge 
in the i layer of the pin diodes. As the diodes saturate, the 
stored charge in the l layer increases and the modulator 
takes longer to change state. 

The new modulator does not depend on diode saturation. 
Instead, the diodes are spaced unequally so that the 
minimum attenuation of a given set at diodes is cancelled 
by other sets.^ 

High-Speed Wideband Modulator 

Fig. 1 shows the block diagram of the fast pulse modula- 
tion option. At the input and the output of the modulator 
are high-power amplifiers that provide power> gain, and 
good reverse isolation characteristics. These amplifiers are 
monolithic microwave integrated circuits (MMlCs) de- 
veloped by the Hewlett-Packard Microwave Techrujlogy 
Division, 

Fig. 2 is a photograph of the fast pulse modulator. 

The modulator circuit is constructed on a 0.010-inch- 
thick alumina substrate with laser-cut boles for precise 
diode placement. Chip mesa pin diodes are epoxied to the 
baseplate of the package in these laser-cut holes. Gold mesh 
is used to connect the diode anode to the circuit pattern. 
A bias structure and a video feedthrough filter are added 
to the circuit. The bias circ:uit extends from the modulator 
to a 0-pF dc feed. The bias circuit consists of a discrete 
five-pole low-pass filter with a cutoff frequency of 700 
MHi^. This bias circuit will pass a fast pulse drive waveform 
and reject RF energy^ in the operating bandwidth of the 
assembly. The video filter is a seven-pole discrete high-pass 
filter. The series capacitors are fabricated with mlcrostrip 
technology^ on sapphire substrate. Shunt inductors are air- 
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Rg. 2. Photograph of the fast 
puise modufator. 



core coils wound with 0.001 5-inch gold wire. A frequency 
dependent attenuation pad follows the video filter to com- 
pensate for the gain slope of the component. Following the 
output MMIC amplifier, a 22-GHz low-pass filter improves 
the above-band harmonic response of the component. 

An electronic switch at the output of the modulator multi- 
plexes the low -band 1 0- MHz- to- 2. 3 5 -C Hz frequency range 
and the high-band 2,35-GHz-to-20-GHz frequency range- 
Modulator Performance 

The fast pulse modulator's performance was charac- 
terized at the microcircuit level with the following results. 
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Fig. 3. Fast pulse modulator on-off ratio. 



On-Off Ratio. Fig. 3 shows the on-off ratio for the pulse 
modulator. The on-off ratio is 95 dB from 2.0 GHz to 20 GHz. 
Output Power. Fig. 4 show.s the typical output power of 
the component. 

Gain. Fig. 5 shows the typical gain of the component. 
Pulse Perforniance. Fig. 6 show^s the pulsed waveform 
created by the five-diode puise modulator. The modulator's 
rise and fall times are typically better than 2 nanoseconds. 

Conclusion 

The HP 8360 with Option 006 offers pulse modulation 
with high power, fast rise and fall times, wide dynamic 
range, and broad bandwidth. The heart of the pulse mod- 
ulation system is a new modulator design. The power, gain. 
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Fig, 5, fast pulse modulator gam. 
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and reverse isolation are achieved using HP MMIC traveling 
wave amplifiers. The fast pulse modulator, at the output 
of the RF chain of microcircuitSt improves the maximum 
power and pulse performance of the staiidard HP 8360 
instrument. 
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New Technology in Synthesized Sweeper 
Microcircuits 

A new packaging technology using thick-film hybrids and 
contacts Integral to the package simplifies testing and 
rework and reduces HFL New circuit designs Include a triple 
balanced mixer and quashelliptic low-pass filters. New 
approaches reduce video feedthrough and harmonic 
generation. 

by Richard S. Bischoi; Ronald C. Blanc^ and Patrick B. Harper 



Two OF THE NEW MICROCIRCUITS thai were de- 
veloped for the HP 8360 synthesized sweepers are 
called the low^-band microcircuit and the modsplit- 
ter [modulator/splitter). These microcircuits were de- 
veloped w^ith the goals of achieving a high level of integra- 
tion, improving sweeper performance, and eliminating 
known system problems. This article will first give a brief 
overview of the functions of the low-band m.icrocircuil and 
modsplitter and then discuss how the goals w^ere achieved. 

The low-band microcircuit is used to generate the 10- 
MHz-lo-2.3-GHz band in the HP 8360. This band is 
achieved by mixing the outputs of a YIG-tuned oscillator 
(YTO) and a fixed-frequency oscillator The low^-band 
microcircuit receives the YTO input from the modsplitter 
microcircuit and contains all of the other circuits necessary 
to provide the low -band signal. These circuits are a 5.4-GHz 
phase-locked oscillator, an ALC modulator, a pulse modu- 
lator, an isolation amplifier, a mixer, an LO amplifier, an 
IF amplifier, and a bridge detector. The operation of some 
of these circuits will be discussed be!ow^ Fig. la shows 
the low-band microcircuit. 

The modsplitter microcircuit routes the YTO signal to 
several places in the HP 8360 and provides pulse modula- 
tion and ALC capabilities. The input to the modsplitter is 
the YTO output. The modsplitter outputs are: 
■ Sampler output. This output provides the sampler with 
a leveled signal by the use of a preleveler. which will 



be discussed later 

■ Low-band output. This output provides the low -band 
microcircuit with the required LO frequencies as dis- 
cussed above. 

■ High- band output. This output provides the high -band 
signal, which is amplified and multiplied to provide the 
2.3-GH:i-U)-40-GHz signals. 

The modsplitter includes ALC and pulse modulators that 
have >80 dB of range. Fig, lb shows a picture of the mod- 
spitter. 

High LeveE of Integration 

To eliminate as many connections as possible and to 
address the problems of assembly time and loss of reliabil- 
ity, a high level of integration for both the final package 
and I he circuits was desired. A new packaging tetdmology 
was dev^eloped, making it possible to replace a total of nine 
separate microcircuits from previous sweeper designs with 
two microcircuits in the present design. Increases in both 
functionality and performance were realized. There are tvvo 
microcircuits and two packages instead of one because the 
two microcircuits are not both needed in all HP 0360 mod- 
els- The packaging technology will be disf:ussed in detail 
later. 

At the circuit leveL the higher level of integration was 
achieved largely by a switch troni the existing thin-film 
designs, which offered excellent performance at a high cost, 
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Fig. 1 . (top) Low-band micfocir- 
cuit With cover, (bottom) ModspHt- 

ter mfcrocffcud^ 



to thick-film designs, which are able to deliver similar per- 
formance at a greatly reduced production cost and at a 
higher \evpA of integrallon. For instance, using thick film, 
it is possible to screen-print the necessary bypass and cou- 
pling capacitors, which would otherwise have been added 
as chip capacitors. Also, where the old design required 
wire bonds for connectionSt thick film offers printed dielec- 
tric crossovers. Between this and the change lo packaged 
devices, it was possible to eUminate bonding operations 
totally from some of the circuits. 

Using a high-K dielectric that provides a capacitance-to- 
area ratio of approximately HI nF/cm'^* it was possible to 
design thick-film capacilors with small enough geometries 
to work well over the 2-GHz-to-8'GH>^ frequency range 
wherever tight tolerances were not required. A lO-pF-to-60- 
pF decoupling capacitor, 0.025 inch wide by 0,047 inch 
long and buill on a 0.025'inch substrate, has excellent 
VSWR and is used extensively, A bypass capacitor 
specified at 1 pF to BO pF and measuring 0.070 inch square 
including conductive vias and cncapsulant works well, but 
the low-impedanne path length to ground must be ac- 
counted for in the matching structures. Since these thick- 
film capacitors are essentially free and do not require epox- 
ying or wire bonding, the cost savings can become signif- 
icant on c:ircuits where many decoupling and bypass 
capacitors are used. The hO amplifier of the low-band mi- 
crocircuit (Fig. 2) is a good example of a circui;! with no 
wire bonds. 

A further benefit gained from the switch to thick film is 
an economy of scale: thr^ thin -film circuits were generally 
fabricated on substrates with amujid 2000 mm^ of usable 
area, w^hereas the thick-film circuits are fabricated on larger 
substrates with about four times as much area. The screen- 
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Fig, 2, The LO ampltfisr of the low-hand microcircuit is an 
example of a drcutt with no bonds. Connections are made 
by integraf contacts on the package lid. 
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printing cost is about the same regardless of substrate *;ize. 
and it is inherently much cheaper than the photolithog- 
raphy required for thin-film fabrication, so it is possible to 
produce much cheaper circuits with the same functionality 
and equally good performance. 

Still another benefit is that, in general, larger circuits can 
be produced with thick film, further eliminating connec- 
tions by placing mare circuitry on a single substrate or 
assembly. In the HP 8360. larger circuits are realized both 
as single large substrates and, where needed^ as collections 
of smaller substrates on a common carrier. The latter were 
found to be needed primarily when problems of cracking 
of the large substrates were encountered and when mixed 
technology- — thin and thick film — was required. In either 
case, significant reductions in circuit count were achieved. 
For example, the first stage of the modspUtter consists of 
several functions (closed-loop preleveler. splitter, ampli- 
fier) all on a single thick-film substrate, where previous 
designs placed each function on its own substrate. Simi- 
larly, the modulators used are conventional shunt reflective 
pin diode modulators with quarter- wavelength microstrip 
transmission line segments between them, but are realized 
on a single substrate with laser-drilled boles rather than a 
series of substrates. Hence they are much easier to assem- 
ble, offer more consistent performance, require decreased 
handling, and are more reliable. 

Despite the general switch to thick film, some circuits 
were left in thin film because of performance requirements. 
Thin film is capable of generating the fine genme tries 
needed at high frequencies, which thick film cannot match. 

New Connection and Packaging Technology 

The conventional method of hybrid assembly, which 
clamps or glues all the circuits into a housing and connects 
them with wire bonds, was deemed undesirable in this 
case for two main reasons. First, the process of bonding 
requires that the entire assembly be heated to 150°C or so, 
which takes a long time for a packages as large as these 
and also stresses the circuits. Second, with the goal of a 
high yield at top-level assembly, it was desirable to be able 
to lest the individual circuits before placing them In the 
final package. To test conventional circuits under reali,stic 
conditions, it would have been necessary to bond them 
into test packages, which was impractical. To meet the 
requirements of large-scale integration and economy, and 
to overcome the limitations of conventional hybrid packag- 
ing, a new packaging and connection technology was de- 
veloped. The design of the new package is more compli- 
cated than the traditional package. Grooves are needed for 
0-ring and elastomer strips, the circuits are aligned by the 
package itself, and a new type of interconnection called 
integral contacts is used. The integral contacts are both 
aligned and located by the package. 

Integral Contacts 

To connect the circuits, a plated elastomer contact was 
developed. What was needed was a connector that could 
be pressed into place and would provide good-quality con- 
nections at microwave frequencies. What was developed 
is effectively a block of silicone rubber with a small (60U 
micrometer) strip of gold on it. Held in the correct orienta- 



tion and location by the microcircuit lid, it forms a bridge 
between two circuits with a gold beam. This connection 
scheme, referred to as iutegrul contacts, can be seen in 
Fig. 3. 

The integral contacts make it possible to test the circuits 
before they are enclosed in their final packages. With com- 
plex hybrids, such as the low-band microcircuit and mod- 
splitter, and a just-in-time manufacturing process, a high 
yield of good circuits at the final test system is desired. To 
this end, pretests are performed on each of the lower-level 
microcircuits. It is desirable to have the pretest performed 
by the assemblers who have built the circuits, as soon as 
possible after the circuit has been completed. In this way 
tlie assemblers get instant feedback and the pretest station 
can be used as a statistical quality control tool. For the line 
personnel to perform the tests, the systems must be conve- 
nient to use and very repeatable. The pretest stations are 
set up in line with the assembly flow and give a pass/fail 
indication, so no interpretation is necessary. Because of 
their ruggedness and repeatability, integral contacts are 
used in these test fixtures. This also ensures that the test 
environment for the lower- level circuit is the same as its 
final operating environment. 

The integral contacts also proved to be helpful in the 
development of the microcircuits. Traditionally, hybrid cir- 
cuit design consists of several design/build/test cycles. Data 
from each cycle is used to adjust the subsequent design. 
The need for large sample sizes must be weighed against 
the cost of each turnaround. Large sample sizes are needed 
to determine the range of performance, but this sometimes 
requires several slightly different versions of a circuit and 
as many different wafers of active devices as possible. Thus 
the cost of large sample sizes can be prohibitive, with test 
package costs being a large part. One method that is used 
is to rework each package with new circuits and/or devices. 
The variability I hat this rework adds to the performance 
of the circuit can cause extra design cycles. In the HP 8360 
low-band and modsplitter microcircuits, integral contacts 
were used successfully to minimize this problem. The con- 
tacts gave repeatable microwave connections and made it 
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Fig, 3, The moaspuite^ mjcfoarcuit in an open package, 
shov^tng the mtegrai contacts. 
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possible to lest many versions of circuits in the same pack- 
age and under the same conditions. It should be noted that 
the mechanical outline of the circuits must be held constant 
for this approach to work. Significant assembly cost savings 
are realized because no circuit^to-package assembly is re- 
quired. 

As new versions of the microcircuifs are needed or as 
better devices are available, the designer is faced with the 
decision of whether to redesign or add to the existing mi- 
crociircuit. Integral contacts make it relatively easy to config- 
ure new versions of the microcircuit as they are needed. 
The designer only needs to keep the same physical outline 
as the existing circuits, but can change any or all of the 
functions. This scheme also allows new devices to be re- 
trofit into the microcircuit as they become available. One 
assembly line can build any number of versions of the 
circuits and they can be assembled at the final assembly 
area into the versions needed. 

A complex hybrid such as the low-band microcircuit is 
inevitably going to require rework. With traditional micro- 
circuit design this rework can be ven' costly because of 
the nature of the construction (epoxy lid seal, epoxy circuit 
attachment, wire bond interconnects). With integral con- 
tacts the rework can be done quickly and easily, thereby 
reducing scrap costs. 

Isolation and RFI Concerns 

With separately packaged microcircuits, the potential for 
interference between the various circuits is small, since 
each package can be well-sealed and the packages can be 
interconnected with semirigid coax. Once many circuits 
are placed in a common housing, however, it is much more 
likely that thttv will interfere with each other, and careful 
design is needed to prevent problems. For instance, in the 
low-band micracircuitt the mixer and the fixed-frequency 
oscillator are separated by two series modukUors with a 
dynamic range of >150 dB. For the modulators lo use their 
full range, the mixer and the oscillator must be electrically 
isolated by at least that amount, yet in this case are mounted 
in a common package less than two centimeters apart* For- 
tunately, it is possible, by proper use of conductive elasto- 
mers, to achieve this degree of isolation. 

An 0-ring is used for the environmental seal A strip of 
conductive elastomer [basically silicone rubber with small 
pieces of metal embedded in it) is used for all electrical 
sealing and to clamp some of the circuits in place. In some 
areas r this seal is accomplished with two strips spaced 
some distance apart. This provides >150 dB of isolation 
at frequencies arotmd 5,4 GHs?, 

A new screw-body dc feed was designed for the low-band 
and mod splitter microcircuits. The need lo do this was 
driven by the need for a 0.050-inch-diameter pin to accom- 
modate the integral contact, the need for a superior ground- 
ing method for RF], and the need for better microwave 
rejection. The available knurl-body feeds had two known 
problems. One was knurl grounding- The conflicting re- 
quirements of mechanical strength and good RF grounding 
often lead to RFI problems. These feeds also showed a large 
variation in their ability to reject microwave energy. One 
of the early goals for the low-band microcircuit and mod- 
splitter was superior RFI performance. The screw-body dc 



feed contributes to this by providing good mechanical 
strength and good grounding. Grounding is accomplished 
by a mechanicai mating of the dc feed to the package much 
the same as a connector is mated to a package. The superior 
microwave rejection was achieved by building a test fixture 
to measure the feeds and working with the vendor on pro- 
cess improvements. The ISOO-pF dc feed is specified for 
60 dB of rejection from 3 GHz to 8 GHz. 

Low-Band Microcircuit 

The low-band microcircuit is designed to address sys- 
tem-level problems and provide performance improve- 
ments. The system issues are integration . which has already 
been discussed, and video feedthrough. The two key perfor- 
mance improvements obtained are In maximum available 
power and broadband noise. 

Fig. 4 is a block diagram of the low-band microcircuit. 
One major new design is the RF amplifier, which is a gal- 
lium arsenide FET monolithic IC amplifier with a thin-film 
filter. The need for this amplifier and its function can be 
explained by examining the phenomenon known as video 
feedthrough. 

In a system with pulse modulation capability, such as 
the HP B380, video feedthrough is basically a reproduction 
of the original pulse at the instrument output^ not as a 
pulse envelope, but as a pulse at the original frequency. 
For example, if a 1-GHz signal were modulated with a 
1-MHz square wave and the result passed through a 100- 
MHz low-pass filter, ideally nothing should come out. In 
reality, because of many different mechanisms, there will 
t>^pically be some component of the original 1-MHz mod- 
ulation signal left. This is termed video feedthrough. 

In many systems, simple filtering will remove video feed- 
through. For instance, if pulses occur at a 10-MHz rate and 
the system only provides signals down to 1 GHz, then a 
simjjle high-pass filter can quite effectively remove the 
10- MHz signal and leave a clean modulated RF waveform. 
In the HP 83fi0. however, outpuls arc down to 10 MHz (or 
lower], so simply filtering the outfjut signal to remove the 
pulses is not practical. 

The dominant video feedthrough mechanism in a down- 
conversion system such as the HP aSbtl is interaction be- 
tween the mixer and pulse modulator. The LO signal (at 
roughly 20 dBm in this case) leaks across the mixer to some 
extent because of imperfect mixer balance. This leaves a 
reasonably strong signal coming out of the RF mixer port 
and going toward the pulse modulator. This signal is re- 
flected from the pulse modulator (it has a shunt reflective 
design), travels back to the mixer, and mixes with the orig- 
inal LO signal, generating dc.lf the pulse modulator reflec- 
tion stayed the same, this would not be a problem, since 
there are several dc blocks in the IF path. However, the 
reflection changes drastically as the pulse modulator is 
turned on and off. This leads to two discrete values of dc 
at the IF output, which form a reconstruction of theorif?inal 
pulse— that is. video feedthrough. 

Since the IF must be leveled down to -20 dBm, the 
video feedthrough could be as bad as 10 dB higher than 
the desired signal. In this case one would see at the output 
a large square wave with some RF superimposed — hardly 
the pulsed RF signal that is desired. A typical good specif i- 
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cation for video feedthrough is around 1% of the RF signal 
( - 40 dBc). Hence, at least a 50-dB improvement is needed. 

To acfiieve tfiis. the reverse isolation of an amplifier is 
used. In this case, a tv^-^o-stage integrated amplifier with an 
Si;^ of about 60 dB. A magnetic isolator could have been 
used, as in the HP 8340, but it would have been much too 
large and too expensive for this application. 

While the RF amplifier chip is used primarily for isola- 
tion, it is also used to amplify the RF signal slightly- A 
side benefit Is that it will generally sharpen any RF pulse 
envelopes sent through it. 

LO Amplifier 

To maintain optimum mixer performance, it is necessary 
to provide a very flat ( ± 1 dBJ LO drive signal, controllable 
over about a lO-dB range. The source of thi.s signal is the 
modsplitter, which is not able to meet this flatness require- 
ment. Since it was planned to use the low-band microcir- 
cuit in other designs, the flatness control is built in, This 
is the function of the LO amplifier circuit. 

The LO amplifier is a two-stage packaged FET circuit 
with lossy matching. It is essentially a limiting amplifier, 
so that the output powder is fairly constant and is insensitive 
to the input power. This circuit has about 15 dB of small- 
signal gain, operates Tpvith a nominal input of around 10 to 
15 dBm coming from the modsplitter* and provides a nom- 
inal output power of around 20 dBm. Thus it is nominally 
5 to 10 dB into saturation and in the worst case can be 
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Fig. 4, Functional block dfagram 

of the low-band miorocircuii 



fully saturated (no gain at all). Even fully saturated, it puts 
out a clean signal { - 30 dB harmonics) because of the ver>^ 
effective low-pass matching at the output. Output pow^er 
control is achieved simply by varying the drain bias vohage. 
This circuit uses interstage matching optimized for 
minimum sensitivity. A final benefit from this limiting 
design is that any amplitude noise on the signal feeding 
the LO amplifier is reduced quite effectively before it hits 
the mixer — just as it is in limiters used in typical FM sys- 
tems to eliminate AM. 

The LO amplifier is easy to build as designed, since it 
is insensitive to the devices that make it up. 

Triple Balanced Mixer 

The triple balanced mixer is the heart of the low -band 
microcircuit. This design was chosen because it allow^s a 
very high-level drive (20 dBm nominal] ajid provides good 
spurious performance. The mixer uses a total of eight 
diodes. The power input is distributed among all eight 
diodes e%'enly [four are turned on at a time wnth 50% duty 
cycle). With a 20-dBm drive level, only 11 dBm heats any 
given diode, which is acceptable from a reliability 
standpoint. The peak power for each diode is twice this 
level (14 dBm) because of the 50% duty cycle. 

The mixer operation is quite simple in principle. The 
LO signal is used to operate the diodes as switches. The 
switches connect the RF input to the IF output either di- 
rectly or 180 degrees out of phase. The RF signal is used 
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Modular Microwave Breadboard Svstem 



One potential disadvantage of the drop-En assembiy methods 
used for the modsplrtter and fow-band mEcrocifCuits is that there 
is no easy way to test the individual circuits within these hybrtds, 
With (tie former design mettiod of placing eadi circuit in its own 
package, this was not a probiem In the new design, however, 
the Circuits are hidden away inside a final large package and it 
nnay not even be possible to gain access to both ports of alJ c* 
the circuits- A new technique was rieeded to test the Circuits 
during deveiopment and in production 

Fortunately, during development ot the mjcrocircuits. the HP 
83040 moduiaf mjcfocircuit package was also being developed 
This microwave modular breadboard package consists of a 
series of end blocks with built-in coaxiai-to-mjcrostrip launches 
and center bodies of various lengths for circuits to be tested 
Included is all of the hardware needed to connect the varfouB 
blocks. The end blocks and center bodies in this scheme all 
share a common mechanical interface, which is genderless so 
that they can be connected in any order and fh any quantity 
Fig. 1 shows examples of modular breadboard parts. 

Using this system in designing the multistage low-band mi- 
Cfocircuit each separate circuit (or circuit element) was de- 
veloped and tested in the final microstrip environment Then the 
Individual biocks were assembled into a full circuit. The entire 
low-band microcircuit was developed using such a scheme, and 
the inrtial lulty working breadboard was buitt using il. 

Advantages of the HP 83040 modular microcircuit package 
include' 

■ It offers microcircuit breadboard packaging thai is very cost-ef- 
fective compared to custom packaging and saves time be- 
cause it is available off the shelf. 

■ Ali microstrip circuitry is measured directly in microstrip envh 




Fig. 1. Exampies of microwave breadboards usmg the HP 
83040 moduiaf microdrcuit package. 

ronment. 

[t provides true zero-length through calibration since the end 

blocks can be directly connected together, Deem bedding can 

be used to make precise microwave measurements. 

Entire microcircuits can be measured and assembled m any 

combination of subcircuits. 

Stan Bischof 

Development Engineer 
Netwo rk M© asu rem e nts Division 



100% of the time, so no power is lost, as it is in a single 
balanced mixer, which throws away power during half of 
its cycle. 

This type of mixer can be described as a biphase mod- 
ulator. Ideally, il performs a time-domain multiplication 
of the RF signal with a square wave at the frequency of the 
LO drive. In the frequency domain, this yields a convolu- 
tion of the RF signal spectrum wilh the spectrum of the 
square wave drive* which contains the fundamental and 
odd harmonics of the drive frequency. Of the many terms 
in the convolution, the principal ones are the f^F- " U.n ^^^ 
fRF + ^Lfi terms. The fj^,, + f[ ^j term is filtered nut so that 
the primaiy^ term left is the f^^p — fLu term, which is exactly 
what is wanted for the IF. 

The eight diodes are grouped into two fjuatls, which are 
mounted on the to[) and bottom of the mixer substrate in 
a symmetrise pattern (Fig. 5). 

Fig. 6 shows some of the details of thtt RF balun. Ideally, 
as described above, the RF path is switched by the LO drive 
such that the signal is directed to the IF output in either 
{f or 180° phase orientation. Before ihi.s happenSp the signal 
is split into two halves, relying on symmt^try to ensure that 
they are equal in magnitude and phase. This is ac- 
complished by two transitions. First, the signal is trans- 
formed by a step transition from microstrip line to a 
coupled suspended microstrip format consisting of top- 
side and bottom-side electrodes in a symmetric arrange- 



ment on the top and bottom of the substrate. Then, on each 
side, Iwo 100-ohm lines are split off in another step trans- 
ition. This leaves a total of four leads, two on each side of 
the substrate. Each lead i.s connected to a diode switch. 
The four diodes in each quad are always connected to the 
IF output in pairs atid the IF impedance is 50 ohms, so the 
RF input port, in principle, is a good 50-ohm match. In 
practicet of course, none of the transitions is perfect and 



Upper Diode Quad 
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Lower Diode Quad 



Fig. 5, Diode quads in the tripfs-batanced mixer ^ 
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the diodes are not ideal switches. 

Each baJun line is a quarter wavelength lang at the lower 
frequency of 5400 MHz. It is important that all the lines 
be as close to the same length as possible so that the phases 
match. At 5400 MHz, 90'" of phase shift corresponds to 
roughly 4400 micrometers in this medium. Thus, to get 
phase match of, say, ±5^ the paths must match within 
- 250 ju.m, or about one circuit thickness. 

Fig. 7 shows the LO balunn which is similar in concept 
to the RF halunH 11, too, is formed of a microstnp-to-sus- 
pended traiisitlon followed by a split into two paths of 
suspended balanced microstrip line. In this case, however, 
the impedances are different. Since the LO provides a large 
enough signal to turn the diodes on fully, each of the two 
arms of the balun is effectively terminated in two series 
diodes- Since each diode has a large-signal impedance of 
about seven ohms, two diodes in series represent around 
15 ohms. For an adequate match, the balun arms are used 
as quarter-w^ave transformers to make each arm look like 
about 100 ohms at its input. To transform 15 ohms to 100 
ohms takes V 1 5x1 Otl or approximately 40 ohms. Hence 
each arm is designed to have an impedance of 40 ohms. 

Because of symmelry, the RF and IF paths in the LO 
balun do not, in principle, load down the ends of ihe balun 
arms, so they need not be considered in the above analysis. 
As in the RF path, there are four leads, which are properly 
terminated. To maintain symmetry, (he arms are carefully 
constructed to have the same length. A balun is used at 
the IF port to provide a single-sided output to drive a single- 
sided filter. The high output level of the mixer allows the 
gain of the IF amplifier to be 10 dB less than In previous 
designs. This lower gain gives a corresponding improve- 
ment in the broadband noise of the low-band microcircmt. 



IF Am pM tier 

The IF amplifier of the low-band microcircuit is a three- 
stage FET amplifier with 30 dB of gain and 24 dBm of 
output power. The design is a lower-gain version of the IF 
arnpMfier used in the HP 8753A'B/C spectrum analyi?ers. 



The IF amplifier makes possible a + 1 7-dBm instrument 
power specification, which is needed for the high-power 
version of the HF 8360. while maintaining the harmonic 
performance. 

Quasi-Einptic Low-Pass Filters 

Throughout the low-band microcircuit^ a number of low- 
pass filters with very high performance are needed. They 
need sharp cutoffs and very broad stop bands. At the same 
time they must be low in cost, repeatable, and as small as 
possible. To do this on niicrostrip, a new filter w^as de- 
veloped- The design uses spiral inductors and radial trans- 
mission lines, and has stop-band zeros to extend the stop 
band. In most cases, the filters are less than a quarter 
w^avelength long at the cutoff frequency, so they are quite 
small both physically and electrically. 

One filter of this type, used in the RF path, is designed 
to pass 5,4 GHz. Requirements for this filter were that it 
attenuate the second, third, and fourth harmonics by 40 
dB or more, and that it cut off as rapidly as possible above 
5.4 GHz. This low-pass filter is a microwave implementa- 
tion of a simple Chebychev eleventh -order. 0.1 -dB ripple, 
L-input ladder filter, with one major difference^ as de- 
scribed below. As such, it consists of the micro w^ave equi- 
valents of six series inductors and five shunt capacitors. 
The inductors are all realized using spiral coils of high-im- 
pedance line. The capacitors are realized using radial trans- 
mission lines. 

This circuit differs from the conventional Chebyciiev de- 
sign in its behavior outside of the passband. While a 
Chebychev design has all its transmission zeros at infinity, 
this design places transmission zeros at finite frequencies 
within the desired stop band. This is accomplished by 
using the radial transmission lines as shunt resonators. 
Because these Iransmissicn zeros are at finite frequencies, 
equal ripple is not achieved in the stop band, as it is with 
a true elli|jiic fiUer. Therefore, this filter can be described 
as a quasi-elliptic low-pass filter. 

The reason for using a quasi-elliptic luw-pi-^ss filter can 
be seen by looking at the response of a typical distributed 




RF Input 

Fig. 6. Detaiis of the RF balun in thB tripie-tfafancBd mixsr. 




Fig. 7. Defa/7s of the LO balun in the triple-bafanced mixer. 
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filter. While the passband can be made to look nearly ideaL 
the distributed elements lead to secondary' responses, 
which create secondary^ pass bands. This effect differs from 
filter to filter, but tvT>ically at around three times the cutoff 
frequency there is another passhand where the response is 
not much below the response in the main passband. The 
quasi-elliptic low-pass filter places zeros within and near 
this secondary passband and is able to keep the response 
low at much higher frequencies than would otherwise be 
possible. 

The inductor design is shown in Fig. 8, It consists of an 
inner bonding pad, a length of high 'impedance line ar- 
ranged in a spiral, and a bond wire connecting the inner 
end of the spiral to another bonding pad. 

The ground plane is cut away from beneath the inductor 
out to a distance of one substrate thickness. This raises the 
line impedance, or equivatenlly , removes some of the shunt 
capacitance of the spiral. This accomplishes two things. 
First, since the line impedance is higher, the line need not 
be as long to realize a given inductance. Second, since the 
shunt capacitance is lower, the self-resonant frequency of 
the inductor is higher, rendering the filter response useful 
to higher frequencies. 

These spiral inductors are designed using an empirical 
formula based on the particular geometry and material 
used. The quasi-elliptic low-pass nature of the filter is not 
influenced by the inductors, but is rather set by the radial 
transmission line used as capacitors. Each of the five shunt 
capacitors is realized by a set of two radial transmission 
lines of the type shown in Fig. 9. 

Like a shunt stub, a radial transmission line resonates at 
some frequency to transform its open end into a short cir- 
cuit, thereby forming a transmission zero for the line it is 
connected to. While the shun I stub transmission line reso- 
nates at the frequency where its length is a quarter 
wavelength, the radial transmission line resonates at a fre- 
quency where its length is roughly ouv. sixth of a wave- 
length. Thus the radial transmission line is more compact, 
A key advantage of a radial transmission line for this appli- 
cation is that it is pointed at one end, so il forms a simple, 
well-defined connection, unlike a typical shunt transmis- 
sion line. 

The length of each radial transmission line is chosen for 



e^diys 




Radial 

Transmission 

Line 



Fig . 9, Radsai transmiss ion Hne resmalor used in the quas i -el- 
fiptic tow'pass tiitms. 

its resonant frequency, and the angle is chosen for the 
parallel-plate capacitance needed to realize the required 
shunt capacitance for the Chehychev filter. As Fig. 9 shows, 
all ten radial transmission lines are different. This provides 
twice as many ;£eroes to work with and avoids the situation 
of two nearly identical resonators being connected together. 
Using one resonator at each node also works, but this halves 
the number of usable zeroes. 

Since this filter is filtering a narrow-band signal, the 
transmission zeros are clustered in narrow bands around 
the harmonics of the RF [i.e., at 10.8, 16.2. and 21.fi GHz), 
Fig. 10 shows a full quasi-elliptic low-pass filter. 

ModsplJtter 

The tnudsplitter makes a number of contributions to over- 
all system performance. Fig. 11 shows its block diagram. 
The modsplittcr provides the LO input to the low-band 
microcircuit. Extending this frequency to 7,8 GHz, higher 
than in previous designs, allows the low-band microcircuit 
to improve spurious performance. The higher drive fre- 
quency moves the 2/1 spurious response [the 2f[ij,-f,xj 
mixer spur) out of band, where it can be filtered. One of 
the contributors to low-band video feedthrough is elimi- 
nated by locating the modsplltter's pulse modulalor after 
the low-band output. This eliminates the possibility that 
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Fig. 0. Deialts of the spiral mductor used in the quass-slliptjc 

tow -pass Mers. 



Fig. 10. Fifteen-pole quasheffiptic tow-pass filter. 
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Quasi-Elliptic Low-Pass Filters 



The term quasi-elliptic low-pass fitter is used here lo describe 
8 particular type of filter designed for use in the low- band mi- 
crodrcuit of the HP 8360 fanniy of synthesized sweepers. It was 

developed because it offers high pedormance in a very small 

area and is realized in microsthp and is therefore compatible 
with the rest of the circuitry. 

This type of fifter is distributed, yet achieves both the sharp 
low-pass cutoff and the broad stop band free of spurious re- 
sponses that are characteristic of elliptic fillers Wliiie it has finite- 
frequency zeros to enhance the stop band, it is not a true elJiptic 
filter since the zeros are not arranged to provide an equal-ripple 
stop band 

The elements of Ihis type of filter are round spiral inductors 
and radial iransmission lines The radial lines funclion as parallel 
ptate capacitors at low frequencies (within the passband) and 
as shunt resonators at high frequencies. The length of the reso- 
nator is chosen to provide a zero at the desired frequency^ and 
the area (or angufar wdth) is chosen to provide the correct low- 
frequency capacitance^ Fig. 1 shows a typical filter, 

This new filter combines the convenience of fabrication of 
microstrip distributed filters with the spurious-free stop band pre- 
viously achievable only in lumped filler designs. 

Design Procedure 

The design procedure is as folfows: 
1 . Determine the needed capacitance and inductance values 
from basic low4requency filter tables. For exarr^pie. a 0.01 -dB-rip- 
ple Chebychev low-pass prototype (1 ohm, 1 rad/s) requires the 
fo] lowing element values (a seven -poie design was chosen based 
on the required cutoff frequency): 




796944 


Series Inductor 


1 .39242 


Shunt Capacitor 


1J4S13 


Series inductor 


1.63313 


Shunt Capacitor 


1.74613 


Series Inductor 


1 .39242 


Shunt Capacitor 


0.796944 


Series Inductor. 



To gel the actual C and L values, denomnaiize by: 

a) Scaling the frequency to 3 GHz (desired cutoff) 

- Multiply L by 1/(2Trf) 

- Multiply C by 1/(27rf) 

b) Scaling to 50-ohm impedance 

- Multiply L by 50 

- Multiply C by 1/50 

The de normalized values are: 



Li 


2.114nH 


Cp 


1477 fF 


L. 


4.637 nH 


C, 


1733 fF 


Ls 


4.637 nH 


Cfi 


1477 fF 


Lr 


2.114 nH 



2 Compute the needed inductor values from empirical design 
formuias for the inductor model shown in Fig. 2. If T is the number 
o1 tu rns, L is the inductance in n H , and C is the capacitance in F, 

T = (U1 .9)'^'^^ 

C = (90 -H SOT). 



# — ^"^"^'"^''^-^ 



Fig. 1 . Typicai fifteen -pole quasi-eltiptic tow -pass filter. 



V V 

Fig. 2. inductor model used in filter destgn. 



residual signals on the modsplitter pulse modulator bias 
line will cause residual pulse modulation on the LO signal 
to the low-band microcircuit. 

Excessive harmonit:«i generated in the modsp Utter can 
cause power holes by canceling with the desired harmonics 
generated by the YIG-tuned $\fip recovery diode multiplier. 
One of the system contributions of the modsplitter is the 
addition of a preleveler modulator ^ which levels the 8 dB 
of power variation from ihe Y'IG-tuned oscillator and keeps 
the input stage of the modsp litter from saturating and 
generating high harmonics over much of its operating fre- 
tjuency range. As a result of this preleveler, along with 
high- power FETs and an overall flat gain response, the 
modsplitter operates with better than - 20 dBo harmonics 
regardless of the YTO output power or th? ALC modulator 
state. 



The high- power and correspondingly high-Q 7S0-^ni 
FETs made it difficult to achieve a good input match over 
the entire two-octave bandwidth. The traditional input 
matching of a shun I lossy gate bias lino and a lossless serie.s 
low- imped once transformation transmission line results in 
a very low impedance at midband and an impedance 
slightly higher than 50 ohms at the high end of the band. 
Adding a low-value series resistor at this polnl greatly im- 
proves the midband match with minimal degradation of 
the gain or match at the high end of die band. 

Because of the gain unflatness contribution of the high- 
power microcircuits. the HP 8360 requires a wide ALC 
modulator range. In previous designs, the quarter- 
wavelength spacing between the four diodes of the ALC 
modulator was at B GH^. This gave maximum attenuation 
at the high end of the band and effectively added a gain 
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Thus LI has 1 .05 turns and shunt C of 122 fF 
L3 M5 143 

L5 1 75 143 

L7 1.05 122 

TJie inductor design ts now finished. 

3. Modify Itie needed capacstors by subtracting the equivalent 
capacitors from the indtjctor model values. The shunt Cs in the 
final filief can be constructed by using the equivalent shunt Cs 
from the above inductor model. For instance, C2 is between L, 
and L3. so part of C^ can be supplied by 1 22 fF from Lt and 143 
fF from L3. Thus the additional capacitance needed to form C^ 
IS 1477 - 122 - 143 - 1212 fF 



Capacitance Need^ 


Amount from Inductors 


Addlttonal 


Cpt477fF 


122+ 143 = 265 


1212 


C4I733 


143 ■I' 143-286 


1447 


C61477 


122 + 143 = 265 


1212 



4. Determfne the lengths of the radial transmission lines by 
selecttng the desired resonant trequencies (zero locations) and 
getting the lengths from empincal design tables. 



Frequency 


Outer Radius 


Capacitance 


(GHz) 


(^fTl) 


(fF/degree) 


45 


3760 


51.0 


5.5 


3100 


34.9 


6.5 


2700 


26,6 


7.5 


2300 


19.3 


9.0 


2000 


14.7 


11.0 


1700 


10,6 



The capacitance shown is pure parallel plate capacitance, 
which works here because only low-frequency effects need to 
be cons Ede red. The distributed and fnnging effects are not seen 
until well above the passband. 

5 Assign radiaJ transmission lines to the vanous capacitors 
Determine the angular wfdths of itie capacitor plates based upon 
the pafalleJ pJaie capacftance and the needed total capac»tance 
C2 will use two radial transmiss<on lines with 5 5- GHz and 9-GHz 
resonators and angular sizes of 25 and 23 degrees: 

C2 = 1212F = 3100(34 9 fF'degfee)(25 degrees) 



2000(14 7 fF deQree)(23 degrees). 



SiTniiarly. 



C^ = 1447tF =^ 3750{51 .0 fF/degfee)(25 degrees) 
+ 1700(10.6 fF/degfee)(16 degrees). 

Cs= 1212fF ^ 2700(26 6 fF/degree)(25 degrees) 
+ 2300(19 3 fF/degree)(26 degrees). 

Sfan Bischof 

Development Engineer 

Netwoil^ Measurements Division 



slope to the modulator to provider some filtering of the 
troublesome second harmonic at 8 GHz- Since the mod- 
splitter preleveler elimmatcs this harmonic problem, the 
quarter-wavelength spacing between the ALC diodes is 
readjusted to the mid band for improved modulator range. 
Further improvement in ALC modulator range is achifived 
by the use of a lower-resistance pin diode. The midbfind 
quarter- wavBlength sparing also results in a flatter attenu- 
ation-versus-frequency characteristir: for the modulator. 
Modulator flatness is improved by adding padding before 
and after the ALC modulator to minimize the VSWR in- 
teraction between the FETs and the ALC modulator. The 
flatter modulator contributes to better AM performance in 
the HP 8360, 



RFI leakage from the modsplitter miGTocircuit can couple 
back into the RF path after the pulse modulator and cause 
deterioration in pulse performance. Using 50-pF package 
dc feeds instead of 0-pF SMB connectors for the ALC and 
pulse modulator bias lines decreases RFI emissions. When 
the instrument is leveling at low power, the ALC modulator 
is in a high-attenuation state and there is less RF energy 
^fler the ALC modulator to radiate and escape from the 
package. Since the 50-pF feeds are not good RFI filters and 
since the HP 8a60's pulse on-off ratio is more sensitive to 
RFI failures at low leveled power, the ALC modulator bias 
package dc feed is placed in the package cavity following 
the ALC modulator to minimize radiation during low^ 
leveled power states. Similarly, during pulse modulatiotiT 
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Rg. 11. Functional block dm- 
gram of the modspiitter microcir- 
cuit in the standard HP 8360 RF 
section. 
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the power level foliowing the pulse modulator is extremely 
low aud therefore sensitive to RFJ leaking back into the RF 
path at that point. Therefore, the 50-pF dc feed for the 
pulse modulator bias is located in the package cavity before 
the pulse naodulafor. There are 15.000-pF dc feeds, which 
would have provided much better RFl filtering and are not 
location -sensitive, hut they cannot he used for fast control 
signals. 

The YIG'tuned oscillator will change its frequency if the 
load match it is driving changes with time. Thereforet iso- 
lation between the YTO and the ALC modulator is impor- 
tant to avoid frequency pulling when the power level is 
changed and to avoid AM-to-PM conversion. The modsplit- 
ter provides two stages of FET amplification before the 
ALC modulator. This provides high isolation and mini- 
mizes frequency pulling problems. 

With good harmonic performance under all instrument 
conditions, extended bandwidth, extended ALC modulator 
range, controlled gain flatness with ALC modulation, high 
YTO isolation for minimal AM-to-PM conversion, low RFl 
radiation and susceptibility, and elimination of residual 
pulse modulation on the 1^0 drive, the modslpitter reduces 
or eliminates a number of the system problems inherent 
in the broad t)and multiplier RF rhain. 

Ac kno wl ed g m e nts 
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DC-to-50-GHz Programmable Step 
Attenuators 

Based on HFs proven edgeline technology, these 
attenuators provide the HP 8360 sv\/eepers v^ith up to 90 
dB of attenuation in 10-dB steps, 

by David R. Veteran 



COAXIAL ATTENUATORS am simple enough in 
concept but not so easy to design when the required 
frequency range is dc to 50 GHz. This is especially 
tine when switchability and high repeatability without loss 
of accuracy and match are required. 

A few years ago, type N and SMA were the connectors 
of choice for coaxial devices. Their maximum upper fre- 
quency limit was about 18 Ghz. Then came the 3.5-mm 
connector and the upper limit moved up to 26.5 GHz. Now 
we have moved up again with the advent of the 2.4-mm 
connector and its 50-GHz capability. 

The move to ever higher frequencies for broadband mea- 
surements has created the need for a whole new generation 
of coaxial devices. Adapters, pads, terminations, opens and 
shorts, and air lines came first. They made it possible to 
make accurate coaxial measurements to 50 GHz, an impor- 
tant first step. Then came broadband sources and test sets 
which required step attenuators for level control For the 
HP 8360 synthesized sweep oscillators, new dO-GHz at- 
tenuators were developed- These attenuators are also avail- 
able separately as the HP 33324/26/27 programmable step 
attenuators [Fig. 1), 




Fig. 1 . The programmable coaxfai attenuatof^ used fn the 
HP 8380 synthesized sweepers are also available as the HP 

33324/26/27 programmable $iep a ffenu a tors They operate 

from dc to as high as 50 GHz and provide up to 90 dB of 
attenuation in steps of 1 dB or W dB. 



Edgeline Configuratjon 

As a starting point it was decided to base the new" at- 
tenuators on the edgeline cascaded configuration 
pioneered by HP 20 years ago. A lot of experience has been 
gained over the years wuth these attenuators and they have 
proven to he very reliable. 

In the edgehne system, the center conductor is a flat 
ribbon suspended between and at right angles to a pair of 
parallel conducting planes that serve as the outer conduc- 
tors. The center conductor can be flexed from one contact 
to another to switch signal paths without changing the 
transmission line impedance. A big advantage of the 
edgeline system is that the outer conductor remains fixed, 
unlike a turret system, in which both inner and outer con- 
tacts are broken each time the device is switched. 

In the edgeline attenuator the flat flexible center conduc- 
tor is bent m one direction to make contact to a thin-film 
attenuator card and in the opposite direction to contact a 
short length of transmission line that establishes a straight- 
through path or bypass (Fig. 2). Because electric fields are 
concentrated along the edges, attachment holes and push- 
rods can be placed in the center with little negative effect. 

To ensure mode-free performance to 50 GHz, the critical 
internal dimensions of the new attenuators could be no 
larger than one half that of the HP 26.5-GHz attenuators. 
Direct scaling of the larger attenuator was not possible be- 
cause the stiffness of mechanical parts does not scale 
linearly with size. Also, U was a goal to reduce the residual 
loss in the new design, and that meant some new thinking 
would be required on some of the parts. Along with low 
loss, good environmental performance was a must, including 
long hfe. Refinement of these concepts led to the new family 
of attenuators. 

Attenuator Design 

The basic structure of the new attenuators is shown in Fig. 
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Fig- 2. Aiter}uatiOn section with ground pianes removed. 
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Fig, 3, Cutaway side view of a 
three-Bection attenuator with so- 
lenoids removed. 



3. Attenuator sections are cascaded and switched in or out 
in combinations to give the desired attenuation. 

The attenuator cards use a single-crystal sapphire substrate 
with tantalnni nitride resistors and pLited gold conductors. 
The resistor pattern is In a 7r-like configuration. Plated gold 
center conductor pads on the ends provide contacts for the 
edge line switches. The cards are clamped into a common 
body that forms the outer conductor of the edgeline structure. 

The center conductors are mounted on a common support 
structure, which is molded from two different materials. The 
towers to which the center conductors are attached are 
molded from a modified PPO plastic. The hase material of 
the support structure is m.olded from a low-expansion com- 
posite that has the ability to absorb unw^anted modes. This 
center conductor support assembly fits into a T slot in the 
housing and is spring-loaded for accurate alignment and good 
shock resistance. 

The edgeline conductors are driven by pushrods that attach 
in the middle w^here there is little effect on the fields (Fig. 
3). The push rods are made from polyamideimide plastic 
w^hich is very stable with temperature and very strong. The 
center conductors are slightly overbenl after making contact 



to provide a wiping action and ensure a repeatable contact. 
A finite element analysis program was used to optimize the 
conductors for low stress with minimum length. HP has re- 
cently developed some very useful microwave modeling pro- 
grams, which were helpful in optimizing the edgeline dimen- 
sions for low loss and good match. 

The transition from edgeline to coax at the ends is done 
through an electroformed metal bellows. This provides 
mechanical isolation bettveen the coax center conductor and 
the edgeline conductors inside. 

The 2.4-mm connectors are mounted on the ends coaxially. 
They have a flange-type mount with an 0-ring RF gasket 
under the flange. This design makes it easy to mount other 
types of connectors such as 3.5-mm and 2.9-mm for lower-fre- 
quency applications. 

The solenoids are mounted in a precision common frame 
that is keyed to tJie main housing to ensure accurate align- 
ment. The coil leads are brought out on a circuit board that 
also has the deenergizing switches mounted on it. The 
solenoids are a short-stroke design with rubber cushions 
at the stops for silent operation and longer life. 

The main body is machined from brass and is gold plated. 




feS5^"4^45^H^ 







J<^^;:d*-'^' 




JiTli^T^^' 



Fig. 4. Exploded view of a four- 
section attenuator. 
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This costs a bit more than aluminum hu\ has outstandiiig 
long-term resistance to corrosion and contributes lo the 
low residual loss of the device. A circular-cross -sect ion RF 
gasket material is used between the cover and the body to 
ensure low leakage. External parts are nonstructural and 
are used for appearance and protection only. On three sides 
polycarbonate moldings are used, and the remaining area 
is enclosed by a sheet-metal dust cover. Mounting holes 
are provided in the main body with access through holes 
in the dust cover, 

Perfonnance 

The performance of this attenuator design has proved to 
be excellent. The following are typical values: 

■ Frequency range: dc to 50 GHz 

■ Attenuation: 90 dB in 10-dB steps 

■ Residual loss; 1.3 dB at 26.5 Ghz and 2,3 dB at 50 Ghz 

■ Life: 5 million cycles minimum 

■ Attenuation accuracy: ±2% 

■ Repeatability: 0.01 dB 

■ SWR: 1.3 to 26.5 GH;^ 

■ Environmental performance: Exceeds requirements. 
The HP 8360 attenuator has four sections with values of 

10 dB, 20 dB. 30 dB, and 30 dB, for a total of 90 dB. The 
same attenuator design is available as a component in these 
and other values including 1-dB steps. Other connector 
options a re also available for louder- frequency applications. 
Fig. 4 shows an exploded view of a four-^section at- 
tenuator. 
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50-to-110-GHz High-Performance 
Millimeter-Wave Source Modules 

State-of-the-art microcircult technotogies and development 
tools were employed to produce a W-band amplifier tripler, 
a V-band amplifier doubler, an R-band amplifier doubler, 
and a coupler detector for two new frequency multiplier 
modules. 

by Mohamed M. Sayed and Giovonnae F. Anderson 



THE MILLIMETER-WAVE PORTION of the elec- 
tromagnetic spectrum lies between the microwave 
Bud far infrared region k. Generally, millimeter-wave 
frequendes are between 30 and 300 GHz (wavelengths from 
10 to 1 mm). The main applications for millimeter-wave 
systems are in communications, radar* and spectroscopic 
observation. 

Millimeter waves are attenuated by atmospheric con- 
stituents and gases at different rales for different frequen- 
cies (see Fig, 1). Frequencies where gaseous absorption is 
a minimum are called atmosphsnc windows. Regions of 
maximum absorption are called absorption bands. The 
main millimeter- wave atmospheric windows are centered 
at 35, 94, 140, and 220 GHz. and the main absorption band 
is around GO CHz. 

The bandwidths of the atmospheric windows are wide — 
16, 23, and 26 GHz for the windows at 35, 94, and 140 
GHz» respective! \^ In addition, millimeter- wave losses in 
these windows are low compared to infrared transmission 
in rain, fog; and smoke. These are advantages of millimeter- 



Wavelenglh tmm) 
10.0 B.0 6,0 5,0 4,0 3.0 
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Fig* 1 . Attenuation of milii meter waves for one-way transmis- 
sion through the atmosphef€. There are atmosphenc windows 
at 35, 94. 140. and 220 GHz and absorption bands at 60. 
120, and 182 GHz. 



wave transmission* Other ad^-^antages are that millimeter- 
wave components axe small, and a given antenna aperture 
yields a narrower beamwidth, higher precision, and belter 
resoiiitian than at microwave Irequencies. For example, a 
12-cm-diameter antenna produces a 1.8-degreebeamwidth 
at 94 GU?., compared to 18 degrees at 10 GHz, Table 1 shows 
the key millimeter-wave characteristics for the window^s 
at 35. 94, and 140 GHz.^ 

Table I 

Millimeter-Wave Characteristics 
for Three Atmospheric Windows 

Frequency (GHz) 



Characteristic 


Unit 


35 


94 


140 


Wavelength 


mm 


B3 


3.2 


2.1 


Clear Air Attenuation 


dB/km 


0.12 


0.4 


T6 


Rain Attenuation 


ciB/km 








0.25 mmli 




0.07 


0.17 


0.2 


1 mm/h 




0.25 


0.6 


0.7 


4 mm/h 




1.0 


3.0 


3.2 


IB mm/h 




4.0 


8.0 


9.0 


Fog Attenuation 


dB/km 








Light 0.01 g/m^ 




0.006 


0.035 


0,007 


ThickOJg/m^ 




0.06 


0.35 


0,7 


Dense 1,0 g/m^ 




0.6 


3.5 


7.0 


Anienna Beam width 










forD ^ 15.24 cm 


Degrees 


4.0 


1.4 


0.98 



New Millimeter- Wave Sources 

Miilimeter-wave sources are essentia! instruments for 
developing almost all millimeter-wave systems and for ex- 
tending the range of microwave systems. The requirements 
for these sources are high output power, full waveguide 
band coverage, low output harmonics, and compatibility 
with other HP microwave sources. 

The UP 83557A and HP 83558A millimeter-wave source 
modules have been developed to complete the waveguide 
coverage of the millimeter-wave range up to 110 GHz. These 
source modules take the output of an HP microwave source, 
such as an HP 8360, and multiply it to millimeter-wave 
frequencies. They are members of the HP 8355xA series, 
which was originally introduced in May 1985.-'^ Fig. 2 
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Fig. Z The HP B3557A dO-to-JS- 
GHz source moaufe (iBft for^ 
ground) snd the HP BBBSSA 75-to- 
110-GHz source module (right 
foreground) are shown wfth com- 
patible HP mtcrowBve sources 
HP83624A, HP8350BiHPB3550A, 
and HP B350BfHP B3595C with 
HP &349B (not shown is the HP 
8673C/D with HP 8349B}. The 
milifmeter-wave source modules 
receive T2.5-fo- 18. 75-GHz sig- 
nals from the microwave sources 
andmuitipiy the frequencies to the 
mitiimeter-weve range. 



shows the two new sou ret: modules and the miorawave 
sweep oscillators and synthesized signal generators with 
which they can be used. The HP 83557 A covers the V-band 
range of 50 to 75 GHz and theHF 83558A covers the W-band 
range of 75 to 110 GHz. These two sources ha%^e high out- 
put power: -h 3 dBm for the HP 83557A and dBm for the 
HP 8355BA. Also available Is the narrower-bandwidth 
HP 83558A Option H03, which supplies -h3 dBm from 88 
to 98 GHz. These nev\^ source modules can be used for 
either scalar or vector network analyzer applications. 

The challenge in designing the new source modules was 
to supply state-of-the-art performance using the latest 
technologies and the features of the latest microwave 
sources such as the HP 8360 family [see article, page 6). 
without sacrificing backward compatibility with HP micro- 
wave sources introduced before 1985. 

Design Philosophy 

Design goals for the two new modules were: 

■ Higher output power than other sources on the market 

■ Frequency coverage of an entire waveguide band 

■ Low output harmonic content for use in scalar applica- 
tions 



■ Use of the mi Hi meter- wave source interface already de- 
fined for the rest of the HP 8355xA family before 1985 

m Use of the same mechanical package as the rest of the 
HP 8355xA family 

■ Leveled output power with specifications equal to or 
better than other HP 8355xA modules 

■ Use of many of the user interface features offered by the 
HP 8360 family of sources. 

The input frequencies for these two source modules were 
to be supplied by an HP 83550 A millimeter-wave driver 
or other HP microwave sources along with an HP 8349B 
microwave powder amplifier, which has a bandwidth less 
than 20 GHz. Thus the multiplier number was determined 
to be 4 for the HP 83557A and 6 for the HP a3558A, as 
shovra in Fig. 3. 

Two alternatives were then available: multiply by 4 or 
6 directly or multiply by two and then amplify and multiply 
by two for V hand and by three for W band. Output power, 
input dc power, and harmonics are very different for the 
two alternatives. Table li compares these two alternatives 
for V-band and W-band source modules. For example, to 
obtain +3 dBm output power in W band by multiplying 
by 6 directly, an input dc po\ver of over 33 dBm or 2W is 
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Fig. 3, Output power and fre- 
quency ranges of ihe new milli- 
meter -wave source modules. 
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Fig, 4, Block diagrams of (a) the 

HP 83557A 50-tQ-75-GHi source 
module and (b) the HP 6355BA 
754o-110-GHz source module. 



required below 20 GHz. Assuming 20% conversion gain 
for the microvvave amplifier at 20 GHx, over lOW dc is 
required from the HP 83550A source or HP 8349B. How- 
ever, the power supply from either the HP S3550A or the 
HP 8349B to the HP8355xA millimeter-wave source mod- 
ule family is less than 8 W. Therefore, the second alternative 
of multiplying by two, then amplifying and multiplying 
again was chosen. This alternative is called 2A2 or 2 A3 in 
Table IL The input frequency of 12.5 to 18.75 GHx Is first 
doubled to 25 to 37.5 GHz, then amplified and multiplied 
again to cover either V-band (with a doubler) or W-band 
[with a tfipler]. This method is also efficient in using the 
available dc power, since for a given amount of dc power, 
more gain can be obtained at 25 to 37.5 GFiz than at 12-5 
to 18.75 GHz. 

Table fl 

Comparison of Multiplication Alternatives 

for MHIimeter-Wave Source Modules 



Multiplier Ideal Realistic 
Number Conversion Conversion 
Loas(dB) Loss(dB) 



1 






s 
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m 



12 
14 
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19 
30 

8-12 



Band 
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Frequency 
(GHz) 



26,5-40 
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50^-75 



26,5-40 
75-110 
75-110 

75-110 



Harmonic 



3/2 

3/4.5/4. 

6/4 
3/4.5/4, 

m^ 

2!2 

4/3 
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To make maximum use of the design tasks and compo- 
nents previously developed for earlier HP 8355xA source 
modules, the HP 83557A and HP 83558A use an R-band 
amplifier doubler as shown in the block diagram. Fig. 4. 
This component was designed for the HP 83554 A (2B.5 to 
40 GHz). Since the ratio of the input frequency at the begin- 
ning of V band to that at the beginning of W band is exactly 



2/3, a V-band amplifier doubler and a W-band amplifier 
tripler can be used with ths .same R-band amplifier doubler. 
This reduced the development time dramatically. 

Although the harmonics are the same for direct multi- 
plication by 4 and for the 2A2 method — or 6 and 2 A3 — the 
2A2 and 2A3 methods offer two more degrees of freedom 
to reduce the mixing harmonics. As explained later, the 
harmonics of the R-band doubler can control the 5/4 and 
7/6 harmonics of the V-band and W-band sources. In addi- 
tion, the frequency response of the V-band amplifier dou- 
bler and the W-band amplifier tripler can control and may 
eliminate the 3/4 and 5/6 harmonics of the V-band and 
W-band modules, respectively. The sources used to drive 
the HP 83557 A and HP B355BA have very low harmonic 
content, better than -50 dBc. 

Another challenge to the design team was the physical 
size of the source module and the available dc power sup- 
ply from the source. With no increase in the maximum RF 
input power and dc power supply, the project learn had 
to deliver the ?;ame output power at higher frequencies ( + 3 
dBm from 50 to 75 GHz for the HP 83557A]. As Fig. 4 
showst this module is actually two sources in one package. 
These challenges made necessary a high -efficiency ampli- 
fier dmibier for the V-band module and a high-efficiency 
amplifier tripler for the W-band module. 

An external coupler detector is used to deliver high- 
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Fig* 5. Schematic diagram and mechanical layout for the 
detector portion of the coupler detectors used m the V-band 
and W-bar}d source modules. 
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performance output power leveling. This coupler has 
superior directivity and therefore a superior source match 
is achieved. Higher un leveled output power can be ob- 
tained by removing the external coupler detector. 

For use with the new^ HP 8360 sTOthesized sweepers (see 
article, page 6), a noii volatile RAM containing calibration 
data is included in the source modules. This can be read 
directly by the HP 8360 family to improve the leveling 
Datness of the system (see "Flatness Correction." page 59]* 

V-8and and W-Band Coupler Detectors 

For maximum flexibility in using the source with or with- 
out leveUng, the coupler detector was designed to be sepa- 
rate from the V-band or W-band multiplier, [in the earlier 



HP 83554A, HP 83 555 A. and HP 83556A source modules, 
the coupler detectors were integrated with the multipUers). 
The coupler was designed and is manufactured in -house to 
obtain superior performance, ruggedness, and mechanical 
strength. (Special versions of the HP V752C and HP W752C 
are used). The schematic diagram and the mechanical lay- 
out for the \^-ba(id and W-band detectors are shown in Fig. 5. 
The RF energ>^ travels through a wav^eguide taper and 
impinges on a beam-lead diode at the end of the guide* 
One end of the diode is attached to a 6-pF capacitor, which 
rectifies the RF signal. The other end of the diode is at- 
tached to ground. The device used for this detector is a 
beam-lead planar doped barrier diode fabricated on a GaAs 
substrate with a 40-^m^ active area. 



The Use of the HP Microwave Design System in the W-Band Tripler Design 



To achieve the maximum conversion etficiency oHhe tripler 
described in the accompanying article, it was necessary to pro- 
vide a very good rriatch to the diode at the tripler input frequencies 
(25 GHz to 36.66 GHz). An impedance matcliing filter was de- 
signed using the Microwave Nonlinear SimuJator (MNS) which is 
a part of Hewlett-Packard's Microwave Design System (MDS). 
The design of the fitter took pjace in three stages: 
■ Developing, and simulating a model of the nonlinear device 

used for multiplication 
» Designing and optimizing the filter 
1 Verifying the design experiment ally. 

The nonlinear model tor the diode is shown in Fig. i . The diode 
is a 20-jtim^ beam- lead device fabricated in an n + + LPE epitax- 
ial layer on a GaAs substrate The model was developed to take 
into account the parasitic inductances, capacitances, and resis- 
tances of the beam-lead diode chip. Values for these parasitic 
elements were calculated from ihe geometrical tayout of the chip. 
Values for the diode parameters, such as saturation current and 
breakdown voltage, were determined by measurement and cat- 
Gulation. Fig, 2 shows the return loss of thJs device predicted by 
the nonlinear MDS model without any matching circuit, Because 
of our interest in the farge-signal behavior of the diode, we used 
a harmonic baiance simulation to determine the return Soss of 
the unmatched device at three power love's 1 8. 20, and 22 dBm. 
As one can see, the predicted return toss of around - 3 dBm is 
quite significant, A nine-element Chebyshev filter was designed 
using radiai stubs and miorostrip transmission lines. The purpose 
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Fig, 2* Diode return loss predicted by the HP Microwave 
Destgn System at three power fevefs. 
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Fig. 3. Schematic layout of a nine-element Chebyshev low-pass filter. 
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Fig. 4. Predicted optimized return loss of the fitter. 



o( this filter is twofold: to provide an impedance match to the 
diode and lo control the harmonics generated by the diode. The 
f^fter has a cutoff frequency of 45 GHz, The iast capacitor of the 

fiiter is a 0.006-pF chip capacitor, This ensures the presentation 
of a short ci rcuit to the higher harmonics of the djode A schematic 
layout of the filter is shown in Fig, 3 MDS was used to optimize 
the outer radius of the stubs and the length of the transmission 
lines. The optimized return bss of the fitter circuJt. predicted to 
be between - 15 dB and -23 dB, ts shown in Fig. 4, The circuit 
IS realized on a 0.005-inch sapphire substrate. Return loss mea- 
surements were made using an R-band traveling wave tube 
amplifier leveied at 22-dBm input power. Measured data (Fig 4) 
showed reasonable agreement with the predicted data at the 
low end of the band but deviated at the high end, The deviation 
was caused by constraints on line widths and radial stub spac- 
ings in the mjcroci rcuit substrate fabrication, 

Giovonnee Anderson 

Development Engineer 
Network fVfeasurements Division 



The waveguide taper acts as an impedance matching 
circuit. It reduces the height of the guide from 0.074 inch 
to 0.006 inch for the V-baiid detector and from 0.050 inch 
to 0.005 inch for the W-baiid detector. The V-band detector 
employs a linear {straight line) taper, but the W-band detec- 
tor uses an exponential cosine taper for improved input 
match,"* The taper in the W-band detector also contains a 
high-pass filter, which attenuates below-band harmonics 
which would have degraded flatness. Fig. h shows the V- 
band and W-hand coupler detector output voltages as func- 
tions of frequency. 

W-Band Amplifier Trlpler 

Odd harmonics are typically generated by symmetrical 
distortion of an incoming waveform. For example, if an 
ideal sinusoidal waveform is clipped symmetrically by a 
Circuit, then the output of that circuit will contain only 
odd harmonics. The circuit used for the W-band tnpler Is 
shown in Fig. 7. The diode used is a 20-^m^ beam-lead 
device^ fabricated on an n+ + epitaxial layer on a GaAs 
substrate. 

The filters are designed for proper signal routing. The 
design of the low-pass filter is crucial to the multiplier 
design since it provides the impedance match to the diode 
and a short circuit to the higher harmonics generated in 
the multiplier.^ For more discussion on the design of this 
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Fig, 7, Diode tripfer antipamiiel configuration. 

filter, see "The Use of the Pff Microwave Design System 
in the W-band Tripler Design," page 53, The final design 
is realized as a nine-element modified Chebyshev filter 
wilh a cutoff frequency of 45 GHz. The last element of the 
filter is a chip capacitor fabricated in-house with a value 
of 0.006 pF. This chip capacitor gives the filter excellent 
out- of 'hand respoOsSe because it presents an excellent short 
circuit to the higher harmonics. The output of the tripler 
is aC'CoupIed to the waveguide. The high -pass filter is an 
exponential cosine taper in the waveguide, similar to the 
one used in the detector; it provides an open circuit at the 
plane of the diode to frequencies below 70 GHz. The tapar 
also reduces the height of the guide at the diode end to 
hnver the impedance to 45 ohms to provide a better match 
to the third harmonic. The physical layout of the multiplier 
is shown in Fig. 8. 

When the source power is too low there is insufficient 
drive to turn on the diodes and the conversion efficiency 
is degraded. When the source power is too high^ the conver- 
sion efficiency is also degraded because the diodes con- 
tinue to clip at a voltage determined by the harrier height. 
These effects are shown in Fig. 9 (unbiased curve), Ant^lher 
consequence of increasing power in this circuit is very high 
diode current which can result in poor device reliability. 

The output power from the multiplier is specified at 
+ 3 dBm at 110 GHz with a conversion efficieocy of better 
than 19 dB. Self biasing of the multiplier diode is necessary 
for this goal to be achieved. The bias circuit for the tripler 



Waveguide 
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is shown in Fig. 10. The HC time constant is made purposely 
long in comparison to the RF signal driving the circuit. 
This results in rectification of the RF and the presence of 
a positive or negative dc voltage on the internal nodes. The 
magnitude of the dc voltage depends on the magnitude of 
the incoming signal. For very high RF drive levels, the dc 
voltage increases. The diodes will not conduct until the 
^ voltage exceeds one diode drop above the dc voltage. 
This means that clipping of the incoming signal occurs at 
higher voltages and conversion loss is improved. The con- 
version efficiency is shown in Fig. 9 for biased and un- 
biased circuits. The conversion efficiency at +18 dBm is 
about the same as before. For higher powder levels, however, 
the conversion efficiency is improved and remains rela- 
tively constant until device failure occurs. The resistor and 
capacitor values are chosen to allow adequate charge to be 
bled off the internal node w^hile the diodes are reverse 
biased by the RF. 

Because the diodes now conduct over a smaller portion 
of the RF cycle, there is a smaller component of direct 
current flowing in them. This results in less metal migration 
than in the unbiased tripler, How^ever, because of the pres- 
ence of the self-bias voltage, the reverse voltage across the 
diodes is increased. To pre vent breakdown, the diodes were 
redesigned to maintain the same overall capacitance and 
series resistance. 

Bias is also needed to improve the conversion efficiency 
at toVkf drive levels. For low signal levels, the diode will 
not turn on as it does in the unbiased tripler. To level the 
multiplier at - 5 dBm a trickle current of about 100 a^A is 
required. The dc voltage across the diodes can be adjusted 
to improve the harmonic baiance of the multiplier. Because 
of the sensitivity of the input filter circuit to an additional 
bond wire, there is no center tap to ground for the multi- 
plier. Therefore, the diodes cannot be independently bi- 
ased. 
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Fig. 0. Physical iayout of the diode tripim^ 
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Rg. 9, ConvBfSfon efftaency of unbmsed and biased diode 
tripiers. 
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The amplifier portion of this component is a thin-fOm 
circuit with integrated capacitance fabricated on a 0,005- 
inch sapphire substrate using a laser niilHng process. The 
amplifier has eight stages of amplification to supply the 
required RF power to the W-band tripler stage. A unit cell 
of this amplifier is shown in Fig. 11a. It consists of a two- 
stage GaAs PET amplifier with input, output, and interstage 
matching networks. This unit cell is used to achieve the 
required power as shown in Fig. lib. The same amplifier 
is also used in the V-band amplifier doubter. '^■^''' 

For a discussion on the design of the W-band tripler 
package, see "The Use of HP ME 10/30 in the W-Band 
Tripler Design," page 57. 

V-Band Amplifier Doubler 

Basic doubling action occurs when a sinusoidal 
waveform is transformed into a fully rectified output- The 
output Viraveform contBins only even-order harmonics. This 
is achieved in hoth the R-band doubler and the V-'-band 
doubler by using a coplanar wavegulde-to-slotline struc- 
ture. The basic structure is shown in Fig. 12. 

The fundamental signal is input to the doubler via the 
coplanar waveguide. The characteristic impedance of the 
coplanar waveguide input line is 50 ohms at the coax tran- 
sition, but is transformed down to 30 ohms at the narrowest 
part of the gap to present a hetter match to the diode. The 
coplanar waveguide structure is particularly useful for at- 
taching a beam-lead diode to the circuit. Wire bonds con- 
nect the ground planes together, and the unbalanced mode 
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that exists in coplanar waveguide propagates through these 
wire bonds unaffected. The fundamental signal is termi- 
nated by the doubler diode. Charge flow ihrough the diodes 
results in the balanced mode across the slotline, giving rise 
to only even harmonics. The wire bonds are attached to 
the ground plane approximately one quarter wavelength 
[doubled frequency] away from the diode, so any second 
harmonic propagating towards the input on the coplanar 
waveguide line is reflected in phase with the output. A 
thin-film capacitor provides RF continuity for the funda- 
mental and doubled signals, while allowing biasing capa- 
bility for the diode^ The second harmonic propagates 
through the slutline transition and inlo the nexl part of ihe 
circuit. 

The placement of the wire bonds that connect the ground 
planes is crucial. These bonds are close enough to the diode 
to appear as an inductive backshort, which resonates with 
the junction capacitance of the diode. Movement of the 
diode also affects the 3/2 harmonic of the doubler, since 
the phasing can be either positive or negative. Movement 
of the wire bonds closer to the diode will, in general, give 
a slight improvement of the conversion efficiency at the 
expense of the unwanted harmonics. The wire bonds ex- 
tend well up the coplanar line. In the case of the V-band 
doubler, the wire bonds extend up the entire line. Removal 
of bonds near the RP pin usually results in reduced conver- 
sion efficiency. 

Bias is used with hotii doubters to improve conversion 
efficiency at higher powers, and to provide leveling loop 
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Rg, 11. (a) Unii cetl amplifier 
Output (UCA) for the amplifier portion of 

the W-bar}d amplffser tnpler (b) 
Amplifier portion of the W-band 
amplifier tripler. 
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FJg. 12. Coplanar waveguide input structure, 

stability at lower drive levels. Thin- film capacitors are used 
as dc blocks for bias currents^ Becaase of tbe nature of the 
coplanar structure, a ground return can be added from the 
center RF line to the ground plane with no degradation of 
the multiplier. This allows each diode to be balanced sepa- 
rately. 

In V band, the doubled signal propagates through a slot- 
line/f inline transition and into waveguide, as shown in Fig. 
13. The f inline circuit dielectrically loads the waveguide, 
and it is possible to set up surface modes called longitud- 
inal section electric or LSE modes. These modes appear in 
the output power as sharp, high-Q dips. Three possible 
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Fig, 13. Sfotilne4o-ffnlinB transition in the V-band amplifier 
aoutier. 



The Use of HP ME 10/30 in the 
W-Band Tripler Design 



Tlie use of drafting tables, pencils, and paper for design and 
drafting m HP is rapidly disappearing and being replaced by 
computers, dfsplays, and keytxjards The primary mecfianicai 
design software is HP ME 10 for two-dimensional work and HP 

ME 30 ioT solids modeling. 

Trie package for the W-band tripler microcircuit descnbed m 
the accompanying article was destgned using ME 10 The re- 
quired views were constructed with exact geometry so that other 
areas Involved in documentation and manufaciunng would see 
the correct configuration This file was then electronically trans- 
ferred lo the model shop for rhe fabrication of prototype parts. 
Since this package is relatively complex, consisting of four 
machined parts, rt was translated inio an ME 30 solid body for 
better visualization The tapered waveguide equation, developed 
using the HP Microwave Design System (MDS), was also sent 
to the model shop, routed through a Iranslator, and entered into 
the ME 30 solid body 

All of the ME 30 information was roirted through another trans- 
lator and men the prototype packages were machined using a 
computer-controNed machine tool. Once necessary revisions or 
corrections to the package were implemented, the file was trans- 
ferred to the drafting area, where a simple command in ME 30 
generated all six views of a part and the part was formally dimen- 
sioned and formatted for manutactufing specifications. The pro- 
duction machining area was also abte to import these files into 
its own system with very little time for production programming 
resEructu n ng Fig 1 shows the flow chart of the procedure used. 

Reference 

1 S. Lockhan. "Changtn^ World Markets Ihe QMD Mandale al HP," fnnovatio^ Vol 
8. no 2. Sprlng/Summer 1989, pp 26-29 

Roy MBrctulionis 

Development Engineer 
Network Measurements Division 
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methods of suppressing these modes are: changing the sub- 
strate to a lower-dielectric material, changing the substrate 
thickness t and reducing the height of the waveguide to 
push the cutoff frequency above-band= 

This problem is overcome by changing the substrate from 
0.010-inch sapphire (tj. = 9.6) to (J. 010-inch fused silica 
(tr = 3.2) and redocing the height of the waveguide. The 
choice of material and substrate thickness is a compromise 
between the need to suppress the LSE modes, the imped- 
ance requirements for achieving the proper input match to 
the diodes, and the feasibility of fabricating the thin-film 
capacitors necessary for diode biasing. The waveguide 
height is reduced from 0.074 inch to 0.070 inch to ensure 
that the cutoff frequency is above-hamh The doubling de- 
vice for both the R-band and the V-band doubters is a 
40-/4.m^ Schottky diode on an n+ + liquid phase epitaxy 
layer on a GaAs substrate. 

Placing the dielectric circuit into the waveguide is 
mechanically difficult. For this reason, a split block ap- 
proach is employed. j\s shown in Fig. 14, the waveguide 
housing is in two parts, and one part includes machined 
cavities above and below the waveguide. These cavities 
are one quarter wavelengdi [at midbandj from the wave- 
guide and filled with polyiron. The polyiron ensures that 
no modes can exist in the cavities. The cavities themselves 
present an open circuitH w^hich transforms to a short circuit 
at the edge of the waveguide. 

R-Band Amplifier Doubler 

The input signal of 12.5 GHz to 18.75 CHi!: [maximum 
input power = 15 dBm) is first amplified by an MMIC 
(microwave monolithic integrated circuit) amplifier. This 
amplifier is a reactive ly matched two-stage MESFET 
amplifier designed to give 22-dBm output power from 12 
GHz to 20 GHz. The amplifier roll -off below^ 12 GHz pro- 
vides rejection for the lower harmonics coming from the 
sounie. l-^ike maoy amplifiers, this one had a tendency to 
oscillate if the input and bias leads were of any significant 
length. Therefore, several large monoblock capacitors were 
added around the circuit to keep it from oscillating. The 
multiplier operates on the previously discussed frequency 
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Fig. 14. Spill block design of the fsntine-tQ-waveguide tran- 
sition of the V-band amplifier doubler. 
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Fig. 15. Slotlme-to-microstnp transitiof} of the R-bar^d 
amp//f/er doubler with circuit model. 

doubling principle. The circuit is realized on a 0.010-inch 
sapphire substrate. The frequency-doubled signal propa- 
gates down the s iodine and through a transition (trans- 
former) into microstrip line. The slotline-to-microstrip 
transition and its model are shown in Fig. IS, It is formed 
by overlap pi njj the slot line ami the microstrip line. 

Amplifier Multiplier Performance 

Typical output powder performance data for the W-band 
amplifier tripler, the V-bajid amplifier doubler, and the 
R-band amplifier doubler is shown in Fig» 16. The different 
technologies, devices, and thin-film parameters used in 



R Band 




28 29 30 31 32 33 34 
R Sand Frequency (GHz^ 



35 36 



50 52 54 56 



58 60 62 64 66 68 70 
V Band Frequency (GHz) 



75 



80 



H h 



72 74 



H — ^ 



85 SQ 95 lOQ 

W Band Frequency (GHz) 



105 



TtO 



Fig, 1 6. Typical output power of the W-band amplifier tripler. 
the V-band ampiifier doubter, and the R-band amplifier dou- 
bter 



58 HEWLETT PACKARD JOURfStAL APHM 198T 



)Copr. 1949-1998 Hewlett-Packard Co. 



component development for the HP 83557 A and HP 83558A 
mill i meter-wave source modules are shown in Table HI, 



Table 111 

Technology Used for Components of the 

HP 83557 A and HP 83558 A Source Modules 



Com|:>onent 


Devices 


ThiivFllm 


CAE 


Coupler 


Beam^-lead 


N/'A 


ME 10/30 


detector 


diode 




mechanical 
design 


W-band 


Beam -lead 


0.005-inch 


MDS. 


amplifier 


diode. 


sapphire, 


ME 10/30 


tripier 


GaAsFET 


integrated 


mechanical 






capacitors 


design 


V-hand 


Beam-lead 


0.005-inch 


ME 10/30 


amplifier 


diode, 


sapphire. 


mechanical 


doubler 


Ga.^s FET 


integrated 


design, 






capacitors, 


MDS 






0.010-inch 








fused silica 




R-band 


Beam- lead 


0.010-mch 


ME 10/30 


amplifier 


diode, 


sapphire 


mechanical 


doubler 


X4MIC 




design* 
MDS 



Source Module System Evaluation 

Once the j rid ivi dual components were developed and 
met their specifications, the source module was assembled 
with the component bias board and the source interface 
l>oard. A few challenging issues were discovered and re- 
solved by tlie project team for the source imd the system 
to meet specifications. 

Dynamic Range. The V-band source module is specified 
to deliver levekul output power between +3 dBm and -2 
dBm. The maximum output power, -F3 dBm. determines 
the required minimum input power to the source module. 
For the HP 83624A and HP 83550A sources, the minimum 
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Fig . 1 7 ■ Input power for - 2-d&m output power for th e V-band 
source module and for - 5-dBm output power for the W-bartd 
source moduie. 




Flatness Correction 



Among ttie many features of the HP 8380 family of synthesized 
sweep oscillators, the f harness correction capability offefs the 
millimetef-wave source module user better outpul power tiatness 
through the module's own internal tiainess correction data and 
an HP 8360 user-deftnabte flatness calibration routine. 

The digitaJ flatness correction for the miifi meter- wave source 
modules works in much the same manner as the inter naJ flatness 
correction that is smndard in asl HP 6360 series synthesized 
sweepers, The tJatness correction a nay is stored in nonvolatile 
RAM in each mjllimeter-wave module, tr contains offset factors 
in dB to compensate for the unfSatness of the module "s coupler 
and detector. These numbers are stored at frequency intervals 
corresponding to the module's multiplication factor times 100 
MHz (nominal). The V-band module, for example, is a x 4 module 
and carries offset data every 400 fvlHz, The W-band module is 
X 6 and has correction data every 600 MHz, This array is read 
into the HP 8350s memory whenever a miJIimeter module is 
connected and an instnjment preset is executed. The module 
flatness correction then resides in a special array in the instru- 
ment The HP 0360 uses this information to correct the module's 
coupler and detector flatness ai a finite number of frequencies 
across the millimeter waveguide band. Linear interpolation is 
performed in the HP 8360 tor frequencies between each flatness 
correction point, resulting in some flatness errors typically on the 
order oi 0.2 dB. Another source of flatness error Is the nonlinearlty 
of the detector and logger The flatness correction data is stored 
at the specified ma^iimum leveled outpul power. As the power 
is lowered, small flatness errors occur, with approximateiy 0.2 
dB error at the minimum specified output power However, all 
flatness errors over the power levet ana frequency ranges are 
less than 0.5 dB, leaving only the uncertainty of the power mea- 
surement in question. 

If better flatness than this is required either across the entire 
waveguide band or over a smaller subset of frequencies one 
can choose to implement the user flatness correction. The user 
flatness capability allows the operator to set the user correction 
array start/stop frequencies with up to 505 frequency points. The 
user flatness correction is performed at the current output power 
setting, aNowing the operator the choice of output power level. 
With an HP 437B power meter connected to the HP 8360 over 
[f"ie HP-IB tnterface and the power sensor connected to the output 
of the millimeter-wave module, the HP 8360 can measure the 
power and store the flatness offset data into its user flatness 
array automaticaJiy. Alternatively, a user-written caiibration pro- 
gram and any power meter can be used Once the calibration 
is complete the operator can choose any subset of frequencies 
within the user flatness correction array and continue to use that 
portion of the user cor reel ion array. 

ion Dearden 

Development Engineer 
Network Measurements Division 



power is + 17 dBm at 18.75 GHz. For other sources that 
deliver lower power than +17 dBm at 18.75 GHz. the HP 
8349B anipiifier is recomnmnded. The tiiiiiinium output 
power, -2 dBm, determines the required minimum set- 
table jjower to be delivered by the source. This power is 
- 5 dBm for the HP 83550 A. HP 83595C, and HP a3592C 
without the attenuator option. Therefore, the source mod- 
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ule IS tested with + 15-dBni input power to deliver output 
power of +4.25 dBm from 50 to 75 GHz, taking into con- 
sideration tlie leveling loss and the measurement uncer- 
lainty. The source module is also tested for - 2-dBm output 
power with the minimum sellable power from thie source 
of -5 dBm from 12.50 to 18:75 GHz. The module's gain 
and gain flatness are adjusted to meet the specification. 
The typical input power to the source module to meet its 
— 2-dBm specification is shown in Fig. 17. A similar test 
is performed for the W-band source module. 
Leveling Sensitivity. The V-band source module can be 
configured with HP 8360. HP 8G73&TI, HP 83550A, HP 8340/ 
41 B, and HP 8359x sources. The conversion efficiency of 
the YIG-tuned multiplier of each of these sources is linear 
in the norm^al operating output power range. However, al 
very low output powder, it can become nonlinear, which 
can cause ALC peaking and leveling loop oscillations. Os- 
cillations can also occur if the conversion efficiencies of 
the R-band amplifier doubler and the V-band amplifier 
doubler change rapidly with output power variations. 
Therefore, the V-band source module was also tested with 
a sample of all applicable sources to verify its ALC stability. 
The output frequencies were varied and the input power 
variation was monitored. The worst-case output frequency 
is used to test every source module to guarantee source 
system stability. Typical leveling sensitivity of the V-band 
source module is shown in Fig. IB, which is for 62.5 GHz. 
The 0.5V/GHz tuning voltage is used to adjust the source 
module gain and gain shape to meet the required system 
parameters for stability. A similar test is also performed 
for the W-band source module. 

Harmonic Analysis. The output harmonic content of the 
V-band source module is generated by the 3/4, 5/4, and 
6/4 harmonics as shown in Table II. The desired 6/4 or 3/2 
harmonic is generated w^ithin the V-band doubler and can 
be measured and adjusted separately on the subassembly 
level. The analysis for the 3/4 and 5/4 harmonics is shown 
in Fig. 19, The desired multiplied signal from the R-band 
doubler is f^ and the unwanted signal is 3/2 f^ or f^. Both 
signals are amplified and doubled again to generate the 
wanted signal f^,. However, two unwantetl signals are gen- 
erated within the V-band doubler and propagated to the 
output. The upper portion of fa (50 to 56.25 GHz) is 3/4 f^. 
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Fig. 10. Leveifng sensihvfty of the V-band source madufe. 

Since the multiplier is a very efficient mixer» f j and f;, mix 
with each other and with the wanted output signal to gen- 
erate 5/4 (^. The 3/4 f^^ product i.s easily eliminated since 
the amplifier portion of the V-band amplifier doubler has 
high attenuation in that frequency range. The 5/4 f,, signal 
is directly related to the third harmonic of the input fre- 
quency or f^ and can also be adjusted by tuning the R-band 
amplifier doubler, Tbis is a major advantage of the 2A2 
scheme of multiplying over the straight X4 scheme- 

For the W-band source module, the unwanted output 
signals are 5/6 f^, 7/6 f„, and 8/6 f^ as shown in Fig. 20. The 
8/B f,, or 4i'3 f„ prcjduct is generated within tbe W-band 
tripler and can be measured and adiusted separately at the 
subassembly level. Again, because the tripler is an efficient 
mixer, it adds and subtracts the f j and f^ .signals to produce 
5/6 f,j and 7/6 f^. The 5/6 f^ product is proportional to the 
gain of the amplifier portion of the W-band amplifier tri- 
pler. Since this gain is really an attenuation at 50 to 55 
GHz, the 5/6 f„ product is less than -40 dBc. However, 
the 7/6 f^j product is proportional to the amplifier gain at 
25 and 37.5 GHz, which is high. Thus the R-band amplifier 
doubler is adjusted to reduce the i^ signal output, which 
in turn reduces the 7/6 f^ output. 

Output Power Level Flatness- The output power can vary 
by about + :i dB without any correction. Thus an eight-break- 
point scheme is used to correct for the output power flat- 
ness. For better than + 1-dB flatness, nonvolatile RAM in- 
side the source module contains corrections for level flat- 
ness and can be read by the HP 8360 synthesized sweeper 
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Fig . 1 §. Harmonic anafysis for the 
V-baod source moduiB. 
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Rg. 20 . Harmonic ana fysts for the 
W-band sourcs module. 



family as described on page 6. 



High-Power W-Band Source 
Module 



The output power of the W-band source module is a function 

of the sum of the conversion losses of the R-band amplifier dou- 
bler, the W-band amplifier Eripler. and the coupler detector Since 
these conversion or insertion losses are optimum in the mrddle 
of the W-band region, high output power can be obtained in thfs 
region The HP 83558 A Option H03 source module was created 
to satisfy the need for high power around the 94 -GHz atmosphehc 
window The output power is maximized by optimizing the W- 
band amplifier trfpler between 88 to 98 GHz and is Ngher than 
-h3 dBm, The 5/6 and 7/6 harmonics are out-of-band for this 
model The flatness is also better for this frequency range. Fig. 
1 shows the output power and flatness of the HP 83558 A Option 
H03. 

Mohanyed Sayed 

Project Manager 

Network Measurements Division 
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Ffg. 1. Output power and flatness of tne HP 83556A Option 

H03 source module. 



Source Module Performance 

To test the two new source modules, a production test 
system was designed. This test system is an extension of 
the one already used to test the HP 83554A, HP 835 55 A, 
and HP 83556A. The challenge was to measure the output 
power and harmonic level accurately and traceably. Each 
subassembly of the production test system is calibrated 
separately. Typical subassemblies include a directional 
coupler with a load on the straight arm and a power sensor 
on the coupler arm, a directional coupler with a load on 
the straight arm and a harmonic mixer on the coupler arm, 
a switch, and a variable short. Since no primary standards 
were available from the U.S. National Institute of Standards 
and Technology at the time,^ in-house capabilities for sec- 
ondary standards had to be developed. Typical perfor- 
mance of the V-band and W-band source modules, as mea- 
sured by the production test system, is shown in Figs. 21 
and 22. 

Scalar Analysis Application and Performance 

A typical VV-band scalar network analy7>er system is 
shown in Fig. Z3* The performance of a bandpass filter* as 
measured by this system , is shown in Fig. 24. The traces 
for ac and dc detection are almost identic;al. which implies 
that the nrmr caused by overshot)! on the square wave 
modulation is very smalL For devices with a high quality 
factor (Q), the dc detection scheme is recommended. 

Vector Analysis Application and Performance 

A typical W-band vector network analyser system, 
the HP W85106B. is shown in Pig. 25. The measured per- 
formance of 9t)-GHz device under test is shown in Fig. 26, 
which shows that the measurement system has a dynamic 
range of over 95 dB at W band. 
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Fig, 21, J}/ pica! performance of the HP 83557 A V-band 
source module, (a) Typical unleveied output power, (bj Typ- 
iosl leveled output power (c) Typical flatness at +3-dBm 
output power, (d) Typical fiarmonic performance (514 tsar- 
monic). 



Fig. 22. Typical performar^ce of the fiP 83558A W-band 
source rnodufe. (a) Typical urtleveied output power, fb) Typ- 
ical leveled output power, (c) Typical flatriess at 0-dBm output 
power, (d) Typical mixmg harmonic (716). (e) Typical multiplier 

harmorffc (413). 
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An Instrument for Testing North American 
Digital Cellular Radios 

The HP 1 1846 A is designed to produce filtered irM DQPSK 
modulated I and Q baseband signals needed to test digital 
cellular radios. 

by David M, Hoover 



RAPID GROWTH IN THE DEMAND FOR AMPS (Ad- 
vanced Mobile Phone Service) cellular radios in 
North America has caused saturation in current 
analog cellular frequency bands. This has spurred the de- 
velopment of a new digital cellular standard that will 
increase the spectrum efficiency of cellular radios to allow 
more users to share the same frequency spectrum. The 
Telecommunications Industw Association (TIA) has com- 
missioned a group to define this next-generation cellular 
radio system. Known as the TR 45,3 committee, this group 
of industn- representatives has issued specifications defin- 
ing the new digital cellular system. The new system requires 
radios to conform to the old AMPS analog specification as 
well as the new digital system, hence the name North i\mer- 
lean Dual-Mode Cellular System (NADMCS), The dual na- 
ture of the radios %vas deemed necessary to ensure compati- 
bility with current cellular systems. These radios will oper- 
ate as analog AMPS radios in areas that do not require ihe 
increased capacity offered by the digital system, and in the 
digital mode in high-use areas. The new dual-mode radios 
will require testing for both the analog and digital operating 
modes. The analog tests can be made with currently avail- 
able test equipment. Tbe HP 1 Ui46A Tr/4 DQPSK I-Q 
generator and the HP n B47A Tr/4 DQPSK modulation mea- 
surement software are two products designed to test the 
radios* digital mode. 

The NADMCS uses a digital modulation format known as 
ir/4 DQPSK. This system is a time-division multiple-access 
system that allows up to six users access to a given fre- 
quency channel concurrently. Because of the backwards 
compatibility with the current AMPS cellular system, the 



channel spacing continues to be 30 kHz^ The digital inibr- 
mation symbol rate is 24.3 kHz» and to control the spectral 
energy from the digital transmission, a square root raised 
cosine filter with a roll-off factor of 0.35 is used to smooth 
the phase transitions. The HP na4fiA tt/A DQPSK I-Q 
generator is designed to produce filtered I-Q baseband sig- 
nals needed to create the modulation format used by the 
NADMCS. The HP n846A approach for implementing this 
modulation format yields a simple yet effective technique 
for generating 7r/4 DQPSK modulation. When used with 
an I-Q generator, such as tlie HP B780A vector signal gen- 
erator.^ the HP ri846A can provide accurate 7r/4 DQPSK 
modulated signals for testing North American dual-mode 
digital receivers. An overall block diagram of the HP 
11846A is shown in Fig. 1. 

The HP llfi47A ttM DQPSK modulation measurement 
software performs accurate \^Brification of the RF perfor- 
mance of cellular transmitters conforming to the TR 4S.2 
committee recommendatinns. This software package uses 
digital signal processing techniques to demodulate the RF 
signals, recover the data* and measure the modulation accu- 
racy. The HP 1 1B47A digital signal processing techniques 
rnsuit in excellent modulation measurement accuracy and 
repeatability. 

This article provides some background information 
about digital modulation format and raised cosine filters, 
and then covers tbe implementation of the MP 1 1846 A fil- 
tered w4 DQPSK modulation scheme. The HP 11 847 A mea- 
surement software is described in the article on page 73. 




Fig. 1, HP 1184BA iri4 DOPSK 

generator biock dtagram. 
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Fig* 2. (a) The 1-0 ptBne. (b) S^gnafs of varying phase, (c) 
Their /-O diagram. This type of f-Q diagram is a/so called a 
comteilatlon diagram. 

Digital Modulation 

The modulation format chosen for the NADMCS system 
is 77/4 differentia] quadrature phase shift keying (ttM 
DQPSK). To understand how this modulation format 
works, we will look at some hnsio building blocks for digital 
inodulaHon. 

I-Q Diagrams. l-Q diagrams art; frequently used to analyze 
the perfcnmance of digital communication systems. The 
modulation signal has two components, called in-phase [I) 
and quadrature (Q), The I axis and the Q axis form a coor- 
dinate system I ha! presents the magnitude and phase of 
the signel being analyzed. The length of the vector from 
the origin represents the magnitude of the signal, and the 
angle of the vector referenced from the positive I axis indi- 
cates the phase of the signal (Fig, 2). To determine the 
phase and magnitude of a digital signal, a reference signal 
must be available. On the transmitting side, the reference 
signal comes from a local stable oscillator. On the receiving 
side, tlie reference is usually derived from the incoming 
phase-modulated signal. Fig. 2b shows four signals of vary* 
ing phase and their associated l-Q diagram. 

Digital communication systems use a combination of RF 
signals of specific phase and magnitude to represent spe- 
cific hit patterns. The simplest method of doing this is 



state 1 State 
^^ ^ I 



Fig, 3. On/off Heymg i-Q diagram 




Reference 



(a) 



Reference 



m^ 




(b) 



State to 
il - 270° 



Fig. 4. (a) f-Q diagram of OPSK modufaiior}. (b) OPSK Uming 

diagram. 
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on/off keying. In this method a digital one is transmitted 
when the radio carrier is on for one data clock period and 
a digital zero is transmitted when the carrier is off for one 
period. The I-Q diagram for on/off ke>^ng is showm in Fig. 3. 
Xote in Fig. 3 that there are t\\^o states, one for each bit of 
information transmitted. 

QPSK Modulation. QPSK. or quadrature phase shift ke\ang, 
uses one of four phase stales to represent a particular data 
symbol. An I-Q diagram of QPSK is skouTi m Fig. 4, The 
reference chosen for zero degrees is arbitrary. In this sys- 
tem, two bits are required to define the possible phase 
states, because for any data symbol, there are four potential 
phase states. As shown in Fig. 4b, determining the phase 
relationships of digital bit patterns requires a known phase 
reference for comparison. 

DQPSK Modulation. DQPSK, or differential quadrature 
phase shift keying, is a modification of QPSK modulation. 
This format also has four potential phase states, which 
require two bits per data symbol. The difference here is 
that the phase states are defined relative to the last phase 
state. This means that the absolute phase of the system is 
not required because the phase of the current symbol is 
determined from the phase state of the previous s>Tiibok 
The phase state of a symbol is determined by the phase 
transition defined for that s^rnibol. For example, consider 
the phase transitions defined for the following symbols. 



Symbol 

00 

01 
10 

11 



DQPSK Phase Transition 

if 

-90^ 
180*' 



Based on these definitions, symbois arriving in the follow- 
ing order would have the associated phase states, assuming 
an initial stale of 0°, 



\rrlvai 


Symbol 


New Phase 


Time 




State 


t 


m 


0" 


t-hl 


10 


-90" 


t + 2 


10 


180'' 


t + 3 


00 

Q 


180' 



i8ir 




0' I 



270* 



Thus, the phase state of the current s%^mbol is dependent 
on the phase state of the previous symbol and the phase 
transition defined for the current symbol. 
17/4 DQPSK Modulatian. The 7r/4 DQPSK modulation sys- 
tem is very similar to DQPSK. in that it is a differential 
quadrature phase shift system. The difference is that in the 
i-Q plane* ie possible phase states rotate 45 degrees for 
each s^mibol. Table 1 compares the phase transitions for 
DQPSK and 7rf4 DQPSK, 



Table f 

Comparison between DQPSK and 

-rrM DQPSK Modulation Formats 





DQPSK Phase 


-/4 DQPSK Phase 


Symbol 


Transition 


Transition 


00 


0' 


45° 


01 


90* 


135° 


10 


-90** 


-45° 


11 


180° 


-135'' 



The constellation of points on the I-Q diagram now has 
a total of eight points, but only four are possible for any 
given symbol. Fig. 5 shows the possible constellation of 
points for 7r/4 DQPSK. If the initial phase is at degrees, 
the possible phase states could be 45. 135, 225, and 315 
degrees- For the next symbol, the possible phase states 
would be 0, 90, 180, and 270 degrees. This pattern con- 
tinues, allowing a total nf 8 phase states for 7r/4 DQPSK. 

The key advantage of it/ 4 DQPSK modulation Is that the 
spectral energy can be contained to a fairly small 
bandwidth for a given data rate compared to other modula- 
tion formats. In 7r/4 DQPSK modulation, in which the phase 
transitions are ^4S degrees and ±135 degrees, spectral 
energy can be controlled by keeping the phase transition 
per symbol low, and also by reducing the signal amplitude 
during large phase transitions* Fig. 6 shows unfill:ered 
phase transition trajectories for 7r/4 DQPSK. The ±45-de- 
gree rotations have small amounts of phase rotation, so the 



lacr 




Fig. 5. !'Q diagram of iH4 DQPSK modufatlon. 



270* 



Fig. 6. Unffttered phase tmnsitions fQf ^14 DQPSK The tra- 

jectones inside the octagon represent 135"" transitions. For 
exampie, from O^ there can be a transition to 735' or 225°. 
The arrows around the outside of tfie octagon represent 45° 

transitions. 
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amplitude remains virtually constant. During the larger 
±135-degree transitions, however, the amplitude is signif- 
icantly reduced p which helps control the spectral energy. 

Filtering 

The unfiUered phase transitions for 7r/4 DQPSK shown 
in Fig, Fi produce sharp trajectories in the 1-Q plane, which 
result in a large amount of spectral splatter during phase 
transitions. To control the spectral splatter, filtering is 
applied to the baseband f-Q signals. The filter u.sed in the 
NADMCS is a square root raised cosine filter with an a 
[roll-off factor) of 0.35. The raised cosine filter not only 
minimizes spectral splatter, hut also reduces intersymbol 
interference, Intersymbol interference is caused by the 
effects of all the filtering at various locations {transmitter, 
channel, and receiver) throughout a typical baseband digi- 
tal system [see Fig. 7). This makes data detection more 
difficult, and filtering is applied to reduce intersymbol in- 
terference. 

The theoretical minimum system bandwidth needed to 
detect 1/Tsymbols/s without intersymbol interference can 
be shown to he 1/2T Hz. For this case, a rectangular filter 
shape in the frequency domain is required. This type of 
filter is difficult to approximate, hut if the filter bandv^'idth 
is increased, the approximation task is made much easier. 
This modification to the filter bandwidth is defined by a 
term called the filter roll -off factor, or a. Let W^, represent 
the theoretical minimum bandwidth, 1/2T Hz. Let W rep- 
resent the bandwidth of the filler. The roll-off factor is 
defined to be a = (W — VVf^JAA^^.,. The roll-off factor specifies 
the required excess bandwidth divided by the filter's -6- 
dB bandwidth. Fig. 8a show^s the frequency response of a 
raised cosine filter for several values of a. Notice how the 
amplitude response is 6 dB dowm at the theoretical mini- 
mum bandwidth point* regardless of the value of ot. 
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Pulses 
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Fig. 7* Intersymbol interfe fence. Ttie incoming pulses over- 
lap, making data detection more difficult. H{f} /s the equivalent 
transfer functfon tor a// the finering effects in the system (i.e.. 
the transmitting filter, the channel filter, and the rBceiving 
finer). 



Fig* 9 shows the impulse respon.se of a raised cosine 
filter with an ot of 0.35. By examining this response, one 
can see that the impulse response crosses through nulls at 
symbol decision points-'' This impUes no mtersymbol 
interference when this filter is used. 

To achieve optimum signal4o-noise ratio, a matched fil- 
ter situation must he used. This implies a similar filter in 
the transmitter and receiver. To accomplish this, the raised 
cosine filter frequency response is modified by taking the 
square root of this function. This yields a square root raised 
cosine filter. The a of the filter is the same as the original 
raised cosine filter. Fig. 10 shows the impulse response of 
a square root raised cosine filter with an a of 0,35, Notice 
that this impulse response does not have nulls at symbol 
decision points. This indicates that there will be intersym- 
bol interference for this filter characteristic. The intersym- 
bol interference problem is rectified because the receiver 
has another square root raised cosine filter. When the trans- 
milted data is filtered by the receiver's square root raised 
cosine filter, the received data should have nc intersymbol 
interference. This is the filter arrangement chosen for the 
NADMCS. Fig. 1 1 shows a better comparison of the impulse 
response of the raised cosine and square root raised cosine 
filters* 



TecpSton points are I ha times whten the RF data isctefnoauialedtodetermriethet'ari&mjtTBd 
Oala. Tha Inlegef vaiues aJong the abscissas in Fig& 8 and 9 represenl decision poinls. 
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Rg. 8. Raised cosine filter aharacterls ties . (a) Sys tern transfer 

function for several values of a, The a = roll-off 's the 
minimum bandwfdlh case, (b) System impulse response. 



68 HEWLETT-PACKARD JOURNAL ARftfL 1991 



)Copr. 1949-1998 Hewlett-Packard Co. 



E 




3 4 5 6 7 
Number Oi Symbols 



10 



Fig. 9. tmfiuise response of a /"a/secf cosfne fitter with an a 
of 35. 

Filtered -/4 DQPSK Modulation 

The HP 11846A generates a square root raised cosine 
filtered I^Q output using an FIR [finite impulse response} 
type of digital filter. The HP 11846A implementation uses 
a ROM-based FIR filter, which allows a fairly simple hard- 
ware design. The block diagram of a conventional ROM- 
based filter for 7r/4 DQPSK is shown in Fig, 12. The incom- 
ing data bits axe input to the serial4o-parallel converter 
which separates the first and second bit of each sj^mbo! 
into separate data paths. The synnboi data is then differen- 
tially encoded and enters a shift register. The length of the 
shift register is determined by the FIR filter length. In the 
case of the HP 11 84(5 A, the FIR filter length is eight, making 
the output of the shift registers eight-bit parallel data. Out- 
puts from both shift register banks are applied to the ROM 
address lines, giving 16 address bits. The ROMs perform a 
convolution of the input data with the filter's impulse re- 
sponse to produce the 1-Q output data. The box an page 
71 provides more detail about the ROMs^ convolution op- 
eration. 

The HP 1 184 6 A updates the 1-Q outputs at a rate 1 6 times 
the NADMCS symbol rate. This allows the HP 11 846 A to 



generate a smooth I-Q trajectory between symbol decision 
points* whicdi is necessary lo control unwanted spectral 
ene^g%^ For 16 subintervals per symboh four address bits 
are required to be presented to the ROM address line. Add- 
ing tlie 16 address bits mentioned above, this implies a 
total ROM address space of 20 b!ts, or IM bytes of address 
space. For 16-bit -output ROMs, this impJies 16M bytes of 
storage for both the 1 and Q RO^ls. for a total of 32M bytes 
of ROM storage. This amount of ROM was impractical, so a 
different approach to a ROM-based filter was implemented. 
Fig, 13 shows the filter block diagram used in the HP 
11846A. The key difference is that the I and Q ROMs have 
been replaced by cosine and sine ROMs, The I and Q out- 
puts are now generated by an addition and subtraction of 
the sine and cosine ROM data. The key to being able to 
use this type of approach was recognizing that ttI4 DQPSK 
can be generated from DQPSK by a 45-degree rotation every 
s\miboL By using a coordinate transformation technique, 
the 1 and Q outputs are broken down into their cosine and 
sine components (see the box on page 71). The result is 
that the address bits required for any of the ROMs in this 
implementation are: 



Number of Bits 

8 
3 

4 



Description 

Bits from shift register, either 
the first or second bit per symboL 
Bit counter. This counts the 
45-degree rotation modulo 8, 
Sub interval counter. 



The number of address bits to any given ROM is therefore 
15. In this implementation, four ROMs [two ROMs lor the 
I channel and two ROMs for the Q channel) are required, 
compared to the two ROMs in the conventional filter 
implementation. The overall result is a reduction by a factor 
of it>* in the memory required to implement the FIR filter. 
This reduction of memory not only saves cost, but signifi- 
cant printed circuit board area. In additiout since all of the 

'2-' bits ol addrees spa&e tor it\e donvumiofiat' approach versus 3^^ bits (S^^ >; 2) of 
aadress spate tar th? HP approaci*! 
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Fig. 11* Comparison ot raisea cosine and square root raised 
cosine filter with a. = 0.35. 
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Fig, 12. S/oc/< diagram of a con- 
ventfonai ROM-based FIR fllt&r for 
^4 DQPSK. 
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filter information is stored in ROM, as new communicalion 
systems come on line, potentially with different filter 
characteristics, only a ROM change is required to meet the 
needs of these systems. 

Measurement Specifications 

The 77/4 DQPSK modulation ibrmat required a new 
method for measuring modulation accuracy. In conven- 
tional analog modulation, FM for instance, the figures of 
merit are di^stortion nnd deviation- Therefore, if the devia- 
tion, rate, and distortion can be precisely tneasured. the 
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FJg, 14. t-Q diagram showing the parameteTS used to com- 
pute Ihn vector error. 



Outpui 



Fig, 13. HP 11 846 A ROM-based 
FIR filter btock diagram. 

transmitter is accurately characteri^ied. 

In digital modulation systems, such as the NADMCS. 
phase accuracy at the decision points is the main figure of 
merit. However, since ^/4 DQPSK is not a constant-ampli- 
tude system, both the amplitude accuracy and the phase 
accuracy are important. The TR 45.3 committee has recom- 
mended that this modulation be measured in terms of mag- 
nitude of vector error, In an 1-Q diagram, tlie vector error 
is measured by plotting the desired decision point and the 
measured value at the decision point < The vector error is 
computed by measuring the vector length between the two 
points [see Fig, 14]. hi the NADVICS, the phase of the vector 
error is not deemed to be important, but only the magnitude 
of the vector. The HP 11846A has typicaliy less than 1% 
vector error magnitude for its I-Q outputs* This compares 
with the NADMCS system modulation accuracy specifica- 
tion of less than 12,5%, 

Conctusion 

The HP 1 1846 A provides a highly accurate and efficient 
implenientation of — /4 DQPSK modulation. This I-Q source 
can be used to verify the performance of the new- Nj'VDMCS 
radio receivers. The HP 11B47A analysis softw^are allows 
characterization of the NADMCS transmitters for modula- 
tion accuracy. Additional test equipment is required to 
characterize NADMCS radios hilly, but these two products 
test the heart of this new system. The NADMCS system 
provides almost a six-to-one improvement in capacity over 
the current analog AMPS cellular system. Because of the 
increased spectral use. digital modulation formats such as 

(cantmued on page 72} 
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HP 11846 A Filtering Technique 



The impiemenmiu. ^ - digital filtering scheme for the HP 
lie4€A is shown in me detaiied bfcx;*^ dJagram shown in Rg, 1. 
The inpur bit stream a^ for the U S calluiaf system is at 48.6 
kbits/s. The rrfA DQPSK modulation has two tjrts'symbol. so the 
seriaMO'pafailel block separates the first and second bits The 
differential encoder block perlorms phase rotations of the input 
symbol relative to the currem phase state The differential 
encoder block is implemented for DQPSK modulation, not -/4 
DQPSK modulation- Transfer to unit circle is a scaling operation 
thai translates the 1-0 phase states to a tjnit circle Before the 
phase rotation bJock the modulation is striclty DQPSK and after 
phase rotation it becomes irf4 DQPSK modulation. The final oper- 
ation is to take the desired filter characleristic. which is a square 
root raised cosine filter, convolve the input data with the filter 
impulse response, and generate the desired I and Q outputs 

To help understand the symmetry used for Ihis modulation 
format, refer to Table I on page 67 which compares the effect on 
a given input symbol for the two modulation formats Related to 
regular DQPSK. the n^A shift represents a coordinate shift of ttiA 
radians every symbol period. This rotation is described as a 
modulo 8 characteristic, since after eight symbols the 7rf4 shifts 
have increased the phase 360 degrees. 

To generate tt/A DQPSK. the following coordinate transforma- 
tion is performed on the DQPSK formatted data (C^; and D^, in 
Fig. 1). 

1,_ = CKCOs(k7T/4) - D^sin(k7r/4) 
Qk = C).sin(k7r/4) 4- DnCOSikirM). 

where C^.. and Di, represent the I and Q components of the DQPSK 



4 Bit Subinterval Counter (4 LSB s of ROM Address) 
3 Bit Counter for 45 Degree Rotation 



SfiflaMQ- 
Paralld 



modulation. L and Q^, represent the I and Q components of ^^ 
13QPSK modulation. an<l k repfesents the kth symbol These two 
equations stx3w a rotation of -^4 radians per symbol The argu- 
ment kii^4 repeats every esgtn symbols, since at tfm point a 
rotation of 2-u radians has occurred 

Generating ROM Lookup DbIb 

To generate me ROM lookup data and thus the desired output 
data, the input data must be convolved with the impulse response 
of the desired filter. A standard equation for thjs process is: 



Y(n) - I,X{k)h(n-k). 



- X s k ^ ^, 



where X(k) Is thediscrete data input stream, h(n - k) is the impulse 
response of the desired filler, and Y(n) is the output at the time 
of the nth sample. 

For the following discussion g(t) represents the square root 
raised cosine impulse response, which is the w'A DQPSK filler's 
impulse response A plot of this impulse response is shown jn 
Fig. 10 on page 69 Note that for convenience, the impulse re- 
sponse has been shifted in time to go from zero to the filler 
length. This choice prevents having any negative tjme represen- 
tations for the filter impulse response equations. Given this chojce 
the continuous time outputs for the t and Q channels are 

l(t) = SJ,g(t-kT) 
Q{1) -l,.Qkg(l-f<T), 

where T is the sample time and k is the kth element of U or 0^^ 
Substiiuting in the expressions for the coordinate ifansformation 
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' The length of the sehat'lo-parallel shift register Is 
deiermin&d by the FIR filter length 

* These functions are contained in the ROM Block 

Fig. ^, HP 1 1846A detaHBd block diagram 
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from DQPSK to ^4 DQPSK yields; 

Kt) - T C,Gos(ktr/4)g{t-kT) - V D^,sin{kTr/4)g(! - kT) 

Q(t) ^ T C,,sin(k'iT/4)g(t-kT) + S Dt,GOs(k7T/4)g{t - kT) 

w?iere k = {UT-L-i- ]) ^ k ^ (t/T) and L fs the length of the filler 
response in symbols. 

When these limits of summation are referred to the impulse 
response then g{i - kT) has limits of g((L - 1 )T] to g(0) These 
Nmits agree wdh Fig 1 0, which has the impulse response defined 
from to L. From these equations, we can determine the minimum 
information needed to compute the 1 and filter outputs. The 
mformation needed is: 

■ The time relative to the ^ast data symboJ clock time (i.e,, the 
subinterval position with each data bit) 

■ The past L data bfts. Cn.Cf,_T Cr,^L-i. snd Dp^D^.^, ..„ 

%-i ^ 

■ ktHA modulo (2n). 

If we let t = ti + nT, < li < T. the resolution of t is determined 

by the desired number of subinrervals that should be computed. 
In the case of the HP 1 1 B46A, we chose to implement 16 subin- 
tervals per symbol The benefit of computing subinterval points 
is that the phase transition between symbol intervals can be 
smoothed and the spectral energy controlled Sixteen submter- 
vals has proven to allow a very smooth transition between symbol 
phase states, 

With the above defin<tion for t,, we can state the following for 
the first term of l(t}, 

UiU) = ^^n rr,cos({n-mW4)g(ti -+■ ml), 

summed over m = to m = L - 1 . 
The information needed to compute this term includes: 

■ tt, which is the time from the most recent data symbol occurring 
at t = nT. Since we are using 16 subintervals, four bits are 



required for the lookup ROM address. 

■ Cn, which IS the most recent input bit Cn-L-t 'S the input bit 
the farthest m the past We are using a total of L values of 
Cn-m in this computation. 

■ n, which is the input bit counter Since cos((n--m)7T/4) has a 
period of eight, the rnput bit counter can be counted modulo 
8. This impNes that three address bits are required for the 
ROM address. 

The HP 1 1 846A uses 1 6 subintervals and a filter length of 
eight, which results In requiring 15 address bits for the lookup 
ROMs. 

From the above discussion, the final design equations for the 
lookup ROMs are: 



lOi) = XCn-mCOS((n-m)77/4)g(ti + ml) 



m^L-1 



^ ^ D^^sin«n-m)i7r4)g(ti + mT) 

^ = 1-1 

0{\,}= % a,.«,sln((n-m)77y4)g(t, + mT) 



m^O 



+ ^ Dn-mC0S((n-m)r/4)g(tt -^ mT), 



where t, = t - nl and nT < t < {n + 1 )T. T is the symbol period 

and n is a bit counter. 

The sine and cosine ROMs shown in Fig. 1 contain the summa- 
t(on terms for the I and O equations deschbed above. 



the NADMCS system will be the comniuni cation systems 
ot choice tor the future. 
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Measuring the Modulation Accuracy 
of 7r/4 DQPSK Signals for Digital 
Cellular Transmitters 

Using digital signal processing techniques, this software 
accurately verifies the RF performance of digital cellular 
transmitters conforming to the North American Dual-Mode 
Cellular System standard. 

by RaymoiTd A. Birgenheier 



THE HP 11847A 7r/4 DQPSK modulation measure- 
ment software performs accurate verification of the 
RF performance of cellular transmitters conforming 
to the standard for the North American Dual -Mode Cellular 
System (NADMCS]. The standard was prepared by the TR 
45.3 subcommittee of the Electronic Industries Association 
and Telecommunications Indu*ilries Association (El A/ 
TIA). Included in the standard are specifications for the 
maximum carrier frequency error and the modulation accu- 
racy of the transmitter. The modulation accuracy is charac- 
terized by the rms error vector magnitude averaged over 
the detection decision points of a burst. The error vector 
magnitude is the phasor difference as a function of time 
between an ideal reference signal and the measured trans- 
mitter signal after it has been compensated in timing, 
amplitude, frequency, phase, and dc offset (see Fig. 1 ). The 
rms error over a single burst and the first ten symbols of 
ten consecutive bursts emitted within a one-minute inter- 
val are also specified in the standard. 

The HP 11847A software uses digital signal processing 
techniques to measure carrier frequency error, modulation 
phase and amplitude error, and error vector magnitude. In 
addition, it generates valuable graphs of the demodulated 
signaL These graphs include I-Q diagrams, phase and 
amplitude graphs, phase- and ampiitude-errar graphs, and 
the error vector magnitude graph. Other supplied measure- 
ments include measurements of TDM A (time-division mul- 
tiple-access) amplitude characteristics and FFT measure- 
ments of the error vector data. 

This article provides an overview of the HP 11 847 A mea- 
surement system and the signal processing techniques used 
to demodulate RF signals, recover the data, and measure 
the modulation accuracy of the signal under test. 

Measurement Method 

The method used in the HP 1 1 847 A measurement system 
to measure the frequency error and error vector magnitude 
with a measurement error very small compared to the error 
specification of the transmitter consists of the following 
steps. 

1 , An internal reference signal is established by detecting 
data from the transmitter signal under test. 



2. The parameters of the transmitter signal are estimated 
and used to compensate Uie transmitter signal. 

3. The in-phase (1) and quadrature (Q) components ond 
the magnitude and phase are calculated as functions of 
time for both the reference signal and the transmitter signal 
under test, 

4. The in-phase and quadrature components of the refer- 
ence signal and the signal under test are compared to deter- 
mine the error vector magnitude as a function ot time. 

This method also compares phase and magnitude func- 
tions of the reference signal and the signal under test to 
determine phase and magnitude errors as a function of 
time. From the error functions, the rms values of the mag- 
nitude error, phase error, and error vector magnitude are 
calculated. 

To generate an estimate of the ideal reference signal, the 
data sequence over the signal burst must he detected, and 
!o compensate the transmitter signal, the signal parameiers 
of the transmitter must be estimated. The parameters 
required are the transmitted signal's clock delay, carrier 
frequency, carrier phase, amplitude scale factor, amplitude 
droop factor, and I-Q origin offset.* These six parameters 

*The ampHitLjda droop facfor «$ (he mte ot decay in tine magf^itude of the $\gna] burst in 
;jnit$ at dB per symbO< \-Q ofigm otfsel is a dC OtfseS caused by carrrer feedth rough 



Magnitude Error 



Error Vector 




Fig. 1, A repfesentation of the error vector, which is the 
phasor difference as a function of time betweer] the measured 
transmitter signal and an idea! reference signai. 
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are estimated by finding values that minimize the niis error 
vector magnitude averaged over the decision points of a 
bursts 

System Overview 

Tlie block diagram of the hardware portion of the HP 
11 847 A measLjrement system is shown in Fig. 2. Shown is 
the HP 7091 2 A/B down-converter fed by a local oscillator 
such as an HP 86fifiB synthesized signal generator, which 
dew n-t:on verts the transmitter signal under test to a 220- 
kHz IF signal. This IF signal is digitized by the HP 707OQA 
digitizer and fed to an HP 9000 Series 300 compuler in 
which the signal processing algorithms described in this 
paper are executed. The output of the signal processor can 
be displayed on the CRT monitor of the computer or output 
to a printer. 

The signal processing system flow diagram is shown in 
Fig. 3, The input to the flow diagram is a discrete-time IF 
signal derived from the transmitter signal under test. The 
transmitter signal is down-converted and digitized to pro- 
duce the discrete-time signal fed through the IF bandpass 
filter [Q in Fig. 3). The purpose of the IF bandpass filter 
is to eliminate harmonics of the IF signal that may be pro- 
duced when the transmitter signal is down-converted, and 
to reduce quantization noise created by the digitization 
process. A significant reduction in quanltijation noise is 
realized by initially sampling the IF signal at a high rate 
(^ 41. 15 times the symbol rate specified for US- digital 
cellular radios]. The .sampling rate then is reduced by a 
factor of four from the input to the outpul of the LF bandpass 
filter. 

The clock delay, which is the time interval from the firs! 
sample from the IF bandpass filter lo the leading edge of 
the first full symbol interval following this first sample^ is 
estimated in the clock-delay estimator©. In the clock-delay 
estimator, the modulated IF signal from the output of the 
IF bandpass filter is squared to produce a signal component 
at a frequency equal to the symbol ctock rate. This squared 
IF signal is then fed through an FIR bandpass filter that is 
tuned to the symbol rate. The phase of tlie signal at the 
output of this filter provides a very accurate estimate of 
the symbol clock delay. 

After the clock delay, r, has been estimated, the IF signal 
is resampled by a Nyquist interpolation fitter ®, The 
purpose of resampling is to provide an integral number of 
samples per symbol Interval and to provide samples pre- 



Fig. 2. The modufatfon measure- 
ment system hardware block dia- 
gram, 

cisely at the detection decision points. To minimize the 
amount of arithmetic necessary followring the resampler, 
and to minimize signal processing errors that contribute 
to measurement inaccuracy, a rate of five samples per sym- 
bol was chosen for the res ampler. 

The output of the resampler provides the basic discrete- 
time IF signal used by the remainder of the signal processor. 
The uncertainty of the symbol clock phase has been removed 
so that these samples occur at a rate of five samples per 
symbol with every fifth sample accurately located at a 
detention decision point in time. 

Three Passes 

Following the resampler. the signal processing functions 
are performed in three passes. To understand the need for 
multiple passes, consider the signal originating at the trans- 
mitter. This signal passes through a square root raised 
cosine filter in the transmitter and, for a matched receiver. 
It passes through another square root raised cosine filter 
in the receiver. The cascading of the two square root raised 
cosine filters produces the Nyquist frequency response 
necessary to avoid intersymbol interference. To perform 
square root raised cosine filtering, the receiver must know 
the precise frequency of the transmitter. In the signal pro- 
cessor described here, the data Is detected and the param- 
eters of the transmitter signal are estimated in the first pass 
during which noncoherent processing of the IF signal at 
the output of the resampler is performed. The initial esti- 
mates obtained in the first pass are used in the second pass 
to perform coherent baseband processing. 

In the second pass, the IF signal is coherently down-con* 
verted to in-phase and quadrature baseband signals which 
are pa.ssed tlirough square root raised cosine filters. The 
.square root raised cosine filtered signals are used again to 
detect data and obtain refined estimates of the signal param- 
eters. The detected data from the two passes is compared 
for consistency, A difference implies bit detection errors. 
Ihe detected hi Is are used to generate an ideal reference 
signal, and the refined estimates of signal parameters are 
used to correct the I-Q origin offset, carrier frequency and 
phase, and amplitude scale and droop factors of the signal 
under test. The compensated signal under test and die refer- 
ence signals are compared to obtain measurements of rms 
magnitude and phase errors and rms error vector mag- 
nitude. 

During pass 2 only one sampled value per symbol at the 
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Rg. 3. The HP 1 1847 A signal pro- 
aessing fiow diagram. 



decision poinls is used. This provides measurements of 
carder frequency error and error vector magnitude in a 
minimum amount of time. Detailed plots of various signals 
as a function of time over tlie duration of n burst are calcu- 
lated in the third pass using up to 20 points per symboL 
In addition, Fourier transforms of various signals can be 
computed in the third pass. 

Pass 1. The first pass begins after the signal under test has 
been rosampled to produce an IF signal with five sample.'; 
per symbol and samples located at the detection decision 
points. In the discussion that follows, the discrete time 
variable, k, is the sample number after the clock delay. 
Relative to the time instant at which the first time sample 
in taken by the digitizer, time is given in units of symbol 
intervals as: 

time = clock delay -^ 0.2k- 

After resampling is complete, the signal is fed through 
a Hilbert transformer ® to provide the quadrature compo- 
nents of the signal. From the in-phase component, l(k), and 
the quadrature component. Q(k], the magnitude 

a(k} = vTik] + Q^(k] 



and the phase 



e(k) = tan(Q[§ 



- a^k. 



where Oi is the nominal IF frequency, are computed in 
the data phaser ®, The difference in phase 0{k] - 9{k-5) 
is used in the data detector © to detect the data symbols as 
showm in Table 1. 

Table I 
Phase Difference and Detected Symbols 



^k] 


- e{k-5] 


Detected symbols 


0^ 


to 90" 





90" 


to 150^ 


1 


-90° 


to 0^ 


1 


'180'" 


to -90" 


1 1 



After the data bits are detected, they are correlated with 
a unique Z8-bit svmchronization word in the synchronizer 
© to establish the interval of the burst over which the 
measurements are to he made. The synchronizer establishes 
the beginning of the sequence of detected bits to be used 
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in calculating the reference signals. 

After the timing reference has been established and the 
data hits are detected* symbols are generated in the symt^ol 
generator ®. The symbol generator performs the serial - 
to-parallel conversion and differential encoding and map- 
ping to a circle necessary to convert a serial data stream 
to symbols that drive a qnadratnre modulator to generate 
the 7r/4 DQPSK modulated reference signal (see the article 
on page 6B far a description of how a w/4 DQPSK signal 
is generated). The symbol generator provides the input to 
the reference signal generator (g) in which the square root 
raised cosine reference amplitude arf.f(k] and reference 
phase ^r^,i(k) are calculated, a^f^ffk) and B^^f{k] and the 
amplitude a(k) and the phase ^k] of the signal under test 
are the inputs to the parameter estimator @, which calcu- 
lates estimates of the transmitter amplitude scale factor A^,, 
phase B^, frequency error O^. 1 -component offset !„, Q-com- 
ponent offset Q„, and amplitude drnop factor tr^j. 

The parameter estimator determines the optimal values 
of A^p B^^, n^^, l^^, Q^, and cr^ to minimize the mean-square 
error vector magnitude, which is 



€^-S|A,a(k)e 
k 



where 



,,k-i[aok + flo - fi(k)j_g 



Bo = L ^ jQo- 



er{k)e 



iA,frik(|2 



[1) 



(2) 



The optimal values of the parameters can be found to a 
very good approximation by nummizing: 



€" = V a(k)a,,rfk)e^^N[lnA, + tj„k + Ina(k) - lna,,f(klp 

k 

+ (^k)-^,,f{k)-n,k-s,f} 



(3) 



with respect to A^. fr^,, ^„, and O,,. After the parameter 
values that minimize are found, I^, and Q,, are calculated 
using the equatSons: 



^^^ -^X^^-^I^J^"'^^°^'^o^+ ^0 - ^(k)] - a,,,(k)cosfl,,f(k)} 



N 



and 



(4) 



k (5) 

where N is the number of decision points. 

In the event that the I-Q origin offset is large, an offset 
as given by equations 4 and 5 is removed from the output 
of the resampler. If this is required, then pass 1 is repeated 
with the process returning to the input of the Hilbert trans- 
former, repeating the calculations in blocks five through 
ten of Fig. 2. For very large l-Q origin offsets it may be 
necessary to repeat pass 1 several times to ensure reliable 
estimates of the optimal parameter values by minimizing 
equation 3. 



HP lie4 7A MEASUREMENT RESULTS? Single Burst Error Vector Magnitude Test 
COMMENTS: 



Captured peak signal level at digitizer input was approximately -4,94 dBn 
Clock delay -,066 symbol intGrvals from first time sample 

DEMODULATED DATA IS; 



1 11 21 31 41 51 

0000000000 0000000001 0001111011 1101100110 0000000000 QOOOOOOOOO 

61 71 81 91 101 111 

0000000010 1011001100 lOlOOOlIlO 1010100100 0101100111 0010110100 

121 131 141 151 161 171 

1110101000 0101011110 lOOOOOOllO lOOOlOOOOl IIOOIOOOOI 1111000011 

181 191 201 211 221 231 

0100011100 1000010100 OOOOlOllOl OlOlOOOllO OOlllOllll 1100111000 

241 251 261 271 2S1 291 

1010111000 0100111011 OOlllOOOOO 0001010000 1010010100 OOlOlllOll 

5i>l 33.1 321 

0111011110 1100 

Burst Amplitude Droop = -.0001 dB per Symbol 

Carrier Frequency Error = -4,794 Hz 

I/Q Origin Offset (carrier feedthrough) = -39.76 dB 

TEST RESULTS 

Magnitude error = *792 percent RMS at decision points 

Phase error = *44 4 degrees R|<S at decision points 

Error Vector magnitude = I.IOB percent RMS at decision points 



Fig. 4. A printout of HP 1W47A 
measursment result s. 
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Rg, 5. HP 1ia47>^ p/ofs of fa) a 
spectrum for a 220-kHz IF signal 
and (b) a spectrum for a SO-kHz 
IF signai. 
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Pass 2. After optima I signal parameters have been estimated 
in pass 1, the signal processor proceeds to pass 2. The first 
step in pass 2 is the baseband conversion of the IF signal 
to be measured at the output of the resampler. Baseband 
conversion is performed in blocks eleven through fourteen 
of Fig. 2 in which coherent local oscillator signals 
© given as: 



snd 



-A^e"oJ=sin[ar + n,)k+&J 



(6) 
(7) 



are multiplied @ with the output signal from the resam- 
pler. !„ and Q,, die then subtracted® from these products 
to compensate for the I-Q origin offset . The resulting signals 
are passed through square root raised cosine filters ©to 
produce in-phase and quadrature components of the trans- 
mitter signal under test. The outputs of the filters are the 
baseband signal components representing the transmitter 
signal after it is coherently down-converted to baseband, 
scaled in amplitude by A^,, compensated for amplitude 
droop by the factor e"^^^, corrected for 1-Q origin offset (re- 
sidual I-Q origin offset remaining after pass 1) bv subtract- 
ing I^j and Qf^, and then passed through the square root 
raised cosine filters. At this point, l(k) and Q(k) are the 
baseband components of the compensated transmitter sig- 
nal wdth full Nyquist filtering. The full Nyquist filtering is 
a result of cascading a square root raised cosine fiher in 
the transmilter wUh the square root raised cosine filter @ 
in the receiver as mentioned before. 
The next step in pass 2 is the calculation of the magnitude 



and phase of the baseband signal at the detection decision 
points in the data phaser. The binary data is again detected 
from the phase difference ^(k) - ^(k-5) for the baseband 
signal according to Table I, and then compared to the binary 
data detected during pass 1, If there are no differences in 
the detected bits from the first and second passes, then the 
next step is the generation of Nyquist reference signals in 
the reference signal generator @. In the event there are 
differences in the detected bits, synchronization and sym- 
bol generation are repeated in blocks © and (e) before the 
Nyquist reference signals are generated. 

During pass 2 the reference signal generator calculates 
the amplitude ar^/(k), phase Prpf(kJ. in-phase component 
I^f.f[k), and quadrature component 0^,^^ of the Nyquist 
reference signal, a^^^k], ^r^fft) and the magnitude and 
phase, a(k] and ^(k), of the Nyquist baseband signal under 
test provide the input to the parameter estimator@ to cal- 
culate refined estimates of the transmitter signal parameters 
as given in equations 1 to 5. The refined estimates of the 
signal parameters are used in the baseband converter 
(blocks to (R)) to recalculate the in-phase and quadra- 
ture components. l(k] and Q[k), of the baseband signal The 
signal components obtained from pass 2 are then used to 
calculate the error vector magnitude as a function of time 
using: 



^ (^) = V[Uk)-I,,f(k)l^ + [Q(kl-a.iWr 



m 



and the rms value of the error vector magnitude averaged 
over the decision points is computed using: 
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Fig. 6. .4 lypicsl HP V847A plot 
of the spectrum of a stgnaf that 
has bGGn down-converted and 
parsed through a square root 
rwsed cosine filter. 
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= V(l/N£€nk) 



19) 



The magnitude and phase errors and the rms \^alues of 
these errors are computed using equations similar to equ- 
ations 8 and 9. 

Pass 3* The signal processing may conclude with the com- 
pletion of pass 2 when the rms errors are the only desired 
outputs. When waveforms as a function of time or mag- 
nitude spectra of waveforms are desired, the processor pro- 
ceeds to pass 3. In pass 3 the operator selects the number 
of points per symbol [1, 2. 4, S, 10, or 20 points) at which 
the waveforms will be calculated. The processor then pro- 
ceeds to compute signal components for the baseband sig- 
nal under test and the reference signal for the number of 
points selected. From these signal components it is possible 
to obtain plots of eye diagrams, l-Q diagrams, niagnitudet 
magnitude error and droop in dB, phase, phase and fre- 
quency error, magnitude error, and error vector magnilude. 
In addition the processor has an FFT routine that allows 
the computation and display of the spectra of the IF signals, 
the square root raised cosine filtered baseband signal, and 
the %^ector error. 



Typical Output Plots 

Figs. 4 to 9 show typical outputs from the HP 11 847 A 
measurement system. Pig, 4 presents a summary of the 
measurement results for a single burst of 157 symbols. 
Listed are the peak signal level at the digilizer input and 
the clock delay relative to the first time sample. The other 
measurement results summarized in Fig. 4 are the detected 
data bitSt burst amplitude droop rate^ carrier frequency 
error, l-Q origin offset and rms values of the magnitude 
error, phase error, and error vector magnitude averaged 
over the detection decision points of the burst, 

Fig. 5 presents typical spectra of the IF signals, Fig. 5a 
shows the spectrum of the 220-kH^ IF signal wdiich is the 
signal fed from the digitii^er iu the signal processor shown 
in Fig. 3. This signal is sampled at a rate of 1 megasample 
per second so the entire spectrum up to the folding fi'e- 
quency is presented. The 220-kHz IF signal is fed through 
a bandpass filter [Q in Fig- 3) and resampled at a rate of 
250 kilosamples per second to produce a 30-kHz IF signaK 
The 30-kHz signal is resampled again by the resampler [@ 
in Fig. 3) at a sampling rate of five samples per symbol, 
which is a rate of 121,5 kilosamples per second for U.S. 
digital cellular radios. A typical plot of the spectrum of a 
30-kHz IF signal is presented in Fig. 5, 

Y\fter a coherent local oscillator has been established by 
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Fig. 7. A typical tt/4 DQPSK I-O 
diagram. 
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the signal processor, the 30-kHz IF signal is down-con- 
verted to baseband and passed through square root raised 
cosine low-pass fihers in the baseband converter [0 
through © in Fig. 3), A typical plot of the spectrum ot the 
square root raised cosine filtered baseband signal is pre- 
sented in Fig. 6. The tight tolerances on the square root 
raised cosine filter arc evident from the low sidelobes seen 
by comparing Figure 6 to Fig, Sb. 

Fig. 7 shows a typical plot of the quadrature components 
Oil), of the transmitter signal plotted against the in~phasc 
component, 1(1). For the -/4 DQPSK signal there are eight 
constellation points equally spaced 45 degrees apart. Ide- 
ally, the transmitter signal should pass precisely through 
the constellation points, if it does not, then this is an indi- 
cation of intersymbol interference introduced by naodula- 
tion errors of the transmitter. 

Another indication of transmitter errors that would give 
rise to intersymbol interference can be seen from the eye 
diagrams. Fig. 8 shows a typical l-channel eye diagram. At 
the detection decision points, which are integer values on 
the time axis of Fig, 8. the I-channel signal should have 
precisely one of the five values seen on the diagram. Any 
deviation from this condition is indicative of intersymbol 
interference introduced by modulation errors of the trans- 
mitter. 

Figs. 9a to 9d show magnitude error, phase error, and 
error vector magnitude as a function of time. The vertical 
bars which are most obvious on the error vector magnitude 
plot in Fig. 9c show the errors at the detection decision 
points. It is only the errors at these decision points that 



are used in the calculation of the rms errors presented in 
Fig. 4. A feature of the software allows the user to zoom 
in on any of the time plots to examine a particular anomaly 
more carefully, as shown in Fig, 9d* 
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Fig. 9. HP 1 1847 A plots (a) mag- 
nitude error and (b) phase error. 
(Fig. 9 conlinued on next page.) 
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A Test Verification Tool for C and C ++ 
Programs 

The HP Branch Validator provides an automated tool that 
enables software developers to test and verify the branch 
coverage of their modutes as they are created, 

by David L. Neuder 



SOFTWARE PRODUCT TESTING takes different 
forms throughout the software development cycle. 
Fig. 1 shows the opportunities for testing. The proj- 
ect schedule, the type of software product, and other factors 
determine whether testing is performed at every phase and 
how intense it is. Executable modules are usually tested, 
either individually (module-based testing) or collectively 
(integration testing), regardless of the type of software prod- 
uct. Module-based tests are wTitten at the same time the 
code is written and as such they tend to be more complete 
because of the developer*s immediate familiarity with the 
code. Properly constructed module tests can be very effec- 
tive in reducing undetected defects and side effects result- 
tug from code changes. The problem with module-based 
testing is that without some automated assistance , it is 
time-consumiug for developers to write the code to test 
every module, and it is difficult to measure the effective- 
ness of such testing.^ 

The HP Branch Validator is a software execution and 
test verification tool that uses branch analysis to assist and 
increase the effectiveness of module-based testing. It instru- 
ments G programs and validaies. in a Boolean manner, 
\vhich branches of a software application have been exe- 
cuted. Branches are defined as the paths after the decision 
points in the code. Each of the various paths after a decision 
point becomes a branch of the application. The HP Branch 
Validator determines if these branches have executed at 
least once. Fig. 2 illustrates branches after decision points 
of program flow. 

The HP Branch Validator makes use of the Encap- 
sulator^'^ to provide a friendly window interface which 
speeds up the process of analy>^ing branch coverage results. 
This interface allows the HP Branch Validator to be run as 
a stand-alone product or as an integrated member of the 
Softbench environment.^ hi addition, the HP Branch Val- 
idator can be used in a command -line interface to produce 
branch coverage reports similar to the Soft Bench reports. 
This second interface is valuable for the customer who 
desires to run the HP Branch Validator on a terminal. 

The native and embedded versions of the HP Branch 
Validator are hosted on flP 9000 Series 300, 400, and 800 
computer systems. The embedded version support .s AxLS 
C language for embedded microprocessor development ap- 
plications. The native version supports both HP-UX C and 
C+ + . 

The HP Branch Validator is designed to work on C pro- 



grams. For it to work with C++ programs, the C++ files 
must be compiled to C files and then the HP Branch Val- 
idator can be run on the C files. Choosing the appropriate 
options with the C+ + compiler allows this com pile process 
from C++ file to object files to occur in one .step. The 
results obtained will reflect back to the original C+ + 
source files- 

The HP Branch Validator consists of three components: 
The HP Branch Validator preprocessor, the HP Branch Val- 



^Ger>erate Te«t 

Cases Based on 

System 

Spec^lcations 




' Testing Related Activities 

I 1 Activities Where the 

Brant^h Validator 
Is Useful 



Project 
Release 



Maintenance 



Fig. 1 . Opportunities for testmg during the software develop- 
ment process. 
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r\ 
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Fig. 2. Decision points and branches in program flow. 

idator report generator, and the HP Branch Validator 
SoftBench interface. Fig. 3 illustrates the HP Branch Val- 
idator SoftBench interface* 

The Preprocessor 

The HP Branch Validator preprocessor replaces the C 
preprocessor (ANSI or non-ANSI] to instrument C or C+ + 
code for branch analysis. The preprocessor inserts array 
definitions and statements into the source file to record 
whit^h branches are executed in the file. In addition, the 
preprocessor generates a map file thai contains information 
necessary to map a specific brajich to an associated line in 
the source file. As an example of the operation of the pre- 
processor consider the following small source file. 

extern in1 goodbye: 

yousay (hello) 
int hello; 



goodbye) 
= hello + 3: 



if (hello = = 

goodbye 
else 

goodbye - heilo 



Instrumenting this file with the HP Branch Validator 
will yield the following intermediate file which is then 
compiled. 



1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

16 

16 

17 

18 

19 

20 

21 

22 

23 
24 
25 
26 
27 
28 
29 
30 
31 



static unsigned char _bA_arrayl3 
extern \ni goodbye; 

yousay(heUo) 
int hello; 
{ 
_bAu_array{0] = 1 :if (hello ^ ^ goodbye) 

{_bA^array[1 1 - 1 igoodbye =- hello + 3;} 
else 
{_bA_array[2] ^ 1 ;goodbye ^ hello - S;\ 



{OK 



struct . 



_bA=45robe_strucl_ { 

unsigned c^har insertprotocol; 
char mapsuftiK; 
char sourcemodtime[9]; 
unsigned char options[4]; 
unsigned int numentries: 
unsigned char ^dataarray; 
char *sourcepath; 



): 



struct _bA^_probe_struct bA_eybdoog_2omed_crs_ 

abb_tsetws_ ^ 
/' Branch Validator internal version V 

[ 6- 

/* Map file extension */ 

/* Date of compitation (encoded) */ 

{B\TrT. 'p'. ' '. 'g'. '^'' 'b'/p^l, 

/* Branch Validator compile options */ 

{0xa7, 0x05. 0x02, OxOO}, 
/' Number of branches '/ 



^ 



BBA 



BBA Actions Edit Settings Help 



Contejd: h pis d I n : /us r /h p 64 000 / d em o /b b a /de m o 2 / * 
File/Functfon: Next Previous Ignore Source 



Update 



Errors 



Perce n t Hi stog ra m_ 



_Function_ 



_Fiie_ 
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error 



,etkeyvaltie 



convert, c 
c onve rt . c 
driver, c 
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jfittltibits , 



SoftBencti - B8A 



- G 



Source of Function: getkey value in File; getkey.c 



Branch: |Next [Previous [ignore Add Pragma Clear Close 



51 

52 /* First test; il both horiz and vert are 0, just return 
(l) conditional of 'if' was iievei" TRUE 



if ( horiz = 0) m (vert = 0) ) 



returii(KEY_NONE); 



54 { 

5 5 

56 } 

57 

58 /* Second: if more than one key pressed^ return an error 

59 if (Ctwobits(horiz) [= 0) 



Fig, 3. The HP Branch Vaiidator 
in a SoftBench interfacB. 
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32 

33 
34 
35 
36 
37 



3. 

Pointer to Branch Array */ 

_bA^array, 

Path to this file '/ 

"/s wtest'bba/sro'd e mo2/good by e c", 



This intermediate file shows the additional statements 
that the HP Branch Validator preprocessor has added to 
the original source. These additional statements include a 
branch array (char_bA_array [3 j - {0}; defined on line 1), 
branch execution statements LbA_array [x] = 1; defined on 
lines 7, 8, and 10) and a branch validator structure. The 
branch array on line 1 records the branches thai have been 
executed. An array element is set to 1 when the correspond- 
ing branch is executed- The statements _bA^array[xl - 1 ; on 
lines 7. 8 and 10 set the appropriate elements of the branch 
array to 1 when they execute. Note that the branch state- 
ments are inserted so that they do not change the logic of 
the original program. The first statement on line 7 is used 
to record if this function is ever called. The statement on 
line 8 records whether the then part of the if coodilion exe- 
cutes. The statement on line 10 records whether the else 
part of the if condition executes. The preprocessor automat- 
icaliy includes the ] and } symbols to maintain the logic of 
the original program. The use of these simple assignment 
statements and the character branch array keeps the 
performance time and memory space intrusion per branch 
to a minimum (typically the time and memory increases 
will be less than 20%], Fhmlly on lines 1 3 to 36, the prepro- 
cessor adds a structure definition and a data structure for 
use by the HP Branch Validator report generator. This data 
structure records the date, filename, compile options, and 
a pointer to the branch array. This data structure will be 
dumped into a file at the appropriate time for processing 
by the report generator. The map file generated from this 
file is shown in Fig, 4. 

This map file contains the information needed to map 
branch array elements to the source text of the branch. 
Each branch array element is designated by a line denoted 
:probe. The numbers associated with each probe completely 
describe for each branch the type and scope of the branch, 
source line and column ranges of the branch, and source 
line and column ranges of the statements the branch con- 
trols. Lastly, each branch statement in this file contains 
the text that is used as the controlling statement for the 
branch. This text is used to determine if a branch should 
be ignored. 

The Two Preprocessors 

The IIP Branch Validator preprocessor is actually two 
preprocessors, which are called serially. The first prepro- 
cessor Is essentially an ANSI C preprocessor with a special 
option to improve source referencing. The special source 



referencing option provides information about how macros 
are expanded to the second preprocessor. As an example, 
consider the following macro definition and macro call; 

#deflne IF_GREATER_5_ SQUARE(a) if (a > 5) ( a - a ' a;} 
IF_GREATER_6„SQUARE(c); 

This results in the following code segment: 

"Aif(c>5){c- c^c;} " 8IF_GREATER_5_ SQUARE(c) ^C; 

The 'A^Band "C (control-A, B. and C) are used to de- 
termine column and line positions of the original macro 
source when a macro is called. This information is used 
to map the branches associated with a macro to the original 
macro text. The first preprocessor also adds line number 
information to help match the line numbers of the pro- 
cessed text to the original text. 

The second preprocessor parses the re.su Its of the first 
preprocessor. Using yacc and lex utilities, this second pre- 
processor interprets the file produced by the first prepro- 
cessor and adds the appropriate branch statements and 
array definitions. In addition, this second preprocessor gen- 
erates the map file which contains the information neces- 
sary to map a specific branch to an associated source file. 
The following source program is used to show how the 
preprocessors operate. 



1 

2 

3 

4 

5 

6 

7 

6 

9 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

25 

26 



, ' Sample function showing many types of branches 7 

#def(ne IF_GREATER_5_SQUARE(a) tf (a > 5) { a - a * a; } 

mainO 
{ 

int a = 0; 

int b = 0; 

int c = 0; 

/* If statement with an else *f 
if (a = = 0) 

else 
C + + ; 

'• If statement with no else */ 

if (b = = 0) 

b++; 

/* Switch statement with empty case, a case with fall-through 

execution, and a default */ 
switch (a) 
i 

case 0: 
case 1: b + +; 



: id Basis Branch Analysis Source Mapping File 

; protocol 6 

:optians 205A7 :cppver @{A.01.00 O30ct90) § 

: source /swtest/bba/src/demo2/goodbye, c ;inodtime BIjp^gMbp 

: probe 1100275 7 24 ictl 6 2 6 32 §if (hello == 

; probe 2 200295 9 24 ;ctl 6 2 6 22 ?if [hello == 

:probe 0000162 10 : f nane 3 3 12 @ycLisay§ 



goodbye) i 
goodbye) $ 



Fig. 4. An example of sn HP 
Branch Validator map fiio. 
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27 


break; 


26 


default: b + +; 


29 


) 


30 




31 


/' Switch statement with no default */ 


32 


switch (a) 


33 


\ 


34 


case Q: b + -H ; .'* non-empty, no fall-through '/ 


35 


break; 


m 


/* no default V 


37 


} 


33 




^ 


/' Whfle statement V 


40 


while (bi= 0) 


41 


b--; 


4a 




m 


/* For loop •/ 


m 


for (c = 0; c < b; c + + ) 


45 


b--; 


46 




47 


r Condltfona! assignment */ 


48 


C - (a = - 0) ? 123 :321; 


49 




50 


/' Do- while loop */ 


51 


do 


52 


b++: 


53 


while (b \= 0); 


54 




55 


r Macro conditional '/ 


56 


fF_GREATER_3_SQUARE{c); 


57 


\ 



1 

2 
3 
4 
5 
6 
7 
8 
9 
10 



The results of calling the first preprocessor would be: 

#prag ma C U RR E NT_DATE . 1 990, 06.12.12 ,45 , 54 

#1 "sample.c ■, 1 990.06. 1 2, 1 2.41 , 1 

'* Sample function showing many types of branches */ 



main() 

t 

int a = 0; 
int b = 0: 



Lines 1 1 through 55 are identical to fines 9 through 53 of the source file 



56 

57 /* Macro conditional */ 

58 'Aif(c>5)|c-c'c;} 

59 } 



BIF_GREATER_5_SQUARE(c) ^C; 



Note that except for A, B and "C, this would be similar 
to the results of calling the standard C preprocessor. The 
results of calling the second preprocessor (to instrument 
the source file for branch analysis) would be: 



1 

2 

3 

4 

5 

@ 

7 

6 

9 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

25 

26 

27 

28 

29 

30 

31 
32 
33 
34 
35 
36 
37 
38 

m 

40 
41 
42 

43 
44 
45 

46 
47 
48 
49 
50 
51 
52 

53 
54 
55 
56 
57 



# 1 "sample.c" 

static unsigned char _bA_array[20 ] = { }; 

static unsigned char Jt)A_temp_41 ] = { }; 

# 1 "sample.c ■ 

i'* Sample function showing many types of branches 7 



main() 
{ 

int a = 0; 

int b = 0; 

int c = 0; 

/' If statement with an else V 
_bA_arraytO] = 1 :it(a = = 0) 
{_bA_anay[1] = 1 ;b + -f ;} 
else 
{_bA^array[2] = 1 ;c ++ ;} 

r If statement with no etse V 

if (b - - 0) 

{_bA^array[3] - 1 :b + + "else _bA^array[4] - 1 : 

r Switch statement with empty case, a case with faii-througli 

execution, and a default * ' 
switch(a) 
( 

case 0; 

_tiA_array[5l - 1; goto _ bA_ switch_iabel_1_1;case ^:\ 
_bA_array[6] =- 1 _bA_swftch_iabei_ 1_1 ;b + + ; 

break; 
defauit: _bA_array[7] - 1 :_bA_ switch_iabei_1_2:b+ -H ; 
I 

r Switch statement witln no default 7 

swttch(a) 

I 

case 0: _bA_array[81 - 1 ^ bfi^ switch_iabei_1_3:b + + ; \ 

/* non-empty, no faii-through '/ 
break; 

f no default */ 
default:_bA_array[9] - 1;} 

/• While statement V 
_bA_temp_[0] = 0;while (b f= 0) 

{_bA_array[1 0] = 1 :_ bA_temp„[01 = 1 ;b - - ;} 
if(_bA_iemp_[0| = = 0)_ bA_ array[1 11 = 1 ; 

* For loop * / 

for (c - 0: c < b; _bA_array[12l=l,c++) 
(_bA^array[13] - 1 :b- - ;} 

." Conditional assignment */ 
c = (a - = 0) ? UbA_array[14]-1,i23) : 
UbA_array[15]^ 1.321); 

'* Do-while ioc^ '/ 
do 

b + ^; 
white ((b ! - 0)?(_bA^array[16] = 1,1):UbA^arrayIl71 = 1,0)); 
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§a 

59 /* Macro conditional */ 

eo it (c> 5) {_bA_array[ tS] - 1 ;c = c * c; else _bA^aiTay[1 9] = ^■,; 

61 _bA_label; _bA^dump(); 

62 {struct „bA^_probe_struct„ 

63 unsigned char insertprotocol; 

64 char mapsuffix; 

85 char sourc©modtime[9]; 

66 unsigned cfiar opftions[4]; 

67 unsigned int numentries; 
^ unsigned char 'dataarray; 

69 char 'sourcepath; 

70 }; 

71 struct _bA^_probe_struct_ 
_bA_elpmas_2omed_abb_om ed_D0046ph_rs ij_2_csid_ = 

72 /' Branch Validator internal version */ 

73 \ 6, 

74 r Map file extension V 

75 M; 

76 /* Date of compilation (encoded) */ 

77 {'BM, m\' \ h, F . 1", T. ' M. 
7fl iOxff, Oxff, 0x03. OxOOK 

79 /• Branch Validator Gorripile options */ 

80 20, 

81 /* IMumber of branches V 

82 _bA^array, 

83 /* Pointer to Branch Array *■ 

84 "/di sc .37, 2/ usr /hp64000.. demo/bba/d©mo2/sampl© .c"\ 

85 r Path to this file 7 

86 \; 

The second HP Branch VaHdator preprocessor does the 
following: 

■ Creates an array with one entry for each branch. Each 
entry in the array is initialized to 0. Line 2 shows that 
20 branch entries are initiahzed to 0^ 

■ For each branch that is located: 

n An array entry is assigned lo the branch, 
□ An assignment statement is ijiserted as the first execut- 
able statement within the branch. The assignment 
statement .sets the associated array entry to 1, showing 
that il was executed. Also, the assignment statement 
is inserted on the same line as the first executable 
statement so that debuggers can report the correct line 
numbers of the source statements. Line 17 shows that 
array element 1 is set when ihe true condition of the 
If (a = = 0) branch is executed. Line 19 shows that array 
element 2 is set when the false condition of the H (a 
= ^ 0) branch is executed, 
n An entry into a map file Is created for that array entry. 
The entry into the map file specifies what type of 
branch il is (e.g., an If statement or a for loop) and the 
associated line number and column numbers of the 
branch. 

■ At the end of the neipviy created source file an environ- 
ment data area is created on lines 62 through 85. This 
data prevents mismatching the map files, and allows 
changes in the source file to be monitored. The data area 
specifies the date of compilation, number of branches, 
and other parameters. 

m Finally* the second preprocessor inserts calls to a branch 



analysis dump routine. The dump routine (Hne 61] 
dumps the data contained in the data arrays to a dump 
file when the routine exits. An additional feature allows 
this dump routine to be called in response to an HP-UX 
system signal or before a specified routine. 
The second preprocessor will add branch analysis assign- 
ments for a variety of conditions, including; 

■ Functions. An array assignment is added as the first 
executable statement of a function. Line 16 shows that 
array element is set to 1 when the function is executed. 

■ If Statements* An array assignment is added as the first 
executable statement of the then part of any if statement* 

■ Else Statements. An array assignment is added as the 
first executable statement of the else part of any rf state- 
ment. Optionally t else conditions and array assignments 
can be added in the locations where else statements have 
not been written. 

■ While Statements. An array assignment is added as the 
first executable statement within any while loop. Optional 
tests can be performed to determine if a while loop always 
executes (never skipping the loop) or if a do-while loop is 
executed more than once. Lines 44 to 45 and 55 to 57 
illustrate the complete testing of the while loop. Note that 
the while loop on lines 44 to 4 B makes use of a temporary 
variable lo verify that the loop is sometimes skipped. 

■ For Statements, An array assignment is added as the first 
executable statement within any for loop. Optional tests 
can be performed to determine if the third statement of 
a for loop is ever executed. The third statement of a for 
loop may be skipped if the for loop contains a break or 
a return. 

■ Case and Default Statements. An array assignment is added 
as the first executable statement following a case or default 
statement within a switch statement. Optional tests can 
be added to detect if the code of a given case or default 
statement is executed because of fall-through from a 
higher-level case statement or a direct call to the 
specified case. In addition, cases with no defaults can 
detect the execution of a default by adding a default and 
observing if the default is ever executed (line 41). 

■ Conditional Assignments* Tw^o array assignments can be 
optionally added to detect when conditional assign- 
ments evaluate TRUE and FALSE. 

Additional features of the preprocessor qHow^ the user 
to exclude or ignore specified branches from analysis, or 
to alert the user if a particular branch is ever executed. The 
map file contains this information and will direct the report 
generator to take the appropriate actions when either of 
these conditions is found* All of these different measure- 
ments can be selected at compile time using command line 
options. 

After the HP Branch Validator's two preprocessors finish, 
the code is ready to be compiled with the standard C or 
ANSI C compiler. After compilation and linking in the HF 
Branch Validator dump utility (w^hich knoivs huw to dump 
the HP Branch Validator data of each file], the resulting 
executable is executed and run through a scries of tests. 
When the executable exits or is instructed to dump its data, 
it will generate a dump file. This file is interpreted by the 
report generator to generate summary and source level re- 
ports about the branch coverage results. 
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The Report Generator 

The HP Branch Validator report generator produces sum- 
mary reports that show the number and percent of branches 
executed or hit in each of the functions instrumented by 
the preprocessors, and source reports that provide informa- 
tion about the individual branches that are executed. The 
report generator uses the information stored in the branch 
arrays during program execution combined with the pre- 
processor-generated map files to produce its reports. A typ- 
ical summary report looks like: 



_m total % 



iA 



function 



8/ 


12(66.67) 


keyconvert 


6/ 


9(66.67) 


bitpos 


0/ 


1{ 0.00) 


error 


3/ 


5(60.00) 


getkeyvalue 


5/ 


7(71.43) 


Iwobits 



. file 

con vert, c 
convert .c 
driver, c 
getkey.c 
multibits.c 

22 out of 34 retained branches exeojted (64.71%) 

[ 23 branches were ignored ] 

In this example, the function keyconvert in file convert c 
had 66.67 percent of its branches executed or 8 out of 12. 
The total branch coverage was 64.71 percent or 22 out of 
34 branches for all five of these functions. Twenty-three 
branches were ignored during this analysis. 

The source report portion of the report generator presents 
information about the individual branches of a function 
that are not executed. The information presented includes 
the line number of the branch, the text of the branch, and 
information describing what part of the branch did not 
execute. A typical source report looks like: 

keyconveri convert.c 

(1) asndltional of "if was never TRUE 
36 - > tf (keycode > KEY_9) /* special case for key '/ 

(1) conditional of 1f' was never FALSE (no else' statement) 
44 -> if (horiz = = 1) 

(1 ) conditional of do white' was never TRUE 
49 "> while (horiz != 0); 



one indicated as not executed. The number in parentheses 
with the description indicates the number of hidden 
branches that are not executed because of the controlling 
statement. For example: 

<3) 'then' part of 'if was never executed 



52 
53 
54 
55 
56 
57 
58 
59 
60 



/* First test: if both horii and vert are '/ 

if ({horiz = = 0) && (vert = = 0)) 

{ 

is_error = check^errorO; 
if (is__error) 

retum(KEY_ERROR); 
eJse 
return(KEY_NONE); 
} 



The fact that this branch did not execute implies that 
the three underlying branches did not execute. There are 
three brancheSt one for the then part of the tf ((horiz = - 0) 
&£i (vert = =0)) branch, one for the then part of the if (is_ error) 
branch, and one for the else part of the if (is_error) branch. 
Observe also that this example shows that the source report 
can present more lines of text about the branches of interest 
if desired. 

Each execution of an HP Branch Validator instrumented 
program will append the data stored in the branch arrays 
tilong with the environment data to the dump file. 

The report generator then examines the dump file and 
the map files of each source file to find the information for 
generating summary and source line reports. In particular 
the report generator cycles through each branch array of 
each of the Instrumented source files. Each element of the 
array is mapped back into the source mapping file, which 
defines the type of branch and the expected value of the 
array element for the branch la be executed. If a particular 
branch ha.s not executed, the type of branch and the reason 
it did not execute will be reported. The text surrounding 
the branch is determined from the line numbers of the 
branch saved in the mapping file. The text of the branch 
is then read back from the original source file. As an exam- 
ple: 



(1) conditfonai of do whiie' was never FALSE 
49 -> while (horiz \= 0); 



(4J conditional of 'W was never TRUE 
53 - > if (value = - 0) if (value > 100) 



8 out of 12 branches executed (66.67%) 

In this example, the function keycoriverl in file convert.c 
had four branches that were not executed. First, the branch 
on line 36 was never TRUE (the value of keycode was never 
greater than KEY_9). Second, the branch on line 44 was 
never FALSE (the value of horiz aWays equaled 1). The state- 
ment no else' statement is an informational message stating 
that there was not an else condition in the original code. 
Finally, the two branches on Hne 49 are the same branch. 
The fact that the branch was never TRUE and never FALSE 
is an implicit w^ay of saying thai this branch w^as never 
executed at all. A return statement must have occurred 
before this branch. 

If an entire group of branches is controlled by a single, 
higher- level branch, the controlling branch will be the only 



The then part of the branch if (value = = 0) may have been 
assigned array element 35. Because this branch did not 
execute, the value of array element 35 was zero. When the 
report generator found array element 35, it mapped it back 
to tlie then part of an if conditional statement. The mapping 
also provided the report generator with the line number 
for this branch, the column range of the text for the if con- 
ditional, and the number of branches (4) affected because 
this branch did not execute. 

The objective of using the HP Branch Validator is to 
achieve a branch coverage percent that is as high as possi- 
ble. Adding additional test suites is the primary method 
of creating a higher coverage percent. But some branches 
do not lend themselves to being easy to test or perhaps 
they have already been fully tested by another user. In 
either case it may become important to ignore these 
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BBA Actions Edit Settings Help 



Context: hplsdin:/usr /hp6400Q / demo/b ba/demQ2/* 
File /Function: Next Previous Ignore 
,^Summary_ 



Source 



Update 



Errors 



_HiL 



Total 



JVo. 



J A Function. 



convert . c 



Totals 



driver- c 



Totals 



2 / 

3 / 
5 / 



G / 
G / 



12 ( 16,67) 

9 ( 33.33) 

21 ( 23.81) 



keyconvert 
bitpos 



C G.OG) 
( G.GG) 



5 out of 22 retained branches executed (22.73%) 
[ 23 branches were ignored ] 



Fig. 5. A file and function sum- 
mary report. 



branches or exclude entire functions from branch coverage 
percents. A mechanism exists in the HP Branch Validator 
that enables the user to tell the report generator to ignore 
files, functions, and branches while it is creating reports. 
To use this capability the user enters the names of files, 
functions, and branches to be ignored into an ignore file. 
When the report generator is preparing a report it will 
examine the ignore file and remove from the report any of 
the specified items (files, functions, and branch statements) 
listed. The report generator does this by entering each of 
the items in the ignore file into an ignore hash table. When 
each file, function, and branch is sequentially examined it 
will first be checked to see if it is in the ignore hash table. 
If the item exists in the ignore hash table it will be ignored 
(or skipped). To ignore a branch the user must enter a pre- 
defined sequence of characters that represents the control- 
ling statement of the branch. To ignore branches, the report 
generator matches the controlling statements for each 
branch contained in the map file with the controlling state^ 
raents in the ignore file. For example, if the ignore file 
contains the information: 

.■■usersi''c&'driver.c 
/users/cc;/convert.c : keyconvert 
.iisers/cc/Donver1.c ; bitpos : case 32: 

the following branches will be ignored: 

■ All of the branches in the file /users/cc/driver.c 



• All of the branches in the function keyconvert in the file 

/users/€C/co n vert.c 
■ The branches associated with case 32: in the function 

bitpos in the file /uaers/cc/convert.c. 

The SoftBench Interface 

The SoftBench interface is a friendlier user interface than 
the command-line interface of the HP Branch Validator. 
The SoftBench interface allows the user to examine the 
results of the branch coverage interactively, find unexe- 
cuted branches quickly, and take appropriate actions to 
improve the branch coverage results. By simply clicking 
the mouse button, the user is able to perform operations 
such as ignoring a branch, editing a source file containing 
a missing branch, or positioning the sprite on the next or 
previous unexecuted branch. 

The SoftBench interface provides three primary reports: 
a file and function summary report, a function histogram 
report, and a source report. The file and function summary 
report is similar to the standard report generator report 
except that it provides summary information about the 
number of branches executed on a file level as well as 
function level coverage information. Fig. 5 Illustrates the 
file and function summary report. The function histogram 
presents the same function summary information in a his- 
togram format [see Fig, 6), The function histogram report 
helps the user quickly determine the functions that do not 
meet specified branch coverage criteria. 



SoftBench 



BBA 



BBA Actions Edit Settings Help 



Context: hplsdin:/ijsr/hp64000/demo/bb3/ciemo2/* 
File/Function 



Percent. 



33 



60 

71 



Next 



P rev bus 



Ignore 



Source 



Update 



Errors 



_Histogram_ 



_F unction. 



keyconvert 



bitpos 
error 

getkeyvalue 
twobits 



_Fiio_ 



convert . c 



convert . c 
driver. c 
Betkey * c 
multibits. c 



Fig. 

port. 



6. A furjction histogram re- 
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SaftBench 



BBA 



Source of Function: keyconvert in File: convert. c 
Orsnch 



Next 



Previous 



Ignore Add Pragma 



Clear 



Close 



(1) switch never went to* case ^ 



29 keycode = bitpos(horiz) + KEY_F; 

30 break; 

(l) switch never went to 'case' 

->31 case 4r /* Pressing third column of keys V 

32 keycode s bitpos(horiz) + KEY_1 j 

33 break; 

(3) switch never went to 'case* 

->34 case 8s /* pressing fourth column of keys */ 

35 keycode - bitpos(horiz ) + KEY_6| 



The source report combines the descriptions of the 
missed branches and the complete text of the selected 
source file or function into a source listing. This source 
listing allows the user to see the missed branches in the 
context of the complete file cr function more clearly. Fig. 7 
shows the selected source report and the missed branches 
in the context of the selected function. 

The SoftBench interface uses the report generator and 
various filters to produce these summary, histogram, and 
source reports. When the user selects a summary or histo- 
gram report, the report generator is run to produce a sum- 
mary report which is then passed through a filter to produce 
the corresponding summary or histogram report. When the 
user selects a source report, the report generator is run to 
produce a source report. A second filter program combines 
the statements about the missed branches with the source 
file* The location of the source file and the range of text 
for a function are read from the map file. 

The Encapsulator was used to build the Softbench inter- 
face. The Encapsulator provided many benefits, perhaps 
the foremost being that we could produce a mouse-driven 
OSF/Motif^ style interface quickly for an existing com- 
mand-line-driven product. We were able to demonstrate 
many of the features of the HP Branch Validator six weeks 
after we started using the Encapsulator. A second benefit 
of the Encapsulator is the SoftBench message server.* The 
message server allowed us to simplify our interactions with 
the SoftBench edit and builder tools. We could simply send 
an edit command and not be concerned about the type of 
editor the user might want to use and the appropriate com- 
mand to start the editor. 

A third benefit we found in using of the Encapsulator is 
the Encapsulator description language. The Encapsulator 
description language provides a tool developer with the 
capability of defining menu buttons and their associated 
operations very easily. This feature enabled us to try vari- 
ous features and develop the proper look and feel for our 
product As an example, the following text defines a pull- 
downi menu to show the HP Branch Validator histogram. 

make_ob[ecl(menu, "showHJstogram", Menu Button, "Show Histo- 
gram '. NULL make_event(User, 'Select", bba_histogfam())); 



Fig. 7. A source report for the 
furtction keyconvert. 



Observe that even without explaining the details of the 
Encapsulator description language or how menu buttons 
work, the meaning of the above command is almost intui- 
tive. This text defines a menu button with the text "Stiow 
Histogram". The object will be named ' showHistogram", and it 
will call the function tiba_histogram() when the user selects 
this menu item. 

In addition, the Encapsulator makes it easy to define 
display windows where text is to be displayed. For exam- 
ple, the following text describes the window to display the 
summary text. 

results = make_ob|ect{pane, "summary List", List, NULL, 
(XOFFSET ; WIDTH : 678 HEIGHT : 255), 
make_event(User, "S&lect", line_se[ect())): 

This text declares an object to be a list widget with the 
specified width and height in pixels. The object is to be 
named summaryUst and wiU call the function line_select() 
when the user selects a line. The list widget contains the 
methods (functions) that know how to scroll and do all of 
the appropriate operations for a listing display. When it is 
necessary to write information to the list widget, a file is 
loaded and the widget handles the rest. Invoking the load 
command [i,e., I oad_file( results, tmp_summary)) , results in 
loading the contents of the file tmp_summary into the object 
defined as results {i.e., the list widget). 

A fourth benefit of the Encapsulator is the capability for 
a process to send commands to a hidden shell or subprocess 
and get called when the command completes. This feature 
is u.'^ed to send report generator and filter commands to a 
hidden shell, This is perhaps not the most technical feature, 
but the fact that the commands can execute quickly and 
that an application can be informed at the completion of 
a command was another factor in saving development time 
in producing an HP SoftBench interface to the HP Branch 
Validator. 

Along with the benefits of using the Encapsulator there 
are a few drawbacks. The primary drawback is the limited 
set of widgets that can be used and the fact that they must 
be used in fairly rigid ways. One of the problems associated 
with the list widget (the widget that allows the user to 
display textual information) is thai it is hard to determine 
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exactly which line a user has selected because the text of 
the line is returned but not the line number. If there are 
two identical lines of text on the screen, lI is impossible 
to know which line the user selected. To work around this 
problemp we added a line number to each line, The numbers 
are appended to the end of each line of text in an area of 
the list widget that is typically off-screen. The user can 
observe these numbers if the list widget is scrolled to the 
right, but in typical situations they are not shown. When 
the line of text that a user selects is read in, the line number 
is also read to determine which line the user selected and 
which line to go to next. A second problem with the Encap- 
sulator is not being able to specify a multiple- word label 
directly as the name of the application. The HP Branch 
Validator cannot be named the ''Branch Validator" on the 
display because the Encapsulator will only accept a con- 
tiguous character string as a name. In addition, the name 
should be about 9 characters or less. To get around this 
problem, we elected to use the name BBA which reflects 
the underlying technology of the HP Branch Validator, 
specifically basis branch analysis. 

In general, the Encapsulator provided the HP Branch 
Validator with an easy-to- implement graphic interface. 
This dramatically reduced our time to market while allow- 
ing us to maximize the number of features. In addition, 
porting the HP Branch Validator SoftBench interface to 
other platforms has required only a simple recompilalion 
of the Encapsulator file. However, porting the HP Branch 
Validator preprocessor and the HP Branch Validator report 
generator has not been quite as simple. 

C++ Branches 

The HP Branch Validator can also provide information 
about C++ branches that are not executed. The w^ny to get 
C++ to work with the HP Branch Validator is to compile 
the C+ + into C files and then let the HP Branch Validator 
compile the C files. Using the C++ +i compiler option in 
coordination with other options allows the compilation of 
C++ source files to object files to occur in one step. During 
the process of compiling C++ to C files, line and file direc- 
tives about the C++ file are put into the standard C file. 
The HP Branch Validator preprocessor will pick up these 
line and file directives and reference a branch in the C file 
back to the original C+ + source line that caused the branch. 

The results of C++ branch analysts can be seen via the 
command-line or SoftBench interface. Since the HP Branch 
Validator is primarily a C tool and the C++ function names 
that it sees are encrypted, the command -line version of the 
HP Branch Validator must be run through the c+ -Hfilt(l) util- 
ity to produce more readable function calls. The following 
is an example of a C+-5- summary report. 



% 



lA function 



fife 



_hit total 

1 / 1(1 00.00) BoardRec::SetPiece( PieceRec*) 



board. c 

17 1 [100 00)BoardRec"C1ear() board, c 

1 / 1(100.00) Boa rd Rac : : Repai n1 ( Scrn Rec' ) board , c 
3 / 3 ( 1 00 . 00 ) Board Rec ; : Repa i n t () board . c 

2 / 3(66.67) DoRe place( void* ) boa rd . c 

3 / 3 (1 00.00) DoPaintMe{void*) board .c 
19/ 2 1( 90 , 48 ) P ai nt ( i nt , int , D i reclf on , Di rection , I nt) flow. c 
10/ 11(90,91)TripFlow(void') flow.c 



6/ 


7 ( 85.71 ) FlowRefigureOeltasO 




flowx 


4/ 


5 ( 80,00) FlowRepaintO 




flow.c 


2/ 


3(66.67)Fl0wFast() 




flow.c 


1/ 


1 (100.00) FlowStanO 




ftow.c 


5/ 


5(100.00) InitLevelO 




init.c 


2/ 


3 (66.67) PieceRec::Paint(Scrnflec" 


Jntjnt) 


piece.c 


7/ 


9 ( 77.78) ScmRec::RefigureSizes() 




screen, c 


1/ 


1 (1 00.00) ScrnHec::GetPieceCache 


(Piece Rec ') 


screen. c 



A portion of the HP Branch Validator source report for 
the above file would look like: 

DoRepSace(void*) board.C 

(1) conditional of 1f' was never FALSE (no else' statement) 
[control lines] 
56 
57 

58 Static void DoRep1ace(void *){ 

59 - > if (newpiece) { 

60 newboard - > SetPiece( newpiece) ; 

61 newpiece - NULL; 

62 } 

PaJnt( int, f nt , Di recti on , Di rection J nt) flow. C 
(1) case' code was never executed 



74 


X nil Rectangle {dpy, window, gc, xO f sstze 




- ipix, 


75 


yO -1- Isslze. ipix^ flowwidth); 


76 


break; 


77 


case BadDIr: 


78 -> 


PuntCBad in direction in Paint!"); 


79 


} 


80 


} 


81 


opix = numpix - ipix; 



(1 ) case" code was never executed 



97 

98 

99 

100 

101 -> 

102 

103 

104 



X Fill Recta ngle(dpy, window, gc, xO 
+ issize, 

opix, flowwidth); 
break; 
case BadDir: 
Punt^Bad out direction in Paint!"): 



hssize, yO 



} 



Note that the only inconsistency in the command -line 
interface of the HP Branch Validator is in the filenames 
reported in the summary reports. The filenames reported 
are the C hlenames and not the C+-t- filenames. Simply 
replace the C extension with the C++ extension to deter- 
mine the C+ + filename. In this example replace c with .C 
or board. c with board. C* 

The command -line interface has one additional problem 
that appears when trying to ignore brancheii. To ignore a 
specific branch the C filename plus the entire C+ f en- 
crypted function name and encrypted branch must be en- 
tered into the ignore file. For example^ to ignore the case 
statemenls on lines 78 and 100 the sequence: 

''disc.l4.4/games.xpiumb/f!ow.c: Paint FiTI9DtrectionT3Tl icase -1: 
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SoFtBench 



BBA 



RBA Actions Edit Settings Heip 



Context: hplsdln:/usr/local/src/games/xplumb/* 
File/Function: 



Next 



Ignore 



Source 



Update 



Errors] 



P ©rce nt H i sto gra m_ 



.Funcliori. 



File 



DoPaintMeCvoid*) 



b o a r d . C 



b'J 
73 



BoardRec: : ButtotiDowiif) board. C 



BoardlnitC) board, C 

Paint (intp int. Direction, Direction^ int 
TripFlow(void*J tlow.C 



SoFtBench 



SoiJice of Function; BoardRec:]ButtonDown() in File: bosrd.C 
Branch 



Next 



Previous 



Ignore Add Pragma Clear 



Close 



75 void BoardRec: :ButtonDown( ) { 
(1) conditional of 'if was never TRUE 



it (!tcmovabie 



iiewpiece 



fastflow) return: 



(1) conditional of 'if' was never FALSE ('else' never executed) 

~>17 if (piece == PieceNone) { 

78 piece = qiieue->Pop( ) ; 

79 RepaintO; 
8Q } else ( 

31 newpiece = queue->Pop( ) ; 

82 newboard - this; 



must be entered into the ignore file. This becomes a Httle 
difficuU because so many characters have to be typed into 
the ignore file and because the file ffow.c must he examined 
to determine the branch function name and statement as 
the HP Branch Validator sees it. 

The SoftBench interface overcomes these deficiencies by 
using the map files and various filters to produce the correct 
C++ results. All G files are mapped hack to C++ files if 
they exist. In addition, the effort to ignore a branch is simply 
the click of a mouse button. The SoftBench interface reads 
the map files and determines the proper filename, function 
name, and branch string of functions and branches to ig- 
nore. Fig. 8 shows an example of a portion of a C+ + pro- 
gram being examined using the HP Branch V^aiidator 
SoftBench interface. This shows the benefits of using the 
Encapsulator to overcome deficiencies and greatly enhance 
the capabihties of a command-line interface. 

Conclusion 

The HP Branch Validator provides a mechanism to quan- 
tify the level of testing that has occurred on a software 
product. This quantification lets the user rapidly define 
software test sites that provide an acceptable level of soft- 
ware testing. In addition, the HP Branch V^alidator indicates 
* 'logically dead" code (branches that are never executed) 
and can be a useful tool in the reverification of an existing 
software product- 

The HP Branch Validator can operate through a Soft- 
Bench encapsulated interface or through a command-line 
interface. The SoftBench interface will work independently 
of SoftBench or in conjunction with SoftBench version 
A. 01. 00 or greater. The HP Branch Validator works well in 
8M bytes of memory when it is used in stand-alone mode 
with the SoftBench encapsulated interface. However^ 12M 
bytes of memory are required when the HP Branch Val- 



Fig, 8. A portion of a C++ pro- 
gram as it would appear m ar) HP 
Branch Validator Softbench inter- 
face. 



idator is used with SoftBench. The command^ine interface 
does not have any major memory constraint. The com- 
mand-line interface provides the same branch coverage in- 
formation as the SoftBench interface but without some of 
the convenience provided by an OSF/Motif graphical user 
interface. 
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6 Synthesized Sweeper 

Roger P. Oblad 

Roger Obtad was the pro- 
gram fTianager during cfe- 
velopmen! ol the HP 8360 
family ot high-end fnicro- 
wave synthesized s\A^eep- 
ers. He joined HP's Micro- 
wave Divis^oa in 1972, 
shortly after earning a 
BSEE degree from the Uni- 
versity of Utah He earned 
an MSEE degree in 1975 from Stanford University, 
Roger has been a deveJopment engineer (or the 
HP 8505 network analyzer {analog circuit design), 
the HP 6501 storage normalizer (digital hardware 
design and firmware), and the HP 8340 synthe- 
sized sweeper (firmwcire). He lalertjecame project 
managerforthe HP 6340. He is named as an inven- 
tor in two paterits. A six-year veteran of Ihe U .S Air 
fsfaiional Guard, he was born in San Lake City. Utah. 




Jives in Santa Rosa. California, is marhed and has 
five children. 



James E. Bostteller 

An enthusiastic Myer, Jim 
Bossaller recently received 
his private pilot's license. 
He also pifoted the HP 8360 
microwave synthesized 
sweeper family as the proj- 
ect manager responsibi© 
for deveiopment of 
mechanical systems and 
firmware He pmed HP m 
1969 in Colorado Springs as a cathode ray lube 
tesi technician. Jim worked full-time arid attended 
college until 1975, when he earned a BSEE degree 
from the University of Colorado In 1975. he was 
transferred to Sunnyvale, California, where he 
served as a devetopmeni engineer on the HP 94 1 1 
and HP 941 3 matrix switching system products, tn 
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1 976, ^e moved 10 HP's Neiwork Measurements Di- 
visron as a maieriaSs engineer and member of the 
HP 8340 micfowa^/e synthesizer development 
team. He serv&d m ihe U.S. Air Force from 1964 
to 1968. Bom m Ingle wood. Califomia, he (>ves in 
Rdineri Pai'k, is mamed. and has five children 



John R. Rega22i 

I John Regazzi pined HP's 

Net work Measurements Di- 
vision in 1979 He earned 
a BSEE degree in ?97e from 
Rutgers Universfty and an 
MSEE degree in 1979 from 
Lehsgh University. John 
was the system testing 
project leader on rhe 
systems evaluathon team 
for the HP 8360 tamtly of microwave synthesized 
sweepers. He also served as an R&D engineer and 
production engineer (or the HP 8350 microwave 
sweeper and m 1 1 limete r modu les He iS no w ser V I ng 
as a project manager He is named as an inventor 
in a patent for an analog circuit design Born in 
Madison, New Jersey; he lives in Santa Rosa, 
California He is married, has two children, and is 
active m youth baseball. 




17 Sweeper Selt^TesI Design : 



Michael J. Seibel 

Development engineer 
Mike Seibel designed the 
self-test and service 
firmware and some of the 
analog and digttaJ circuitry 
lor the HP 8360 synthe- 
sized sweepers. He also 
was a member of the HP 
committee that created the 
now industry- accepted 
SCPi {formerly TMSL) instrument control language 
Mike worked summers at HP in 1976 and 1977 
while earning his BSEE degree from the California 
Polytechnic State Untversity m San Luis Obispo m 
1979. He joined HP's Santa Rosa Division m 1979 
as a production engineer on the HP 8554, HP B555, 
and HP 8566 spectrum analyzers. He then de- 
veloped [he test process for the HP 8340 synthe- 
sizers, and served as production engineer for I he 
product. Born m San Francisco, Mike lives in 
Windsor, Catifornia. He is marned, has two chil- 
dren, and enjoys racquetball, boardsailing, car 
rallying, audio engineering, and playing drums in 
local jazz and rock bands. 



24 ^ Sweeper Power Leveling : 



Lance E, Haag 




High-frequency analog 
electronics, signal theory, 
and electromagnetic 
theory are the professional 
interests of Lance Haag. 
Born in St Paui, Minnesota. 
he earned a BSEE degree 
(19&5) at the University of 
Minnesota and an MSEE 
degree {1968) Irom Stan- 




ford University. Lance joined HP's Network Mea- 
s u remenls Div i Sion i n 1 985 He h a s d one p roduc- 

tion engineenng (orHPesso. HP 8620, and plug-in 
sweeper products, and he developed a production 
test process and did systems engineering for the 
HP 8360 synthesized sweeper family. Before pin- 
ing HP, he was an R&D engineer with InterJaken 
Technology in Minnesoia. developing force, pres- 
sure, and temperature sensors _ Lance lives in 
Santa Rosa, California, and enjoys cross-country 
sKnng, bicycle racing, and cooking. 



Mark N. Oavldscin 

I Born m Atlanta, Georgia. 

Mark Davidson received 

his BSEE degree (1979) 

and MSEE degree (1 904) 

I from the G eo rg ia I n stitute 1 

Technology He jomed 
I HP's Network Measure- 
ments Division in 1981 As 
a product RSD engineer, 
Mark designed the level 
Gonlrol and frequency synthesis hardware for the 
H P 8360 sy nthes i zed s weeper f am 1 1 y Ho h as a1 ao 
worked as a production engineer for microwave 
sweeper products. Before joining HP, Mark was an 
R &0 eng i neer w i th Tekt ron ix Co r po ration He I ives 
jn Santa Rosa. California, where he enpys runnang, 
backpacking, I a si motorcycles, and music 



Glen M. Baker 

a A member of the Squaw 
VaUey Ski Patrol in Califor- 
nia, Glen Baker used his 
keen eye for sweeping 
slopes while designing 
firmware tor the HP 8360 
synthesized sweeper fam- 
ily. Previously, he was a 
production engineer for the 
HP 8340 and HP 8350 syn- 
thesizers and several microcircuits. HejOtned HP's 
Network Measurements Division in 1983. shortly 
after earning a BSEE degree from the University of 
Washington. Born in Seattle, Washington, he lives 
in Santa Rosa. California, and enioys skiing, 
boardsailmg. acrobatic flying., hang gliding, moun- 
tain biking, competitive sailing, and music. 



31 ^ Sv^ltchtd Doybl«r : 



James R. Zelters 




Jsm Zetiers designed the 
package and switched fil- 
lering for the HPO.OT-lo-40- 
GHz switched frequency 
double r, and served as a 
project manager fo< the 
HP e3597A 40-GH? plug-in 
in the Network Measure- 
ments Division R&D lab. 
After joinrng HP's Santa 



Clara Division in 1 968. he worked on swept synthe- 
sizer products, digital displays, and RF network 
anaJyzers. Before coming to HP, Jim was an en- 
gineer at Hughes Airc?"aft Company. Hs earned a 
BSEE degree m 1 966 from the University of Calrfor- 
ma ai Berkeley and an MSEE degree in 1 968 from 
ttie University of f^tchigan Born m Los Angeles, 
Jim lives in Santa Rosa is mamed. and has a teen- 
age daughter and son He enpys swimming, hi-ti 
music, and tinkering with computers. 



3i ^ HIgfi-SpMd PulM Modulator : 



Mary K, Koenig 

The f ast p u I se mod u I atof to 
improve performance of 
the HP B360 synthesszed 
sweeper was designed by 
development engineer 
Mary Koemg, who is reamed 
an inventor in a patent 
for the modulator destgn 
She also developed the 
HP 8349 A amplifier after 
joining HP's Network Measurements Division in 
1982. MarytecGivedaBS degree in 1981 in elec- 
trical engineering from the University of 
Washington ^n Seattle Born in Rochester, New 
York, she lives in Santa Rosa, California, and enjoys 
white- water kayaking and rafting. 




36 New Ifftorodfcult TiKlinolo§y : 




Ronald C. Blanc 

Development engineer Ron 
Blanc developed themod- 
spl4ter microDrcuit used in 
the HP 8360 synthesized 
sweeper He pined HP'S 
Networi< Moasurements Di- 
vision asa microcircuii pro- 
duction engineer in t975, 
shortly after graduating 
from Harvey Mudd College 
in Claremont. California with a Master's degree in 
engineering. Ron was born in San Mateo. Califor- 
nia, and lives m Santa Rosa He is married, and 
erijoys hiking and tennfS. 



Richard S. BIschof 

Project leader for develop- 
men! of two new micro- 
circuits for the HP 3360 
synthesized sweepers, 

Stan Btschol joined HP's 
Networl< Measurements 
Diviston in 1979. He de- 
ve Japed microoircuits for 
the HP 6340 sweeper and 
IS now working on produc- 
tivity engineering, microwave design tool develop- 
ment, and support Stan's professional interests in- 
clude PFimrcrowave design, controls, fillers, and 
eleclronic icols He received his BSEE degree 
(1 975) and his MSEE degree (1 978) Irom ttie Uni- 
versity of California at Santa Barbara, where he 




94 HEWIFTT-PACKARO JOURNAL APRIL 1991 



)Copr. 1949-1998 Hewlett-Packard Co. 



was bofn. He now lives in Santa Rosa^ is married , 
has two chftdren, and enjoys badminton and 
gardening. 



Fatflck B, Harper 

Microcircuit introduction 
project leader Pat Harper 
helped develop the test 
processes and test sys- 
tems for the HP 8360 mscfo- 
c I.' cults. As a microcircuit 
:r::chAicjan atier jommg 
r 1^3 Stanford Park Division 
in 19BQ, he helped mtro- 
duce mcrocircuits for the 
HP 8340 sweeper and the HP fl753 network 
anafyzer Born m San Francisco, Pat lives m Santa 
Rosa, is married , and has one child. He enjoys skin 
diving and gardening. 




47 .Programmable Attenuators! 



David R. Veteran 

A 39- year vel era n wi th H P 

DavG Veteran pined 
HP's Microwave Division m 
1952 when the company 
reached lis l3Th year As a 
project engineer, he has 
designed families of HP mi- 
crowave components, m- 
eluding pads, terminaDons 
^. switches, and siep aiien- 
uaiocs -and tliu uc-to-50-GH? programmable step 
attenuators for the HP 6360 synthesized sweep os- 
dllators Dave, who attended DeAnzaand FooihiJI 
Colleges in California, is named as an inventor m 
four patents with a fiflh one pending, on coaxial mi- 
crowave devices. A native of San Jose, California, 
Dave lives m Santa Rosa, is married, and has I wo 
daughters. He fs a pilot, airplane owner amateur 
winemaker, and 10-acre landowner 




50 Millimeter-Wave Sour ct si 




iiohamed M. Sayed 

Mohamed Sayed was the 

project manager fof Ihe 
HP83557AV-bandandthe 
HP 83558A W-band milh- 
I meler-wave source mod- 
ules. Previously, he hetped 
develo p the H P 85 1 06 A/B/C 
millimeter wave network 
analyser system, the HP 
/ e5109.A/B on -wafer net- 
work analyzer systej^, the HP 834 9B microwave 
amplitfer. Lhe HP8355x and HP85100V/W source 
modules, the HP 70&O7A external mfxer interface 
module, the HP 7 1300 A millimeter spectrum 
analyzer, the HP 5350 A microwave frequency 
counter, and the HP 5356 A/B/C microwave tre- 
quency converters. He is now project manager for 
microwave and millimeter- wave amplifier products. 
A member of the IEEE and aylhor of over 1 5 articles 
related lo his work. Mohamed's professional in- 
terests include microwave and millimeter- wave ap- 
plications. He earned a BSEE degree (1964) and 



an MSEE degree (1968) from Cairo University, and 
a PhD degree (1 973) from the Johns Hopkins Uni- 
versily. Before jotning HP's Stanford Park Df vision 
in 1973. Mohamed was a postdoctoral fellow m 
solar cell studies at the University of Delaware 
( 1 972 to 1 973). He was a lecturer sn electrical en- 
gineering at San Jose State University from 1978 
to 1982. Born in Cairo. Egypt, he is married and 
has two children. He^s president of the Santa Rosa 
Youth Central Soccer Club, coaches and referees 
youth soccer, and enfoys traveling with his family, 



Giovonnae F. Anderson 

Codev eloper of the HP 
83357A and HP 83558A 
millimeter- wave source 
^^^ modules at HP's Metwork 
^ ^^^1 Measurements Division, 
Giovonnae Anderson 
joined HP's Microwave 
Technology Division in 
1979 as a development 
engineer, She has also de- 
signed beam-lead diodes, and is now working on 
pulse measurement systems Giovonnae received 
a BSdegreejn physics from the Hampton Institute 
in 1970, an MSEE degree from Cornell University 
in 1 972. and a PhD degree in electncaf engineehng 
from the University of Calitomia at Davis in 1979. 
Before joining HP she worked on magnetfc mater- 
ials at IBIVI in San Jose. Giovonnae is the author of 
iwo articles published in tne IEEE Journal of SoSid 
State Devices, and is a member of the IEEE and 
theSociety of Women Engineers. Her prof essionaJ 
rnterests include semiconductor materiats and de- 
vfces, Born in Richmond, Virginia, Giovonnae tives 
in Santa Rosa, California, is married, has !wo chil- 
dren, and enpys bicycling, camping, and sewing 




65 ^ Ceflufar Radio T&ster : 




OavJd M. Hoover 

Dave Hoover fikes to build 
things, including his own 
house in Spokane, 
Washington He also builds 
cellutar telephone testing 
instruments for HP. His 
Jatest project, the HP 
1t646ADOPSK 1-0 signal 
' generator tests fSJorth 
. American dual-mode digi- 
tal cellufar telephone receivers. After joining HP's 
Spokane Division in 1981, he worked on the HP 
8645 A Signal generator and developed a fre- 
quency do u bier for the HP B644A. HP8645A. and 
HP 865 7 B SEgnal generators. He also worthed on the 
HP 8657 (Option 22) Groupe Special Mobile {GSM) 
European digital cellular sysiem, developed the HP 
1 183-5 data buffer, and contributed to develo pment 
of the HP 11 84 /A software package. Dave is 
named as an fnventor on a patent for a synthesis 
technique used m the HP B645A signal generator. 
and on a patent pending for the HP 11 848 A 
generator's filter techmgue. Dave's professional in- 
ierests include RF communications and digital sig- 
nal processing He received his BSEE degree in 
1 980 and his MSEE degree in 1 981 from the Uni- 
versity of Washington. Born in Seattle. 'Washington. 




he lives rn Spokane, is married, and hasor^ son. 

Dave enjoys downhill and cross -country skiing. 
scuba diving, backpacking, golf, carpentry, and 
working with computers. 



73^ Cellular Mocfittatlon Measurement 

Raymond A. Bfrgenhel^r 

Ray BJrgenheier has been 

a consultant and develop- 
ment engineer in digital sig- 
nal processing and digital 
communications at HP's 
Spokane Division since 
1 981 . He IS named as an in- 
ventor of the signai pro- 
cessing techniques used in 
the HP 11836Aand HP 
1 1 84 7 A products He developed the software for 
the HP 1 184 7 A measurement systems thai verify 
the RF performance of digital cellular transmitters. 
He received a BSEE degree (1963) from Montana 
State University, an MSEE degree { 1 965) from the 
University Of Southern California, and a PhD degree 
(1972) in eSectncal engtneenng from the University 
of California at Los Angeles. Ray worked for 
Hughes Aircraft Con'ipany's Radar Systems Divi- 
sion from 19&3 to 1980, where he became a senior 
scientist in 1976, Since 1980, he has served as a 
professor and chaFrman of the Department of Elec- 
trical Engineering at Gonzaga University He has 
authored numerous articles on adaptive antennas 
and signal processing techniques, and is named 
as an invenior m three patents on adaptive anten- 
nas, one on premodulation filters, and on three 
pending patents on premodufation fillers, modula- 
tion measurement techniques , and apparatus Ray 
is amemberof the IEEE societies on communica- 
tions systems and engineering education. His pro- 
fessional interests also include communication 
theory and systems, and digital processing of ran- 
dom signals A U S Navy veteran. Ray was txirn 
in Billings, Montana. He is married lives in 
Spokane. Washington, and has seven children and 
five grandchildren. He is active in his ctiurch and 
enpys hiking^ hunting, and fishing 



B3 —Test Verification Tool: 




David L. Neuder 

As the principal software 
designer for the HP Branch 

Validator, Dave Neuder de- 
veloped an automated tool 
that enables software de- 
signers to test and verify 
the branch coverage of 
. t . '^^ ^ ^^^H "TidduJes He has also 
■ ^|hhv^' ^^^ worked on development of 
^Wwf HP Teamwork and the HP 

6461 timing analyzer. Dave received a BSEE de- 
gree (1977) and an MSEE degree (1979) from 
Michigan State University, and joined HP's Logic 
Systems Division ^n 1979. He is named as an inven- 
tor on a patent on marking technology m timmg 
analyzers end is a member of the IEEE. Born <n 
Wyandotte, Michigan, Dave Iwes in Colorado 
Springs, is married, and enjoys smging in choirs^ 
skiing, backpacking cycling, and climbing Col- 
orado's 14.000-foot peaks, 
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